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SAFETY SUMMARY 



The following safety information is provided to ensure safe operation of this instrument WARNING information is intended 
to protect the operator; CAUTION information is intended to protect the instrument. The following are general safety pre- 
cautions that must be observed during all phases of operation and maintenance. 



Ground the Instrument 

To reduce electrical-shock hazard, the mainframe (oscilloscope) chassis must be properly grounded. Refer to the mainframe 
manual for grounding information. 



Do Not Operate in Explosive Atmosphere 

Do not operate this instrument in an area where flammable gases or fumes are present. Such operation could cause an 
explosion. 



Avoid Live Circuits 

Electrical-shock hazards are present in this instrument. The protective instrument covers must not be removed by operating 
personnel. Component replacement and internal adjustments must be referred to qualified service personnel. 



Do Not Service or Adjust Alone 

Do not service or make interna! adjustments to this instrument unless anodter person, capable of giving first aid and resusci- 
tation, is present. 
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FEATURES 

The 7D10 provides delay by events in a plug-in unit for readout-equipped 7000-series oscilloscope mainframes. The 
operator can, with a single front-panel controi, select any desired delay from one to 10^ events The 7DI0 uses the 
mainframe readout system to count the selected integral number of events on the crt. When the number nf input events 
reaches the preset count, the 7D 10 will output a trigger pulse which can be used to trigger a logic artalyzer, oscilloscope 
sweep, or other equipment. Because the 7D 10 creates the delay by counting a number of pulses rather than by analog 
timing of an interval, jitter is not a problem even when viewing pulses toward the end of a long train, 

The 7D10 complements the 7001 Logic Analyzer. The logic analyzer memory window is easily delayed from the 
trigger by a selected count using the 7010. This facilitates bit error detection m pulse trains that are significantly longer 
than the capacity of dte logic analyzer memory. 

The 7010 can be used for selecting a certain time frame for jitter-free analysis of data in mechanically based systems 
such as disc-file memories. It is ^so useful for making measurements under complex liming conditions. 
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Section 1— 7D10 



GENERAL INFORMATION 



INTRODUCTION 

The Operator's Manual contains information necessary to 
effectively operate the 7D10 Digital Events Delay unit and 
is divided into three sections: Section 1 provides packaging 
for shipment information, specifications, and a list of stan- 
dard accessories. Section 2 contains operating information. 
Information concerning available options for the 7D10 
Digital Events Delay unit is in section 3. 



The Instruction Manual contains nine sections. Operating 
information is covered in the first two sections: servicing 
information is covered in the remaining seven sections. 
Schematic diagrams are located at the rear of the manual 
and can be unfolded for reference while reading other parts 
of the manual. The reference designators and symbols used 
on the schematic diagrams are defined on the first page of 
the Diagrams and Circuit Board Illustrations section. Abbre- 
viations used in the manuals, except in the parts list and 
schematic diagrams, comply with the American National 
Standards Institute Y1. 1-1972 publication. The parts list 
is a computer printout and uses computer-supplied 
abbreviations. 



INSTRUMENT REPACKAGING 

If this instrument is to be shipped for long distances by 
commercial transportation, it is recommended that the 
instrument be packaged in the original manner for maxi- 
mum protection. The carton and packaging material in 
which your instrument was shipped should be saved and 
used for this purpose. 



Also, if this instrument is to be shipped to a Tektronix 
Service Center for service or repair, attach a tag to the in- 
strument showing the following: Owner of the instrument 
(with address), the name of an individual at your firm tiiat 
can be contacted, complete instrument type and serial 
number, and a description of the service required. 



If tile original packaging is unfit for use or not available, 
package the instrument as follows: 

1. Obtain a carton of corrugated cardboard having inside 
dimensions of no less than six inches more than the instru 
ment dimensions; this will allow for cushioning. Refer to 
Table 1-1 for carton test strength requirements. 



2. Surround the instrument with polyethylene sheeting to 
protect the finish of the Instrument. 

3. Cushion the instrument on all sides by tightly packing 
dunnage or urethane foam between tiie carton and the 
instrument, allowing three inches on all sides. 

4. Seal the carton with tiiipping tape or with an industrial 
stapler. 

5. Mark the address of the Tektronix Service Center and 
your return address on the carton in one or more locations. 



TABLE 1-1 

Shipping Carton Test Strength 



Gross Weight (lb) 


Carton Test Strength (lb) 


0-10 


200 


10-30 


275 


30-120 


375 


120-140 


500 


140-160 


600 
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SPECIFICATION 

The electrical specifications listed in Table 1-2 apply when the following conditions are met: (1) The instrument must have 
been adjusted at an ambient temperature between +20° and +30° C, (2) the instrument must be fully installed in a calibrated 
mainframe, and (3) the instrument muft have been operating for at least 20 minutes. 



TABLE 1-2 

Electrical Characteristics 



Characteristic 


Performance Requirement 


TRIGGERING 


Internal Trigger Sensitivity* 




Coupling 




AC 


0.3 div of deflectiwt, minimum, 30 Hz to 10 MHz; increas- 
ing to 1.0 div at SO MHz. 


AC LF REJ 


0.3 div of deflection, minimum, 30 kHz to 10 MHz; increas- 
ing to 1.0 div at SO MHz. Will not trigger on sine waves of 
3 div or less below 120 Hz. 


ACHF REJ 


0.3 div of deflection, minimum. 30 Hz to SO kHz. 


DC 


0.3 div of deflection, minimum, dc to 10 MHz; increasing 
to 1.0 div at 50 MHz. 


External Trigger Sensitivity 




Coupling 




AC 


150 mV, minimum, 30 Hz to 10 MHz; increasing to 500 
mV at SO MHz. 


AC LF REJ 


150 mV, minimum, ISO kHz to 10 MHz; increasing to 
500 mV at 50 MHz. 


AC HF REJ 


1 50 mV. minimum, 30 Hz to 50 kHz. 


DC 


150 mV, minimum, dc to 10 MHz: increasing to 500 mV 
at SO MHz. 


External Trigger Input 




Maximum Input Voltage 


250 V (dc + peak ac), 500 V p-p ac at 1 kHz or less. 


Input Resistance 


Approximately 1 M^. 


Input Capacitance 


Approximately 20 pF. 


Input RC Product 


One M$2 X 20 pF within 2%. 


Level Control Range 


At least +1.75 V to -1.75 V in EXT; at least +17.5 V to 
-17.5 V in EXT -5- 10. 



' Triaesring frequency nnge Is also affected by the ben^idth limita of the meinframe and vertical plua-in unit used. 
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TABLE 1-2 (CONT.) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


EVENTS DELAY 


Range 


One to 10’ events. 


Increment 


One event. 


Insertion Delay 


3& ns within 5 ns. 


Recycle Time 


500 ns or less. 


Maximum Events Frequency 


At least 50 MHz. 


Minimum Event Width 


10 ns. 


Events Start Triggering 




Source 


External only. 


Coupling 


Dc. 


Maximum Input Voltage 


150 V (dc peak ac). 


Sensitivity 


100 mV, minimum, 30 Hz to 2 MHz: increasing to 250 mV. 
2 MHz to 20 MHz; increasing to 500 mV, 20 MHz to 
50 MHz. 


Input Resistance 


Approximately 1 Mf2. 


Input Capacitance 


Approximately 20 pF. 


Level Control Range 


At least +3 V to -3 V. 



OUTPUT StGNALS 



Delayed Trigger 




Waveshape 


Positive-going rectangular pulse. 


Amplitude 




Into Open Circuit 


At least 2 V. 


Into 50 Ohms 


At least 1 V. 


Rise Time (With 50 Ohm Load) 


2 ns or less. 


Fall Time (With 50 Ohm Load) 


5 ns or less. 


Pulse Width 


200 to 250 ns. 
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TABLE 1-2 (CONT.) 
Electrical Characterittics 



Characteristic 


Performance Requirement 


OUTPUT SIGNALS {CONT.) 


Delay Interval Waveshape 


Positive-going rectangular pulse. 


Amplitude 




Into Open Circuit 


At least 2 V. 


Into 50 Ohms 


At least 1 V. 


Rise and Fall Times (With 50 Ohm Load) 


5 ns or less. 


Accuracy 


Delay Interval pulse widdi is equal to the generated Events 
Delay witisin 30 ns. 


Relative Timing of Delayed Trigger and Delay Interval 
Output Signals 


Leading edge of Delayed Trigger pulse is coincident with 
falling edge of Delay Interval pulse within 2 ns. 



TABLE 1-3 

Environmental Characteristics 



Characteristic 


Performance Requirement 


Temperature 






Operating 


0’ to ■•■40'' C. 




Non-operating 


-40® to -^75® C. 


Altitude 






Operating 


To 15,000 feet. 




Non-operating 


To 50,000 feet. 


Transportation 

1 


Qualified under National Safe Transit Committee Test 
Procedure 1A, Category 11. 



TABLE 14 

Physical Characterittics 



Characteristic 


Description 


Finish 


Anodized aluminum front panel. 


Weight 


1.00 Kg <2.20 lbs). 


Dimensions 


See Figure 1-1, Dimensional Drawing. 
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Figure 1-1. Dimensional Drawing. 
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STANDARD ACCESSORIES 



1 each Operators Manual 

1 each Instruction Manual 



For more detailed information, refer to the tabbed Acces- 
sories page in the back of the 7D10 Instruction Manual. 
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Section 2-7010 



OPERATING INSTRUCTIONS 



PRELIMINARY INFORMATION 
Installation 

The 7010 is designed to operate in any plug-in compartment 
of Tektronix 7000-series mainframes. However, certain 
modes of operation require the 7010 to be installed in a 
specific compartment. The unit must be operated in a hori- 
zontal compartment to trigger from a signal applied to a 
vertical amplifier unit. For example, the 7010 must be 
operated in the A Horizontal compartment to control the 
delay mode of a time-base unit in the B Horizontal com- 
partment, or in a vertical compartment to view the Delay 
Interval Pedestal without the use of external cables. 



To install the 7010 into a plug-in compartment, push the 
unit in until it is seated flush against the front panel of the 
mainframe. To remove, pull the release latch to disengage 
the 7010. Continue to pull the release latch to remove the 
unit from the mainframe. 



CONTROLS. CONNECTORS. 

AND INDICATORS 

The major controls, connectors, and indicators for operation 
of the 7010 are located on the front panel of the unit. One 
control, located Inside the unit, for an auxiliary function is 
described in Detailed Operating Information. The front- 
panel controls, connectors, and indicators are located and 
described in Figure 2-1. 

BASIC BLOCK DIAGRAM 

The following discussion provides an aid to understanding 
the overall concept of the 7010. Fi^re 2-2 shows a basic 
block diagram of the 7010. Each block represents a major 
circuit within the instrument. The number enclosed within 
a diamond on each block refers to the schematic diagram of 
that circuit in the 7010 Instruction Manual. 



The EVENTS DELAY control sets up the desired number 
of events to be counted in the Events Counter. The number 
of delay events is encoded by the Readout Encodingcircuit, 
which provides readout data to the mainframe in order to 
display the number of delay events on the crt. 

The Events Start Trigger starts the delay interval and allows 
the Events Trigger circuit output to be counted by the 
Events Counter. When the selected number of events has 
been counted, the Outputs Processing circuit ends the delay 
interval and outputs the DLY'D TRIG OUT signal. 



FUNCTIONAL CHECK 

The following procedure may be used as a check of basic 
instrument operation. The procedure can be used for in- 
coming inspection to verify proper operation, and can also 
be used by the operator for instrument familiarization. 
Only instrument functions, and not measurement quantities 
or specifications, are checked in these procedures. There- 
fore. a minimum amount of test equipment is required, if 
performing the Functional Check procedure reveals im- 
proper performance or instrument malfunction, first check 
the operation of associated equipment; then refer to quali- 
fied servi|e personnel for repair or adjustment of the 
instrument. 

Test Equipment Required 

The following test equipment is used to perform the Func- 
tional Check procedure. Other test equipment, which meets 
these requirements, may be substituted. When other equip- 
ment is substituted, the control settings or set-up may need 
to be altered. 

1. Indicator Mainframe 

Description: Any Tektronix 7000-series oscilloscope 
equipped widi a readout system and able to accommo- 
date four plug-in units. 

Type Used: TEKTRONIX 7904 Oscilloscope. 

2. Time-Base Plug-In Unit 

Description: Sweep rates, 20 milliseconds/division to 
magnified or deiayed-sweep rate of 20 nanoseconds/ 
division; accuracy, within 5%. 

Type Used: TEKTRONIX 7B80 Time Base. 

3. Dual-Trace Wide-Band Vertical Amplifier Unit 

Description: Bandwidth (combined with indicator main- 
frame), dc to 1 SO megahertz; deflection factor, variable 
from 50 millivolts to 5 volts/division; accuracy, within 
3%. 

Type Used: TEKTRONIX 7A26 Dual-Trace Amplifier. 

4. Time-Mark Generator 

Description: Marker outputs, 1 second to 10 micro- 
seconds; trigger output, 1 millisecond; marker accuracy, 
within 0.1%; marker amplitude. 0.5 volt into 50 ohms; 
trigger amplitude, 0.5 volt into 50 ohms. 

Type Used; TEKTRONIX TG 501 Time-Mark Genera- 
I 



' Requirat TM SOO-iaria power module. 
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Figure 2-1. Location and function of front panel controli. indicators, and connectors. 



@ 
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^ B SWEEP DELAY MODE SwilehM— Self-cancelling putfibotton twltehet that lelact the operating 
mode of the B tweep (time-beiel unit for independent or delayed twaep operation. 

TRIGGER SLOPE Switch-Select* the ilope of the trigger ilgnel on which the delay I* Initiated. 

TRIGGER LEVEL Control— Select* the amplitude point at which the delay i* initiated. 

TRIG'D Indiettor-Lamp that light* when a trigger it being produced. 



COUPLING Swit ch ee SeUcartcelllng pu*hbutton nyitchat that (elect the foilowing coupling method* 
for the trigger tlgnal; AC (capacitive couplingl, AC LF REJ (capacitive coupling, low frequency re- 
jected). AC HF REJ (capacitive coupling, high frequency rejected), and OC (direct coupling). 



SOURCE Switchee Seif<anc*llingpu*hbutton iwitcha* that lalect the following trigger tlgnal *ourca*: 
INT (internal from anociated vertical unit with 7D10 inttallad In horizontal compartmanti, LINE (Irt- 
ternal from power tourcel, EXT (external from EXT TRIG IN connector), and EXT -r 10 (10X Input 
(ignal attenuation). 



EVENTS START TRIGGER SLOPE Switch— Select* dope of trigger tlgnal from which the Event* 
Start it initiated. 



EVENTS START TRIGGER LEVEL Control— Select* the amplitude point on the trigger (ignal from 
which the Event* Start i( Initiated. 

DELAY EVENTS Control— Spring return to zero (center) control that (elect* the number of event* 
counted. Direction of rotation incteaia* or decreaea* the number of event* counted. 

RESET Switch— Puthbutton (witch that reeeti the number of event* counted to 0000001. 

DLY'D TRIG OUT Connector- BNC connector that provide* a delayed trigger output lignal. 

EVENTS START TRIG IN Conitector- BNC connector that provide* an input for the event* itart trig- 
ger (ignal. 

OLY INTERVAL OUT Connector— BNC connector that provide* a delay interval output (ignal. 

EXT TRIG IN Connector— BNC connector that provide* an axtamal irtput for the trigger (ignal. 



Figure 2-1. Location arwl function of front-panel control*, indicator*, and connector* (continued). 
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Figurt 2-2. 7010 bacic block diagram. 
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5. 10X Passive Probe 

Description: Compatible with amplifier unit. 

Type Used: TEKTRONIX P6053B 10X Probe. 

6. Termination 

Description: Impedance, SO ohms; accuracy, within 2%: 
connectors, BNC. 

Type Used: Tektronix part 011-0049-01. 

7. T Connector 

Description: Connectors. BNC. 

Type Used: Tektronix part 103-0030-00. 

8. Cable (3 required) 

Description: Impedance, 50 ohms; type, RG-58/U; 
length, 18 inches; connectors, BNC. 

Type Used: Tektronix part 012-0076-00. 

Preliminary Set Up 

1. Install a vertical amplifier unit in a vertical compartment 
and a time-base unit in the B Horizontal compartment of 
the indicator mainframe. Install the 7D10 in the A Horizon- 
tal compartment (see Installation). 



2. Set the 7010 controls as follows: 

TRIGGER 

SLOPE + 

LEVEL Centered 

COUPLING. . . .AC 
SOURCE INT 

EVENTS START 
TRIGGER 

SLOPE - 

LEVEL Centered 

B SWEEP 

DELAY MODE, . . .INDEPENDENT 



3. Turn indicator mainframe power ON and allow at least 
5 minutes for warm up. 



Trigger Furtctions 

1. Perform the Preliminary Set Up procedure. 

2. Attach the T connector to the mainframe calibrator 
output. 

3. Connect the calibrator output signal to the vertical am- 
plifier unit input and to the 7D10 EVENTS START TRIG 
IN connector. 



4. Connect the DLY'D TRIG OUT connector to the time- 
base unit external trigger input. 

5. Set the mainframe calibrator for a 1-kilohertz, 4-volt 
output. 



6. Set the time-base unit triggering for auto mode and ex- 
ternal source at a sweep rate of 0.5 millisecond/division. 

7. Set the amplifier unit deflection factor for 2 volts/ 
division. 



8. Set the indicator mainframe vertical mode to display the 
amplifier unit input signal and use the vertical signal as the 
trigger source for the 7010. 



9. Set the 7D10 TRIGGER LEVEL control to light the 
TRIG'D indicator. 



10. Set the EVENTS START TRIGGER LEVEL control 
approximately midway between fully clockwise and the 
0 position. 

11. Set the time-base unit triggering for a stable display. 



12. Turn the EVENTS START TRIGGER LEVEL control 
throughout its range and notice that a stable display can be 
obtained between the 0 and fully clockwise positions. 



13. Set the 7D10 TRIGGER SLOPE switch to the and 
then to the - position and notice that the display starts on 
the selected slope of the input signal. 



14. Connect the mainframe calibrator signal to the 7D10 
EXT TRIG IN connector. (Use a T connector attached to 
the EVENTS START TRIG IN connector). 
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15. Set the 7D10 SOURCE switch to EXT. 



16. Set the EVENTS START TRIGGER LEVEL control 
approximately midway between fully clockwise and the 0 
position. 

17. If necessary, set the 7010 TRIGGER LEVEL and 
time-base unit triggering for a stable display. 

18. Turn the EVENTS START TRIGGER LEVEL control 
throughout its range and notice that a stable display can be 
obtained between the 0 and fully clockwise positions. 



19. Set the 7010 TRIGGER SLOPE switth to the + and 
then to the - position and notice that the display suits on 
the selected slope of the input signal. 

20. Disconnect the mainframe calibrator si^ial from the 
amplifier input 

21. Set the 7010 TRIGGER SOURCE switch to LINE. 

22. Set the time-base unit sweep rate for 5 milliseconds/ 
division and the amplifier unit deflection factor for 2 volts/ 
division. 

23. Connect die 10X probe to the amplifier unit input and 
the probe tip to a line-voltage source. 

24. Set the time-base triggering for a suble display. 

25. Turn the EVENTS START TRIGGER LEVELcontrol 
throughout its range and notice that a stable display can be 
obtained between the 0 and fully clockwise positions. 

26. Set the 7010 TRIGGER SLOPE switch to the + and 
then to the — position and notice that the display starts on 
the selected slope of the input signal. 

27. Disconnect the interconnecting cables. 

Events Count Functions 

1. Install the 7010 in a vertical compartment of the indica- 
tor mainframe and press the RESET button. Notice that an 
events count readout of 0000001 appears at the upper left 
side of the graticule vertical center line. 



2. Connect the time-mark generator marker output 
throu^ die T connector and the 50-ohm termination to 
the vertical vnplifier unit input 

3. Set the time-mark generator for a 0.1-millisecond 
marker output 

4. Connect the time-mark generator marker output from 
the T connector to the 7010 EXT TRIG IN connector. 

5. Connect the time-mark generator trigger out to EVENTS 
START TRIG IN connector. 

6. Connect the 7010 DLY'D TRIG OUT connector to the 
time-base unit external trigger input. 

7. Set the indicator mainframe vertical mode to alternately 
display the amplifier unit and the 7010. 

8. Set the time-base unit sweep rate for 0.1 millisecond/ 
division and the amplifier unit deflection factor for 0.5 
volt/division. 

9. Set the 7010 TRIGGER LEVEL control to light the 
TRIG'D indicator. 

10. Set the EVENTS START TRIGGER control and the 
time-base unit triggering level for a stable time-marker 
display. 

11. Turn die DELAY EVENTS control clockwise to obtain 
an events count readout of 0000002. Notice that a dual- 
trace display of positive-going. 0.1-millisecond duration 
delay-interval pedestals, and 0.1-millisecond time-markers, 
appear on the crt. 

12. Turn the DELAY EVENTS control clockwise and no- 
tice that the duration of the delay-interval pedestals increase 
one marker at a time as indicated by the events count 
readout. 

13. Disconnect the interconnecting cables. 

B Sweep Delay Mode Functions 

1 . Perform the Preliminary Set Up procedure. 

2. Connect the time-mark generator marker output to the 
vertical amplifier input and the generator trigger output to 
the EVENTS START TRIG IN connector. 



3. Set the 7010 B SWEEP DELAY MODE switch to the 
B STARTS AFTER DELAY position. 
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4. Set the time-mark generator for a 10-millisecond marker 
output. 

5. Set the time-base unit for a 10-mitMseconds/division 
sweep rate. 

6. Press the RESET button. 

7. Set the 7D10 TRIGGER LEVEL and EVENTS START 
TRIGGER LEVEL controls for a flickering time-mark 

displav- 



8. Turn the DELAY EVENTS control clockwise until the 
events count readout on the crt indicates 0000100 and 
notice that a displayed sweep occurs once each second, 
i.e., after each 100 markers <10 milliseconds/marker). 



9. Turn the DELAY EVENTS control to increase and de- 
crease the events count readout. Notice that a displayed 
sweep appears after the selected number of time markers 
have occurred (indicated by the events count readout). 



10. Set the B SWEEP DELAY MODE switch to the B 
TRIGGERABLE AFTER DELAY position. 

11. Set the time-base unit triggering for normal mode, ac 
coupling, and internal source. 

12. Set the 7D10 TRIGGER LEVEL to light the TRIC'D 
indicator. 

13. Set the time-base unit triggering level to light the 
triggered indicator on the negative-going slope of the input 
signal. 

14. Set the EVENTS START TRIGGER LEVEL control 
for a time-marker display. 

15. Turn the time-base unit triggering level and notice that 
the sweep can be triggered anywhere on the negative-going 
slope of the first displayed time-marker at the start of the 
sweep. 

DETAILED OPERATING INFORMATION 
Events Readout Display 

The events readout display is presented on the mainframe 
crt, along with information encoded by the other plug-in 
units. The number of events being counted is presented in a 
seven to eight digit display. 



The 7D10 readout display appears on the crt in a location 
corresponding to the plug-in compartment used. It is not 
necessary to select the 7D10 with the mainframe Vertical 
or Horizontal Mode switches to view the digital display. 



Signal Connection 

In general, probes offer the most convenient means of con- 
necting signals to the 7D10 external trigger inputs. Tektronix 
probes are Yielded to prevent pickup of electrostatic 
interference. A 10X attenuation probe offers a high input 
impedance and allows the circuit under test to perform 
very close to normal operating conditions. Also, a 10X 
probe attenuates the input signal ten times. 



Tektronix probes are designed to monitor the signal source 
with minimum circuit loading. The use of a probe will, 
however, limit the maximum trigger frequency range. To 
obtain maximum trigger bandwidth when using probes, 
select a probe capable of compensating the input capaci- 
tance; observe the grounding considerations given in the 
probe manual. The probe-to-connector adapters and the 
bayonet-ground tip provide the best frequency response. 



In high-frequency applications, requiring maximum overall 
bandwidth, use a coaxial cable terminated at both ends in 
the characteristic impedance of the cable. To maintain the 
high-frequency characteristics of the applied signal, use 
high-quality low-loss cable. Resistive coaxial attenuators 
can be used to minimize reflection if the applied signal has 
suitable amplitude. 



High-level, low-frequency signals can be connected directly 
to the external trigger inputs with short unshielded leads. 
When this method is used, establish a common ground be- 
tween the 7D10 and the associated equipment The 
common ground provided by the line cords is usually in- 
adequate. If interference is excessive with unshielded leads, 
use a coaxial cable or probe. 



A signal can also be routed to the 7D10 through an ampli- 
fier unit via the internal trigger circuitry of the mainframe 
(7D10 installed in a horizontal compartment). This method 
of signal connection minimizes circuit loading, especially 
when triggering a time-base unit in parallel with the 7D10. 



NOTE 

Only external signals can be used with die 
Events Start Trigger. 
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Trigger Controls 

The input signal may have a wide variety of shapes and 
amplitudes, many of which are unsuitable as delay*initiating 
triggers. For this reason, these signals are first applied to a 
trigger circuit where they are converted to pulses of uniform 
amplitude and shape. This makes it possible to start the 
delay with a pulse that has a constant size, eliminating 
variations of the delay circuit operation caused by changing 
Input signals. The TRIGGER controls provide a means to 
select the signal source, filter unwanted frequencies, and 
start the delay at any voltage level on either slope of the 
waveform. 



Triggered Li^t 

The TR IG'D light provides a convenient indication of the 
Trigger circuit condition. If the TRIGGER controls are 
correctly set and an adequate signal is applied, the TRIC’D 
li^t is on. If the TRIG'D light is off, no delay interval is 
started. The cause might be an incorrectly set TRIGGER 
control, low signal amplitude, or a signal repetition rate 
outside the usable frequency range. This feature can be used 
as a general indication of correct triggering when there is 
no display on the crt. The Delay Interval Pedestal and Z* 
Axis Blanking displays also aid in obtaining correct TRIG- 
GER control settings. See the discussion of these features 
under Output Signals to Mainframe for further information. 

Trigger Coupling 

The TRIGGER pushbuttons located below the COUPLING 
title select the method by which the input signal is con- 
nected to the Trigger circuit. Each position permits selection 
or rejection of various frequency components of the signal 
used to trigger the count. 



AC. In this position of the COUPLING switch, the dc com- 
ponent of the input sigial is blocked. Si^ials with low- 
frequency components below about 30 hertz are attenuated. 
In general, AC COUPLING can be used for most applica- 
tions. However, if the signal contains unwanted frequency 
components or if the delay is to be triggered at a low 
repetition rate or dc level, one of the other switch positions 
will provide better results. 

The triggering point in the AC position depends upon the 
average voltage level of the input signal. If the input signal 
occurs randomly, the average voltage level will vary, causing 
the triggering point to vary also. This shift of the triggering 
point may be enough so it is impossible to maintain a stable 
count; in such cases, use DC coupling. 

AC LF REJ. In this position, dc is rejected and low- 
frequency input signals below about 30 kilohertz are 
attenuated. Therefore, the count is triggered only by the 
higher-frequency components of the input signal. The AC 



LF REJ position is particularly useful for providing stable 
triggering if the signal contains line-frequency components. 

AC HF REJ. This COUPLING switch position passes all 
low-frequency signals between about 30 hertz and 50 kilo- 
heru. Dc is rejected and signals above 50 kilohertz are 
attenuated. This position is useful to trigger the count from 
the low-frequency components of a complex waveform. 

DC. The DC position can be used to provide stable trigger- 
ing from low-frequency or low-repetition rate signals which 
would be attenuated in other modes. It can also be used to 
trigger the count when the input signal reaches a dc level 
selected by the setting of the SLOPE/LEVEL control. 
When triggering from the internal source, the setting of the 
vertical unit position controMs) affects the dc triggering 
point. 

Trigger Source 

The TRIGGER pushbuttons located below the SOURCE 
title select the source of the signal connected to the Trigger 
circuit. 



INT. In this position, the input signal is derived from the 
associated vertical unit. Therefore, the 7D10 must be instal- 
led in a horizontal compartment to use the internal source. 
Further selection of the internal signal may be provided by 
the vertical unit and mainframe; see the instruction manuals 
for these instruments for further information. 



LINE. In this SOURCE switch position, a sample of the 
power-line voltage from the mainframe is connected to the 
Trigger circuit. Line triggering is useful when the input 
signal is time related (multiple or submultiple) to the line 
frequency. It is also useful for providing stable triggering 
from a line-frequency component in a complex waveform. 



EXT. A signal connected to the EXT TRIG IN connector 
can be used to trigger the count in the EXT position of the 
SOURCE switch. An external signal can be used to provide 
a trigger when the internal sigial amplitude is too low. 



EXT T 10. Operation in this position is the same as describ- 
ed for EXT, except the external signal is attenuated 10 
times. Attenuation of high-amplitude signals is desirable to 
extend the range of the LEVEL control. 

Trigger Slope/Level 

The TRIGGER SLOPE/LEVEL controls determine the 
slope and voltage level of the input signal where the Trigger 
circuit responds. Generally, the best point on a waveform 
for triggering the count is where the slope is steep, and 
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therefore usually free of noise. Assuming a sine-wave input 
waveform, the steepest slope occurs at the zero-crossing 
point. This is the point selected for triggering when the 
LEVEL control is set to 0 (center). A more positive or 
negative point on the waveform is selected as the LEVEL 
control is rotated clockwise or counterclockwise respective 
ly from 0 (toward + or — symbols on panel). 



Before setting the TRIGGER LEVEL, the desired SLOPE, 
MODE, COUPLING, and SOURCE should be selected. 
Then, adjust the LEVEL control so the count is triggered 
from the desired point. 

Events Start Trigger 

The Events Start Trigger is used to start the delay intenral. 

The EVENTS START TRIG IN connector provides the 
input for the events-start signal. The EVENTS START 
TRIGGER SLOPE and LEVEL controls select the ampli- 
tude point and slope on the input signal where the delay 
interval is triggered. 

Delay Events 

The DELAY EVENTS control selects the number of events 
counted. The integer number of events selected is displayed 
on the crt readout. 



This control is a spring-return-to<enter control that in- 
creases or decreases the number of events counted before a 
delayed pulse will occur. The direction of rotation deter- 
mines whether the count is increased or decreased. The rate 
at which the count increments is determined by the magni- 
tude of rotation. After either extreme of the range is 
reached, the next count starts from the other end of the 
range. For example, if the events counted is increased above 
10000000. the countwill go to 0000001. Conversely, if the 
delay time is decreased past 0000001, the count will go to 
10000000. 

Delay Modes 

The B SWEEP DELAY MODE switch permits the 7D10, 
under specific conditions, to select the delay mode of a 
compatible time-base unit. To use this feature, the 7D10 is 
installed in the A Horizontal compartment and the time- 
base in the B Horizontal compartment of a four-plug-in 
mainframe. With this arrangement, the time-base unit can 
be controlled through the mainframe interface. Some dual 
time-base units are not compatible with this feature; see the 
time-base unit instruction manual for further information. 



INDEPENDENT. The 7D10and the time-base unit operate 
independently. 



B STARTS AFTER DELAY. The time-base unit produces 
a sweep immediately following the selected delay interval. 
This provides the same mode of operation as triggering the 
time-base unit with the delayed trigger output. 

B TRI6GERABLE AFTER DELAY. The time-base unit 
produces a sweep after the first trigger pulse is received 
following the selected delay intenral. This mode of opera- 
tion provides a stable display of a signal having time jitter. 
Precision time measurements cannot be made in this mode 
because the actual delay time is only partially dependent on 
the delay interval of the 7010. 

Sweep delay can also be used to select a portion of a com- 
plex signal for display. A sweep is delayed by triggering the 
sweep from the Delayed Trigger output of the 7D10, rather 
than from the signal to be displayed. Several methods of 
coupling the Delayed Trigger to the sweep are possible, 
depending on the application. 

NOTE 

The lo^c levels provided to the 7DW from the 
meinfreme are designed to control a time-base 
unit delaying sweep. For this reason, the 7D10 
might become locked out (no output) when the 
setting of eid^er the B-Sweep unit Time/Division 
switch or the B SWEEP DELA Y MODE switch 
is changed. If this occurs, a delayed sweep will 
not be produced. Toreset the 7D10, set the B 
SWEEP DELA Y MODE swioh first to INDE- 
PENDENT, then select die desired delay mode. 

Internal Trigger. The sweep produced by a time-base unit 
in a horizontal compartment can be internally triggered 
from a 7D10 in a vertical compartment To use this sweep 
delay mode, the 7010 must be selected by the mainframe 
trigger source switth. Delaying a time-base sweep from the 
internal source can be used with the units installed in either 
a three- or four-plug-in mainframe. 

External Trigger Source. A sweep can be delayed by ex- 
ternal triggering from the DLY'O TRIG OUT connector. 
This method can be used with any triggered sweep. 

OUTPUT SIGNALS 
Front-Panel Output Signals 

The Delay Interval and Delayed Trigger outputs are avail- 
able at the front-panel DLY INTERVAL OUT and DLY'D 
TRIG OUT connectors respectively. These outputs can be 
used to control other equipment during or immediately 
following the delay interval. To maintain the rise- and fall- 
time characteristics of these signals, connection to other 
equipment should be made widi 50-ohm coaxial cable; the 
output of the cable should be terminated in 50 ohms. 
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DLY INTERVAL OUT. This output is a positive-going, 
rectangular waveform coincident with the generated delay 
interval. The DLY INTERVAL OUT signal duration iswi^ 
in 30 nanoseconds of actual delay, usually 10 nanoseconds. 



DLY'O TRIG OUT. This signal is generated as a positive- 
going rectangular pulse coincident with the end of the delay 
interval. 

The front-panel output si^ials are shown in Figure 2-3, 
along with the input signal. The input signal. Figure 2-3A, is 
comprised of 10-microsecond time markers. The resultant 
Delay Interval and Delayed Trigger outputs are shown in 
Figure 2-3B and 2-3C, respectively. 

Output Signals to Mainframe 

Signal outputs are provided to the mainframe via die inter- 
face connector. The following discussion describes these 
signals and the operating conditions necessary for their use. 

DELAY-INTERVAL PEDESTAL. This output provides an 
on-screen display of the approximate delay interval. To 
view the pedestal display, the 7D10 must be installed in a 
vertical plug-in compartment and be selected by the main- 
frame Vertical Mode switch. The position of this display is 
fixed near the vertical center of the graticule area. The 
Delay-Interval Pedestal display is shown in Figure 2-4A. 
The input signal, shown in Figure 2-4B, is comprised of 
10-microsecond time markers. 



DELAYED TRIGGER. The Delayed Trigger output pro- 
vides an internal Delayed Trigger source for a time-base 
unit. A tin^e-base unit can be triggered from the Delay 
Trigger when the 7D10 is in a vertical compartment. To use 
this output, the 7D10 must be selected by the appropriate 
trigger source switch (mainframe). 



Z-AXiS BLANKING. Z-axis blanking provides an on-screen 
display of the approximate delay interval. This is accomp- 
lished by blanking out the crt display during the delay 
interval. Z-axis blanking can be obtained with the 7D10 
installed in any plug-in compartment. The Z-axis blanking 
display is selected by a slide switch located inside the unit 
(see Fig. 8-5, Section 81. 

NOTE 

At faster sweep rates (lOOns/div or faster), care 
must be taken when interpreting crt display 
because relative propagation delays through the 
7D10 and vertical amplifier plug-ins are not the 
same. This appears as a relative time shift be- 
tween delay in terval pedestal or Z-axis blanking 
generated by the 7D10and the signalfs) viewed 
throu^ a vertical amplifier on the crt Changing 
the TRIG SOURCE between INTandEXT^ 10 
will vary this apparent time shift due to differences 
in propagation delays of the signal path. 

APPLICATIONS 

The 7D10 counts arbitrary events and delivers an output 
when a preselected number of events is reached. By count- 
ing events rather than delaying by a fixed time, trigger 
jitter and drift caused by mechanical fluctuations in disc 
memories or servo control systems is eliminated. 

Delay by events provides a convenient method for trigger- 
ing a time base, after a preselected number of clock pulses, 
to look at a particular word in a data train widtout tedious 
counting. Only two signals are required to operate the 
7D10. The events to be counted (clock, line, or mechanical 
switch pulses) are fed to the EXT TRIG IN connector, and 
the control (frame or sector) pulse Is fed to the EVENTS 
START TRIG IN connector to tell the 7D 10 when to start 
counting. 
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The 7D10 can be used with companion vertical amplifier 
and time-base units in a three- or four-hole mainframe to 
identify transients or incorrect logic state locations on a 
word or bit that occurs anywhere from 1 event to fO mil- 
lion events from the start of a data train. Time interval 
measurements between events can be made with delaying 
and delayed time base units. 



The 7010 can also be used with a logic analyzer (e.g., 
TEKTRONIX 7D01 Logic Analyzer) to preselect a binary 
word or event and examine the data train either before, 
after, or on bodr sides of the first to the 10 millionth time 
that such word or event occurs. 



The following procedures describe some specific measure- 
ment applications for the 7D10. Contact your local Tek- 
tronix Field Office or representative for assistance on 
applications that are not described in ths manual. 



Logic State Identification 

The following procedure describes a method for displaying 
a binary word on a data train in order to determine its logic 
state: 



1. Connect the equipment as shown in Figure 2-5A. 

2. Set the mainframe to trigger the time-base unit from the 
left vertical-amplifier unit and display the time-base unit 
and both vertical amplifier units in the chopped mode. 



3. Set both amplifier units to display channel 1 and 2 in 
the chopped mode. 



4. Set the 7D10 controls as follows: 

TRIGGER 

COUPLING ... .AC 

SOURCE EXT 

SLOPE + 

EVENTS START 
TRIGGER 

SLOPE + 

B SWEEP 

DELAY MODE B STARTS AFTER 

DELAY 




F>gur« 2-S. Equipmant sat up and data display for datarmining the 
logic state of a 4-bit binary word. 



6. Turn the DELAY EVENTS control for the location of 
the binary word to be examined as indicated by the events 
count readout. 



5. Set the EVENTS START TRIGGER LEVEL control for 
a stable display. 



7. Determine the logic state of the displayed binary word 
at the left edge of the display (see example in Fig. 2-56). 
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Figure 2-6. Equipment Mt up end ditpley (or finding e tren- 
tient end determining it* location on a data train. 



Transient Identification 

The following procedure describes a method for locating 
and examining a transient caused by a timing problem; 



t. Connect the equipment as shown in Figure 2-6A. 

2. Set the mainframe to trigger the time-base unit from the 
vertical-amplifier unit and to display the time-base unit and 
the amplifier unit. 



3. Set the time-base unit triggering for normal mode, ac 
coupling, internal source, and + slope. 



4. Set the 7DfO controls as follows: 

TRIGGER 

COUPLING. .. .AC 

SOURCE EXT 

SLOPE + 

EVENTS START 
TRIGGER 

SLOPE + 

B SWEEP 

DELAY MODE INDEPENDENT 



5. Set the 7D10 TRIGGER LEVEL control to light the 
TRIG'D indicator. 



6. Set the EVENTS START TRIGGER LEVEL control for 
a stable display. 



7. Turn the DELAY EVENTS control clockwise (IN- 
CREASE) to view the data train, bit-by-bit, until the 
transient is located (see example in Fig. 2-6B). 



8. Turn the DELAY EVENTS control to position the tran- 
sient at the left edge of the display. The events count read- 
out now indicates at which clock pulse the transient 
occurred. 



9. Set the mainframe for storage mode and increase the 
time-base unit sweep rate to expand the display. 



10. Set the time-base unit triggering for sin^e sweep. 



1 1 . Press the time-base unit single-sweep reset button to 
provide the desired single sweep stored display (see example 
in Fig. 2-60. 
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Delay By Words 

The following procedure utilizes a 7D10 with a logic analy- 
zer and word recognizer (e.g., TEKTRONIX 7001 Logic 
Analyzer) to select a binary word and position the data 
display window anywhere from the first to the 10 millionth 
time that such word occurs. 



1. Connect the equipment as shown in Figure 2-7 A. 



2. Set the 7010 controls as follows: 

TRIGGER 

COUPLING ... .AC 

SOURCE EXT 

SLOPE + 

EVENTS START 
TRIGGER 

SLOPE 

B SWEEP 

DELAY MODE, . . .INDEPENOENT 



3. Set the logic analyzer for asynchronous operation with 
the word recognizer as the trigger source. 



4. Set the word recognizer for the desired binary word 
code. 



5. Connect the data input to d>e logic analyzer. 

6. Set the mainframe to display the right vertical com- 
partment 



7. Set the 7D10 TRIGGER LEVEL control to light the 
TRIG'D indicator. 



8. Set the EVENTS START TRIGGER LEVEL control for 
■a stable display. 



9. Set the DELAY EVENTS control to indicate, on the 
events count readout, the desired number of times that the 
preselected binary word is to occur before the 7D10 
initiates a data display. For example, if the DELAY 
EVENTS control is set for an events count readout of 
0000025, the word recognizer and 7D10 will initiate a 
display of the data before, after, or on both sides of the 
2Sth time that the preselected binary word occurs in the 
data train (see example in Fig. 2-76). 




Figure 2-7. Equipment eet up end dMi display window that has 
bean posilionad after a selected binary word ha occurred 2S tima. 



Delay By Events 

The following procedure utilizes a 7D10 with a logic analy- 
zer (e.g., TEKTRONIX 7D01 Logic Analyzer) to effectively 
position the data display window to virtually anywhere 
along a data train: 



1. Connect the equipment as shown in Figure 2-8A. 
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CLOCK FRAME DATA TRIG IN 
PULSES PULSE INPUT 




DELAY EVENTS SET TO DISPLAY DATA AFTER 
10.500 CLOCK PULSES. 



214S 2S 



Figure 2-8. Equipment sat up end data display window that has 
bean positioned attar 10^00 clock pulsat have occurred. 



2. Set the 7010 controls as follows: 



EVENTS START 
TRIGGER 

SLOPE + 



3. Set the logic analyzer to the external clock mode and 
trigger from the external trigger/qualifier input. 

4. Set the mainframe to display the right vertical compart- 
ment. 

5. Set the EVENTS START TRIGGER LEVEL control for 
a stable display. 



6. Set ttie DELAY EVENTS control to indicate the desired 
number of dock pulses, on the events count readout, that 
the logic analyzer bit-storage window is to be shifted down 
the data train. For example, if the DELAY EVENTS con- 
trol is set for an events count readout of 0010500, the logic 
analyzer and 7010 will initiate a display of the data before, 
after, or on both sides of the 10,500th clock pulse (see 
example in Pig. 2-8B). 



Time Interval Measurements 

The following procedure describes a method for measuring 
time intenrals either from tfie display trigger (start of sweep) 
or between any two points on a displayed data train: 



1. Connect the equipment as shown in Figure 2-9A. 

2. Set the mainframe to display die left vertical-amplifier 
unit and both time-base units in the chopped mode. 



3. Set the 7D10 controls as follows: 



TRIGGER 

COUPLING AC 

SOURCE EXT 

SLOPE * 

EVENTS START 
TRIGGER 

SLOPE -t 



TRIGGER 

COUPLING AC 

SOURCE EXT 

SLOPE -*- 

LEVEL 



4. Set the EVENTS START TRIGGER LEVEL and time- 
base A triggering level controls for a stable display. 
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5. Turn the DELAY EVENTS control to display the desired 
events to be measured. 
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6. Set time-base A to the delaying mode. 



7. Set the time-base A delay time to position the start ot 
the intensified zone to the desired point on the display (see 
example in Fig. 2-9B). The readout in the bottom right side 
of the display indicates the time interval from the display 
trigger (start of sweep) to the start of the intensified zone. 
(Refer to the delaying time-base unit operator's manual for 
detailed operating instructions.) 



8. For differential time-interval measurements, set time- 
base A to the differential-time mode. 



9. Set the time-base A delay time and differential time to 
position the start of the two intensified zones at the begin- 
ning and end of the time-interval to be measured (see 
example in Fig. 2-9C). The readout in the bottom right side 
of the display indicates the time between the start of the 
two inensified zones. (Refer to the delaying time-base unit 
operator's manual for detailed operating instructions.) 



Figure 2-9. Equipment mi up and display for time interval measure- 
mena from start of sweep or between any two points on a displayed 
data train. 
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THEORY OF OPERATION 

This section provides a general, block diagram description of the 7D10. This is followed by the theory of operation which is 
keyed to the schematic diagrams of the circuits described. If more information is desired on commonty-used circuits, refer to 
standard electronics wxtbooks. 



Following the Detailed Circuit Operation is a brief description of the readout system used in Tektronix 7000-series oscillo- 
scope mainframes. If more information is required on the readout system, refer to the instruction manual for the oscilloscope. 



BLOCK DIAGRAM 

The block diagram is divided into the followir>g five main circuits; Events Trigger, Outputs Processing and Events Start Trig- 
ger, Delaying Counter and Display Generator, and Readout Encoding. A basic block diagram is provided in Section 2, Oper- 
ating Instructions. 



EVENTS TRIGGER 



The Events Trigger circuit provides the actual count signal, 
derived from the signal selected by the SOURCE and 
COUPLING switches. 



OUTPUTS PROCESSING AND 
EVENTS START TRIGGER 



The Outputs Processing and Events Start Trigger circuit 
performs several internal and reset functions in addition to 
providing the various outputs of the 7010. The circuit pro- 
vides B sweep delay, Z-axis intensification during the delay 
interval, the delay interval pedestal, and the delayed trigger 
output. This circuit also contains the Events Start Trigger, 
which allows counting of trigger events. 



DELAYING COUNTER AND 
DISPLAY GENERATOR 

The Delaying Couner and Display Generator circuit 
provides the circuitry for setting up the delay by events 
count The delay is set up as the nines complement of 
the delay count in the Reversible Counter by the DELAY 
EVENTS Control and is counted by the Delaying Counter. 
The Delaying Counter counts events to 10,000,000. When 
the preset delay count is completed (the count signal to the 
Delaying Counter comes from the Events Count Source 
Gate on Diagram 2), the Nine Arm Gate activates the Out- 
put Release Gate on Diagram 2. This simultaneously ends 
tiie DLY INTERVAL OUT and activates the DLY'D 
TRIGGER OUT. 



READOUT ENCODING 

The delay events setting is encoded by the Readout Encod- 
ing circuit This circuit provides necessary information to 
the readout system in the associated oscilloscope main- 
frame to allow the delay events count to be displayed on 
the crt 
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DETAILED CIRCUIT OPERATION 

The following discussions are referenced to the schematic diagrams in the diagram section of this manual. Each main topic 
heading is followed by the number of the schematic to which it applies. 



EVENTS TRIGGER ^ 

The EVENTS TRIGGER circuit consists of two main sec- 
tions, the Trigger Preamplifier and the Trigger Generator. 

A detailed block diagram of this circuit is shown in 
Figure 3-1. 

Trigger Preamplifier 

The Trigger Preamplifier serves to select trigger source and 
coupling for the Trigger Generator. This circuit may be con- 
sidered as consisting of the following four elements: Trigger 
Source Switching, U60; External Trigger Preamp or external 
input amplifier, Q32-Q37-Q41; Balanced-to-Single-Ended 
Converter, Q71-Q75-Q78; and Trigger Coupling Q82-Q84- 
QS6. 



TRIGGER SOURCE SWITCHING. U60 receives internal 
trigger inputs at pins 2 and 15 and external trigger signals at 
pin 7. Integrated circuit U60 determines which input si^ial 
is selected by means of a digital signal (voltage level) at 
pin 4. A LO on pin 4 activates pins 2 and 15 for internal 
triggering, while a HI on pin 4 switches U60 to activate 
pins 7 and 10 for external triggering. 

To further examine U60, assume that pin 4 is low, activat- 
ing pins 2 and 15 for internal triggering. This input is a 
relatively high impedance, differential configuration. Pin 15 
receives the positive-going trigger sigial and pin 2 is the 
negative-going input. The inputs are biased at the center of 
their dynamic range, and signal limiting in the trigger pick- 
off circuitry (in the mainframe) ensures that the inputs will 
not be driven into cutoff or saturation. R5S and R57 
terminate the internal trigger sigial from the mainframe. 
The analog current source for internal triggering is through 
pins 1 and 16. 

The switch output current appears at pins 1 2 and 13. A 
positive-going signal at pin ISwill cause an increase of cur- 
rent into pin 13 and out through pin IS, R66, and R69. 
Simultaneously, the negative-going signal at pin 2 causes a 
decrease of current into pin 12 and out through pin 1, R68, 
and R69. The net result Is that the total current through 
pins 12 and 13 and through R69 remains constant 

EXTERNAL TRIGGER PREAMP. This circuit includes 
(332, (337, and 041. The SOURCE switch (SS) at the 
input selects internal, external, or line signals for triggering. 
The external trigger signal may be attenuated to one-tenth 
amplitude by selecting EXT -f 10. Resistors R6 and R7 
(paralleled by R30) form a 10:1 attenuator. 



The input impedance for the trigger input is one megohm, 
consisting primarily of R12 and R30. This resistor pair also 
causes a 2X attenuation of the input signal as seen at the 
gate of Q32A and 8. Adjustable capacitor C24 serves to 
compensate the input stage and CIO compensates the 
10X attenuator. 



CR27 and CR28 protect 032 from excessive input signals 
by conducting to clamp the gate if die signal at the input 
connector exceeds approximately plus or minus 2,5 volts. 
The signal at the source of (332 is coupled through emitter 
follower 037 to the base of 041. Transistor 041 is another 
emitter follower, which drives U60. The signal at pin 7 of 
U60 is temtinated in approximately 50 ohms by R46 to 
preserve the high-frequency characteristics. 



R49 sets the dc level at pin 10 of U60, which is die negative 
side of the external-trigger differential input. This serves to 
match the dc balance of the external trigger input of U60 
to that of the Internal trigger input, 



BALANCEO-TO-SINGLE-ENDED CONVERTER. 071, 
075, and 078 convert the balanced (push-pull) output of 
U60 to a single-ended signal at the emitter of 075. 



The trigger signal through U60 causes a decrease of current 
into pin 12 from R77 and R78 and an increase of current 
into pin 13 from R71. This would normally cause the volt- 
age at pin 12 to swing in a positive direction, while pin 13 
goes in a negative direction. However, the current through 
R77 and R78 actually increases due to the feedback via 
R79 and R78, causing the voltage at pin 12 to swing nega- 
tively along with pin 13. Transistor 078 is connected as a 
diode, and is enclosed in the same heat-sink with 071 to 
provide good dc stability. 



TRIGGER COUPLING. When DC coupling is selected by 
the front-panel COUPLING switch, 086 and 084 are turned 
on by the +15-volt supply dirough S95 and resistors to their 
bases. The triggering signal is then coupled through R80 
and 086-084 to the base of 0100. 



Only 084 is turned on when AC coupling is selected. The 
triggering signal then passes through 084 and C87 to the 
base of 01(X). For AC LF REJ coupling, 084 is turned off 
and the triggering signal is differentiated by C88 and R89 
to attenuate low-frequency signals. 
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Figura 3-2. TriggH currant path for posiliva tlopa Iriegaring. 
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For AC HF REJ coupling, both Q84 and Q82 are turned on. 
The high-frequency comporwnts are coupled through Q82 
and C83 to ground, while the desired triggering component 
is coupled through Q84 and C87 (as in AC coupling). 

Trigger Generator 

The Trigger Generator consists of the Slope Selector and 
Level Comparator, Trigger Tunnel Diode and Driver, 
TRIG'D Lamp Multi (multivibrator), TRIG'O Lamp Driver, 
Trigger Generator, Events Schmitt, and Events and Count 
Coincident Gate. 



SLOPE SELECTOR AND LEVEL COMPARATOR. This 
stage comprises 01 00, 0102, 0117, 0121, and 0124. Tran- 
sistors 0100 and 0102 are connected as a differential com- 
parator. The reference voltage for the comparator is selected 
by the setting of LEVEL control R111. The internal DC 
Balance adjustment, R77, sets the level at d>e base of 0100 
so that the Delaying Counter is triggered at the zero-volt 
point of the incoming trigger when the LEVEL control is 
set to the center of the positive or negative slope region. 

The LEVEL control varies the voltage on the base of 0102 
to select the point on the trigger signal where triggering 
occurs. 



R104 establishes the emitter current for 01 00 and 0102. 
Prior to the arrival of a trigger signal, with the LEVEL con- 
trol set to the center of the positive or negative slope, 0100 
and 0102 are passing equal currents. 

Assume that a positive-going signal is applied to the EXT 
TRIG IN connector and that the LEVEL/SLOPE control 
is set to zero on the positive slope. 

The signal at the EXT TRIG IN connector is inverted by 
the Trigger Preamplifier to appear at the base of 0100 as a 
negative-going signal. This will cause a decrease of current 
through 0100, and because of the common emitter source, 
R104, the current through 0102 will increase. The decreas- 
ed collector current of 0100 biases 0121 in a reverse direc- 
tion, while 0117 becomes more forward biased due to the 
increased current through 0102. 



With the SLOPE switch (S2) in the + position, the cathode 
of CR126 is grounded, forward biasing CR126, which 
reverse biases CR129. At the same time, tite base of 0124 is 
at ground and 0124 Is off. This causes CR1 22 to be reverse 
biased and CR128 is forward biased through 0117. An in- 
creased current is applied through 0117 and CR128 to dre 
Trigger Tunnel Diode and Driver stage (see Fig. 3-2). 



When the SLOPE switch is set to the - position, 0124 and 
CR122 are forward biased and CR128 is reverse biased. 
CR126 is reverse biased and CR129 is forward biased so 
that current flows through 0121 and CR129 to die Trigger 
Tunnel Diode and Driver stage. 



TRIGGER TUNNEL DIODE AND DRIVER. The Trigger 
Tunnel Diode and Driver stage shapes the output of the 
comparator to provide a trigger pulse with a fast leading 
edge. 



Tunnel diode CR141 is quiescently biased so that it is in its 
low-voltage state. Increased trigger current from 0117 and 
CR128 or 0121 and CR129 through R130, L130, and 
CR141 causes CR141 to switch to its high-voltage state. 
The resulting fast-rise positive step is coupled through 
emitter-follower 0143 and C145-C166-C182 to the next 
stages. 



TRIG'D LAMP MULTI. The Trig'd Lamp Multi stage in- 
cludes 0183 and 0188. When no trigger is applied, 0183 is 
off and C185 is charged to a positive level (at the collector 
of 0183) determined by R184, R190, and R191. The base 
of 0192 is more positive than the base of 0194, so 0194 is 
conducting. 



When a trigger is applied, 0183 and 0188 operate as an 
emitter-coupled monostable multivibrator. 0183 is momen- 
tarily turned on by the positive transition coupled through 
C182. The collector of 0183 drops and C185 discharges 
through R185, turning off 0188. This holds 0183 on for a 
period determined by the charging time-constant of Cl 85. 
If the trigger signal has a repetition rate of 20 hertz or 
greater, 0183 stays on (see Fig. 3-3). With 0183 on, 0192 
is also conducting and 0194 is off. 



TRIG'D LAMP DRIVER. During the time that 0183 is on, 
the increased drop across R184 forward biases 0192. This 
turns on 0198, which drives the TRIG'D lamp, DS197. 



TRIGGER GENERATOR. The Trigger Generator includes 
0149, 0159, CR169, and CR171. The function of this cir- 
cuit is to supply a fast-rise trigger signal to the Count Inter- 
val Schmitt. For normal triggering, this signal is developed 
after receipt of a fast-rise transition from the TriggerTunnel 
Diode and Driver stags, except during Holdoff. 



For the following discussion of operation, assume that a 
trigger signal is applied to the EXT TRIG IN connector. 
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Figure 3-3. Trig'd Lamp Multi input and output wavaformt with triggar lignal applied. 



The positive-going transition at the emitter of Qt43 is 
coupled through C182, causing the TRIC’D lamp, OS197 
to be energized as previously described. 

CR169 and CR171 are bodt in their high states until the 
Holdoff signal switches them to ^e low state. The Holdoff 
signal is a positive pulse which forward biases bodi Q149 
and Q159. When these transistors are forward biased, they 
divert current from CR171 and CR 169, which causes the 
tunnel diodes to switch to their low states. 



The next trigger after Holdoff appears as a positive transi- 
tion at C145 and C166. The positive transition coupled 
through R166 and R168 causes CR169 to switch to its high 
state. This higher level, through R170, bringsCR171 up to 
near its switching current. The positive transition is also 
coupled through C14S, R145, a 3.5 nanosecond delay line, 
and R154 to CR 171. The short delay ensures that CR 169 
has had time to switch to its hi^ state in order to arm 
CR171 before the arrival of the positive transition at 
CR171. This prevents extraneous noise from prematurely 
activating CR171. The positive transition then switches 
CR171 to its high state. 



EVENTS AND COUNT COINCIDENT GATE. The signal 
output of CR141 is used for events counting. The output of 
CR141 is coupled through a level shifting Schmitt trigger, 
Q133 and Q138, to an input of U640D. To ensure that 
events are counted only when Holdoff is not present, the 
output of CR171 is also coupled to an input of U640D 



through the Count Interval Schmitt, 0173 and 0178. There- 
fore, U640D is enabled, during the absence of Holdoff, to 
output the events count pulses to 0512, the Events Count 
Source Gate. 



OUTPUTS PROCESSING AND 
EVENTS START TRIGGER 

The Outputs Processing and Events Start Trigger circuits 
contain the various reset and output circuits of the 7010, 
and the Events Start Trigger circuit A detailed block dia- 
gram of this circuit is shown in Figure 3-4. 

Events Count Source Gate 

The Events Count Source Gate comprises 0512, 0514, and 
0518. The Events signal from U640D in the Events Trigger 
circuit is routed through 0512 and 0518 to the Delaying 
Counter and Display Generator circuit and to the Output 
Release Gate stage. 



Output Release Gate 

0525 is armed by the Delaying Counter and Display Gener- 
ator circuit at one count less than overflow. The following 
pulse, which is accepted as the end of count, is now synch- 
ronously gated through the Output Release Gate, 0525. 
The output of 0525 is a pulse applied to the clock inputs 
of U543A and U543B causing them to change state (0 out- 
put goes to its HI state). U543A is the Delayed Trigger 
Flip-Flop and U543B is the Delay Gate Flip-Flop. 
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Figure 3-5. 7010 out pub timing diagram. 



Delayed Trigger Flip-Flop 

The change of state of U543A causes several functions to 
happen. The negative transition at pin 6 of U543A causes a 
multivibrator, composed of 0562 and 0565 to output the 
DLY'D TRIG OUT signal throu^ the 50-ohm matching 
amplifier 0568. This delayed trigger pulse is timed to stay 
in the HI state for approximately 200-250 nanoseconds (see 
Fig. 3-5). This same output signal from U543A is coupled 
through T579 to provide a fast push-pull trigger signal to 
interface connector pins A13 (+) and B13 (— ). This is com- 
patible with plug-in units that accept the trigger signal from 
the vertical compartment. 



Coincident with the delayed trigger output, the delay innr- 
val output is returned to a LO state (see Fig. 3-5). This 
happens when U543A changes state, causing 0648 and 
0653 to stop conducting. 0648 and 0653 conduct during 
the deiay interval to indicate diat a delay is in process. A 
delay interval signal is also provided to die mainframe Z-axis 
via interface connector pin A17. During the delay interval. 
0662 conducts to provide optional Z-axis de-intensifi<»tion 
(if selected by S669). At the end of the delay interval, the 
display intensity returns to its normal level; this effectively 
creates an "intensified after delay" display. This same sig- 
nal. present on interface connector pin All, provides a 



vertical deflection signal during the delay interval when the 
7D10 is used in a vertical plug-in compartment of the 
associated mainframe. 



When U543A changes state at the end of the delay interval, 
its output at pin 5 is routed through U586B and U586A. 
The output of U586A causes multivibrators U589A, U589B, 
and U598A to change state (see Fig. 3-6) and begin dieir 
prescribed timing periods. The timing of each multivibrator 
is determined by its respective external resistor and capaci- 
tor components. 

When U589A changes state (for 400 nanoseconds), the LO 
output at pin 4 activates digger Holdoff through U640A 
and U640B to prevent another trigger pulse frcxn being 
accepted while the 7D10 circuits are being reset. The HI 
output on pin t3 is coupled beck thrcxjgh U586D to clear 
U543A. 



During the approximately 300-nanosecond timing interval 
of U589B (see Fig. 3-6), the LO output at pin 12 provides 
the Reload command to the Delaying Counter (U800 
throu^ U812). 
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As U598A (timed for 330 nanoseconds) returns to its nor- 
mal state, the positive transition on pin 4 causes U598B to 
change state briefly (45 to 65 nanoseconds). The output at 
pin 12 of U598B becomes the Initializer pulse through 
Q518to pin 8 of U800. 

When the RESET button is pressed, Q595 conducts to pro- 
vide a positive-going pulse, which is coupled into pin 6 of 
U586B. This performs the same reset functions as described 
above for the change of state of U543A. 

Delayed Gate Flip-Flop 

During the delay interval, pin 9 of U543B is LO, so Q546 is 
not conducting and the B time-base unit is locked out by a 
HI Delay Gate current level to interface connector pin B9. 
At the end of the delay interval, U543B changes state 
causing Q546 to saturate and divert the current from Q547 
to ground. This allows the B time-base unit to start the 
sweep or. if in the armed mode, allows the B time-base unit 
to start the sweep after receipt of a trigger. In the INDE- 
PENDENT mode. Q546 is saturated by a voltage applied 
through RS45 to allow the B time-base unit to operate 
independently of die 7D10. 



At the end of the sweep, the time-base unit presents a HI 
Sweep Lockout pulse to interface connector pin 88. This 
pulse is coupled through Q532 as a positive voltage on the 
base of Q538. This positive voltage allows Q538 to conduct, 
causing a negative-going pulse at its collector, which in turn, 
clears U543B. This stops the conduction of Q546, which 
again causes Sweep Lockout. 



The 6 SWEEP DELAY MODE switch. S555, provides one 
of three voltage levels out on interface connector pin B2. 

In the INDEPENDENT mode, a ground level is present to 
allow the B time-base unit to operate independently of the 
7010. In the B STARTS AFTER DELAY mode, +5 volts is 
presented to the B time-base unit to start the sweep at the 
end of the delay interval. The B TRIGGERABLE AFTER 
DELAY mode places a voltage level of about +3.5 volts on 
interface connector pin B2. This level arms the B time-base 
unit to start the sweep after receipt of a trigger. C535 and 
R 535 couple a positive-going transient to the base of Q538 
whenever S555 is switched from INDEPENDENT to one 
of the two slaved modes. This ensures that the 6 time-base 
unit is locked out initially by forcing U543B to clear. 




Figui* 3-6. 7D10 Reset functien timing diagram. 



@ 
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NOTE 

The logic levels supplied by the mainframe to 
the 7D10 are designed to control a delaying 
sweep time-base unit For this reason, the 7DI0 
can become locked out (no output) when the 
setting of either the 8 time-base unit Time/- 
Division switch or the 7010 8 SWEEP DELA Y 
MODE switch setting is changed. If d>is occurs, 
a delayed sweep will not be produced. To reset 
the 70 10. set the 8 SWEEP DELA Y MODE 
switch first to INDEPENDENT, then select die 
desired delay mode. 

Events Start Trigger 

The Events Start Trigger circuit is used to end Holdoff. 
which then enabies the Events Trigger circuit. The input 
impedance is approximately 1 megohm, determined by 
R601 and R609. CR605 and CR609 prevent overdriving 
the input by clamping the input signal should it be exces- 
sive. This circuit is a very high-gain amplifier and has a dual 
FET input which is connected for a zero temperature 
coefficient with no offset between the gate and the source 
of Q610A. The trigger LEVEL is adjustable by R61S. It 
varies the dc voltage at the base of 0620 and compares it 
with that at the base of 0624. 



The SLOPE (+ or —I, selected by S615, determines which 
collector is chosen for the output. In the + position, 0634 
is turned off and the collector of 0628 is pulled high 
through CR632, which reverse biases CR63S. This causes 
the output of 0630 to be routed through CR636 to the 
base of 0637. In the - position, 0634 is turned on, to pull 
the collector of 0630 high; thus reverse biasing CR636. The 
output at the collector of 0628 is presented to the base of 
0637 through CR635. Buffer 0637 provides isolation from 
the following stage. 

HOLDOFF FLIP-FLOP. U640C and 0640 form a one-shot 
multivibrator. The input is normally HI, so the active input 
signal is a negative-going transition. CR638 is a feed through 
diode in parallel with a delay circuit comprising U640C, 
R638, C639, CR639, and R639. The signal at the base of 
0640 is a negative-going pulse, the width of which is 
determined by the delay through U640C, etc. 

The output at pin 6 of RS flip-flop U640B-U640A is re- 
turned to a HI logic level after each Reset cycle. The 
negative-going pulse at the collector of 0640 causes the flip- 
flop to change state so that a LO logic level is presented at 
pin 6 of U640B. This ends Holdoff to allow the 7010 
Events Trigger circuit to become active. 



DELAYING COUNTER . 

AND DISPLAY GENERATOR ^ 

The Delaying Counter and Display Generator consists of 
the Voltage-to-Frequency Converter, Up/Down Count Con- 
trol, Up/Down Clock Steering, Power-On Initializer, Revers- 
ible Counter, Counter Buffers, Delaying Counter, Nines 
Detector, and the Nines Arm Gate. A detailed block diagram 
of this circuit is shown in Figure 3-7. 

Voltage-to-Frequency Converter 

The Voltage-to-Frequency Converter provides the signal 
used for incrementing the Reversible Counter, which per- 
mits presetting the desired delay events count The DELAY 
EVENTS control, R700, is spring loaded to its mechanical 
and electrical center. Turning it counterclockwise causes 
die delay count to be decreased; turning it clockwise causes 
the delay count to be increased. Rotating R700 applies 
either a positive or negative voltage on its wiper. This con- 
dition is sensed by Q718 or Q721 through diodes CR712 or 
CR715 respectively, and, through a separate path, by Q705. 
As Q718 and Q712 are turned on, they cause Q724 to con- 
duct Q724 is a current generator that charges C725. The 
waveform at C725 is a sawtooth voltage. This waveform is 
applied to source follower Q733 and, through a zener diode 
network, to emitter follower Q740. Emitter follower Q740 
then drives common-base stage Q743 to output the saw- 
tooth waveform to the inputs of the Up/Down Clock Steer- 
ing stage, U747A and U747B. Also, the sawtooth is applied 
to the base of Q738. At the peak of the sawtooth waveform, 
the emitter of Q738 drives Q730 to conduct, discharging 
C725. The waveform on C725 having fallen, the feedback 
path through Q733, Q740, Q743, Q738,andQ730collapses 
and C725 is permitted to start chargingagain. The repetition 
rate of the sawtooth waveform is determined by the collec- 
tor current of Q718 and Q721 as set by the magnitude of 
the rotation of the DELAY EVENTS control, R700. 
Increased rotation of R700, either clockwise or counter- 
clockwise, is converted into more charging current in C725, 
thereby increasing the repetition rate. Thus, this stage 
operates as a Voltage-to-Frequency Converter. In idle con- 
dition, Q730 is turned on by current through CR729 to 
keep C725 from charging. When setting the counter (rotat- 
ing R700), Q721 turns on Q727 to reverse bias CR729, 
which prevents Q730 from being turned on except through 
the feedback path. 



The output of Q743, through U749F, resets (Recycle 
Force) the circuits in the Outputs Processing and Events 
Start Trigger (diagram 2). This, in turn, provides the Reload 
signal for U800-U812 to ensure that the Delaying Counter 
is updated along with the Reversible Counter. 
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Up/Down Count Control and Clock Steering 

The output of 0743 is applied to the inputs of U747A and 
B to cause the Reversible Counter to count either up or 
down. The steering is derived from the voltage (positive or 
negative] present when the DELAY EVENTS control, 
R700, is turned. This voltage operates the Up/Down Count 
Control stage (Schmitt trigger circuit] forrrwd by 0705 and 
0707 to cause the count signal to be gated through either 
U747A for counting up, or through U747B for counting 
down. 

Reversible Counter and Nines Complement Review 

The nines complement of a number can be defined as the 
value that must be added to the number in order to yield 
nine. For example, the nines complement of 7 is 2 because 
2 must be added to 7 to obtain 9. When a count is loaded 
into the Reversible Counter, it is set up as the nines comple- 
ment in BCD (binary coded decimal) form. To illustrate, 
the Reversible Counter BCD inputs are preloaded to the 
minimum delay count ((X)00001 ] when the RESET button 
is pressed. The BCD inputs (pins 15. 1, 10, and 9) of U760 
are set to encode, upon receipt of a Preset or load command 
at pin 11. the number eight, which is the nines complement 
of the number one. The BCD inputs to U762 through U772 
are set to encode the number nine, the complement of 
which is zero. The Readout Encoding circuit inverts this 
BCD information (the 9999998 in the Reversible Counter) 
so the number displayed on the crt after power-on initiali- 
zation or RESET is the minimum delay, or an events count 
of 0000001. All values of delay-event counts, as well, are 
entered into the Reversible Counter by the DELAY 
EVENTS control as previously described. 



When DELAY EVENTS control R700 is turned, the output 
of U747 allows what will be interpreted as the nines comple- 
ment of die desired delay events count to be set up in the 
Reversible Counter, U760 through U772. The BCD inputs 
to the counter are set to load the nines complement of the 
minimum count (0000001) when the RESET button is 
pressed. U760 resets to BCD eight and U762 through U772 
are reset to BCD nines. The BCD outputs of the Reversible 
Counter are routed through the Counter Buffers, U780 
through U792, to the Readout Encoding circuit and to the 
Delaying Counter. 

Delaying Counter 

The Delaying Counter, U800 through U812, is used for 
arming Q525 in the Outputs Processing circuit by turning 
off Q838 (see Pig. 3-8). The network between the outputs 
of the Delaying Counter and the base of Q835, composed 
of U820, U749B, U82S, U749E, CR830, and CR832, form 
a 14-input, positive AND gate. The output of this Nines 
Detector will go HI only when these 14 inputs are HI. This 



occurs when the and Qq outputs of the Delaying 
Counters are all at a HI logic level (BCD nines], enabling the 
Nines Detector circuit to turn on Q835. Transistors Q835 
and Q838 compose the Nines Arm Gate. Q838 is turned off 
when Q835 conducts. 



The nines complement of the delay events count from the 
Counter Buffers is applied to the BCD inputs of the Delay- 
ing Counters. During each reset cycle, a Reload signal, 
applied to pin 1 of each Delaying Counter 1C. allows the 
BCD inputs to be loaded into the Delaying Counter; the 
Delaying Counter is advanced toward overflow by the delay 
events Count Source signal applied to pin 8 of U800. When 
die minimum count is loaded into the Reversible and De- 
laying Counters, as occurs when the RESET button is 
pressed, it is the complement (9999998) of the displayed 
(XXraOOl that is loaded. Keeping in mind that Q525 is 
armed when the Delaying Counter is at 9999999 and that 
Q525 conducts when the Delaying Counter overflows, it is 
apparent that even though the display indicates a delay 
count of one, two counts are required for Q525 to effect an 
output. Therefore, an initializing pulse is applied to pin 8 of 
U800 at the end of ea<^ reset cycle to provide a plus one 
advancing count to the Delaying Counter. It must be re- 
membered that the Nines Detector arms Q52S when all the 
Delaying Counter outputs are binary-coded nines. The 
actual output of the 7D10 will occur on the next delay 
events Count Source pulse. 



Power-On Initializer 

The Power-On Initializer, composed of Q753 and Q7S5, 
provides a negative-going pulse to load die Reversible 
Counter for minimum delay and also for initially resetting 
the Output Processing circuits. This is accomplished, when 
power is applied, by the charging time-constant of R751 
and C751. Capacitor C751 charges to approximately one 
volt, causing 0753 to conduct. The conduction of 0753, 
applied to the gate of SCR 0755, causes 0755 to conduct. 
This negative transition at the collector of 0753 is coupled 
through C755 to apply a preload pulse to pin 11 of the 
Reversible Counter IC's, U760 through U772. The SCR 
remains in the conduction mode until power to the instru- 
ment is removed. 



Reset 

The front-panel RESET button will effect a reload of the 
Reversible Counter to display the minimum count in a 
fashion similar to the Power-On Initializer. When the RE- 
SET button is pressed, the grounding of the junction of 
R756-R757 generates a negative-going transition which is 
applied to the Reversible Counter and to die Outputs Pro- 
cessing circuits. 
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Fi0urs 3-8. Oeleying Counter and output* timing diagram. 



READOUT ENCODING ^ 

The Readout Encoding circuit provides the necessary data 
to encode the Readout System (located in the mainframe) 
to display the 7D10 readout. The Readout Encoding circuit 
contains the Time-Slot Converters, BCD Multiplexers, 
Readout Encoder, and Leading 1 Inserter stages. A detailed 
block diagram of this circuit is shown in Figure 3-9. 

Time-Slot Converters and BCD Multiplexers 

The outpuu of U902 U 906 U910 U914-U918-U922-U926 
are the complement, or inverse, of their respective inputs 
from the Delaying Counter and Display Generator (diagram 
3). The outputs of U902 through U926 are enabled, one at 
a time, as their respective negative-going time-slot pulses cut 
off the Time-Slot Converter FET’s connected to their in- 



puts. For example, when time-slot 2 is active, it stops the 
conduction of Q924, which raises its inputs to U926 to a 
HI logic level through R924. This, in turn, allows U926 to 
output the complement of the information from U792. 



Readout Encoder 

The outputs of the BCD Multiplexers are routed through 
diodes CR930-CR932-CR934-CR936 where they derive 
current levels through resistors R960-R961-R962-R963. 
These currents, through diodes CR960-CR961-CR962- 
CR963, add together to form a currant level through Q968, 
R965, and CR965. This current level is routed to the base 
of U974E, which provides the output to the interface 
connector that will cause die appropriate number to be dis- 
played on the crt. Subsequent numbers are displayed during 
their respective time-slots in the same manner. 
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Figure 3-9. Detailed block diagram of Readout Encoding circuit. 



Leading 1 Inserter 

In order that an eighth digit may be displayed when inputs 
to U902-U926 are coded to display 9's (the outputs of 
U902-U926 are inverted, therefore, the actual displays are 
the complements, or zeros), these inputs are all routed to 
U946 and U948. When all these inpuU are at a HI logic 
level and time-slot 1 is active, the output of U948 goes LO 
and, through CR953, will allow a 1 to be displayed. This is 
equal to a maximum count of 10,000,000 events. 

When no leading 1 is to be displayed, the inputs of U747C 
are at a HI logic level which allows its LO logic level output 
to provide a current path through CR9S5 and CR9&4. This 
permits a current corresponding to a "skip" command to 
flow through Q968. Since the current through Q968 is 
"mirrored" through U947E, the mainframe Readout Sys- 
tem skips time slot 1 and nothing is displayed. 

POWER DISTRIBUTION AND 
MAINFRAME CONNECTOR ^ 

Diagram 6 shows the mainframe to plug in interface con- 
nector and the power distribution for the 7010. Decoupled 
+15 volts, -15 volts, +5 volts, and —5 volts are routed to 
the various circuits. In addition to these voltages, a regulat- 
ed, decoupled +4.9 volts is provided by the DC Inverter 
stage described below. 



DC Inverter 

This is a +15-volt to +4.9-volt inverter of the switching 
regulator type. Q1025 and Q1028 form a differential com- 
parator that compares a reference voltage of approximately 
+4.9 volts against the unfiltered output of the regulator at 
C1038. 

R1034 introduces a small amount of positive feedback and 
hysteresis into the circuit by causing the +4. 9-volt reference 
at the base of Q1028 to vary slightly. If the regulator out- 
put voltage is low (below +4.9 volts), Q1025 is turned off 
and Q1028 conducts. This turns on Q1036 and Q1038, caus- 
ing them to saturate. The current through these two transis- 
tors flows through T1038, which stores energy in the form 
of a magnetic field. The current through T1038 flows out of 
the regulator and into the load to increase the output 
voltage. 

When Q1038 turns on, its collector voltage approaches +15 
volts which causes the +4. 9-volt reference at the base of 
Q1028 to rise several hundred millivolts through R1034. 

When the output voltage of the regulator rises sufficiently 
to equal this new reference voltage, Q1028 turns off and 
Q1025 turns on. This causes Q1036 and Q1038 to stop 
conduction. 
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Because of the inductance of T1038, the current flow 
through it tries to remain constant. Thiscauses the collector 
of Q1038 and the base of Q1034 to seek a voltage, negative 
enough with respect to the converter output, to maintain 
this current flow. When tf^e voltage at the base of Q1034 
drops to approximately —0.7 volts, the base-collector junc- 
tion of Q1034 forward biases and operates in an inverted 
mode (emitter and collector reversed). When Q1034 satur- 
ates (In the inverted mode), the voltage at the tap of T1038 
is maintained at a voltage of approximately -0.1 to -0.2 
volts. The majority of the current flow through T1038 is 
now absorbed through Q1034. 



The current through T1038 starts to decay through the 
load and C1038. When Q1038 turned off, the voltage at its 
collector dropped to approximately —0.7 volts. This causes 
the -)-4.9-volt reference to drop by several hundred milli- 
volts through R1034. 

When the output voltage of the regulator falls to a value 
approaching this new reference voltage. Q1028 turns on 
and Q1025 turns off and the cycle repeats. 

The duty cycle during which Q1038 supplies current is 
approximately the ratio of the output voltage to the input 
voltage (4.9/15). 

L1020 and C1020 provide filtering so that the mainframe 
15-volt supply sees a more constant current load instead 
of the low duty cycle, relatively high current waveform of 
Q1038. L1039 and C1039 provide filtering for the ripple 
which is inherent in dris form of regulator. Fuse F1020 
protects the regulator from short circuits and overloads. 

By providing a tap on T1038, Q1038 and Q1036 can reach 
saturation simultaneously during the conduction cycle. By 
operating Q1034 in the inverted mode, it appears as a very 
low-voltage-drop diode between the emitter and collector 
terminals during the non-operative portion of the cycle. 
The result is a very high overall operating efficiency of 
approximately ninety percent. 



INTRODUCTION TO THE READOUT SYSTEM 
Introduction 

The following discussion is provided to acquaint the 7D10 
user with the Readout System employed in Tektronix 
7000-series oscilloscope mainframes. Since the Mainframe 
Readout System provides the readout for the 7D10, it is 
necessary to relate the function of the 7D10 to the Readout 
System to gain a better understanding of the 7D10 opera- 
tion. A detailed circuit description of the 7000-series Read- 
out System is given in the oscilloscope instruction manual. 



The Readout System 

The Readout System in the 7000 series mainframe provides 
alpha-numeric display of information encoded by plug in 
units. This display is presented on the crt and is written by 
the crt beam on a time-shared basis with the analog wave- 
form display. 



The Readout System produces a pulse train consisting of 
ten negative-going pulses called time-slots. These pulses 
represent a possible character in a readout word, and each 
is assigned a time-slot number corresponding to its position 
in the word. Each time-slot pulse is directed to one of ten 
output lines, labeled TS-1 throu^ TS-10 (time-slots one 
through ten), which are connected to the vertical and hori- 
zontal plug-in compartments. Two output lines. Row and 
Column Analog Data, are connected from each channel 
(two channels per plug-in compartment) back to the 
Readout System. 

Data is encoded on these output lines either by connecting 
resistors between them and the time-slot input lines or by 
generating equivalent currents. The resultant output is a 
sequence of analog current levels on the Row and Column 
Analog Data output lines. The row and column current 
levels are decoded by the Readout System to address a 
character matrix during each time-slot, thus selecting a 
character to be displayed or a special instruction to be 
followed. 
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MAINTENANCE 



This section of the manual contains information for performing preventive maintenance, troubleshooting, and corrective 
maintenance. 



PREVENTIVE MAINTENANCE 

Preventive maintenance consists of cleaning, visual inspection, lubrication, etc. Preventive maintenance performed on a 
regular basis may prevent instrument breakdown and will improve the reliability of the instrument The severity of the en- 
vironment to which the instrument is subjected determines the frequency of maintenartce. A convenient time to perform 
preventive maintenance Is preceding adjustment of the instrument 



CLEANING 

The instrument should be cleaned as often as operating con- 
ditions require. Accumulation of dirt on components acts 
as an insulating blanket and prevents efficient heat dis- 
sipation which can cause overheating and component 
breakdown. 




Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instrument 
In particular, avoid chemicals titat contain benzene, 
toluene, xylene, acetone, or similar solvents. 

Exterior 

Loose dust accumulated on the front panel can be removed 
with a soft cloth or small brush. Dirt that remains can be 
removed with a soft cloth dampened in a mild detergent 
and water solution. Abrasive cleaners should not be used. 



Interior 

Dust in the interior of the instrument should be removed 
occasionally due to its electrical conductivity under high- 
humidity conditions. The best way to clean the interior is 
to blow off the accumulated dust with dry, low-pressure 
air. 



Remove any dirt which remains with a soft brush or a cloth 
dampened with a mild detergent and water solution. A 



cotton-tipped applicator is useful for cleaning in narrow 
spaces. 



VISUAL INSPECTION 

The instrument should be inspected occasionally for such 
defects as broken connections, improperly seated semicort- 
ductors, damaged circuit boards, and heat-damaged parts. 

The corrective procedure for most visible defects is obvious; 
however, particular care must be taken if heat-damaged 
components are found. Overheating usually indicates other 
trouble in the instrument; therefore, correcting the cause of 
overheating is important to prevent recurrence of the 
damage. 



LUBRICATION 

Generally, there are no components in the instrument that 
will require lubrication during the life of the instrument 



SEMICONDUCTOR CHECKS 

Periodic checks of semiconductors in the instrument are 
not recommended. The best check of semiconductor per- 
formance is actual operation in the instrument More details 
on checking semiconductor operation are given under 
troubleshooting. 
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TROUBLESHOOTING 

The following information is provided to help troubleshoot the instrument Information contained in other sections of this 
manual should be used along with the following information to aid in locating a defective component An understanding of 
the circuit operation is very helpful in locating troubles, particularly where integrated circuits are used. 



TROUBLESHOOTING EQUIPMENT 

The following equipment, In addition to that listed in 
section 5, Performance Check and Adjustment is useful for 
troubleshooting the 7DtO Digital Events Delay unit 

Transistor Tester 

Description: Dynamic-type tester. 

Purpose; Test semiconductors. 

Recommended Tektronix types: 576 Curve Tracer, 577/177 
Curve Tracer system, 7CT1N Curve Tracer unit and a 7000- 
series oscilloscope system, or a 5CT1N Curve Tracer unit 
and a 5000-series oscilloscope. 



Multimeter 

Description: Voltmeter, 10-megohm inixjt impedance and 
a range from 0 to at least 50 volts dc; accuracy, within 

0.1%. Ohmmeter, 0 to 20 megohms. Test probes should be 
insulated to prevent accidental shorting. 

Purpose: Check voltage and resistance. 

Test Oscilloscope 

Description: Frequency response, dc to 100 megahertz 
minimum, vertical deflection factor. 5 millivolts to 5 volts/- 
division. A 10X, lO megohm voltage probe should be used 
to reduce circuit loading. 

Purpose; Check operating waveforms. 

Plug-In Extender 

Description: Two types of extenders are available. 

1. Flexible Plug-In Extender. Tektronix Part 067- 
0616-00. 

2. Rigid Plug-In Extender. Tektronix Part 067- 
058900. 

Purpose; Allows plug-in operation outside the mainframe. 



TROUBLESHOOTING TECHNIQUES 
Troubleshooting Procedure 

This troubleshooting procedure is arranged to check the 
simple trouble possibilities before proceeding with extensive 
troubleshooting. The first few checks ensure proper connec- 
tion, operation, and adjustment. If the trouble is not located 
by these checks, the remaining steps aid in locating the 
defective component. When the defective component is 
located, it should be replaced using the replacement proce- 
dure given under Corrective Maintenance. 

1. CHECK CONTROL SETTINGS. Incorrect control 
settings can indicate a trouble that does not exist If there is 
any question about the function or operation of any con- 
trol, see section 2. Operating Instructions. 



2. CHECK ASSOCIATED EQUIPMENT. Before proceed- 
ing with troubleshooting, check that the equipment used 
with this instrument is operating correctly. Check that the 
signal is properly connected and that interconnecting cables 
are not defective. Also check the power source. If the 
trouble persists, the 7D10 is probably at fault 

3. VISUAL CHECK. Visually check that portion of the 
instrument in which the trouble is located. Many troubles 
can be located by visible indications such as unsoldered 
connections, broken wires, damagedcircuit boards, damaged 
components, etc. 



4. CHECK INSTRUMENT ADJUSTMENT. Check the 
electrical adjustment of the 7D10, or the affected circuit if 
the trouble appears in one circuit The apparent trouble 
may only be a result of misadjustment Complete adjust- 
ment instructions are given in section 5, Performance Check 
and Adjustment 

5. ISOLATE TROUBLE TO A CIRCUIT. To isolate 
trouble to a circuit, note die trouble symptom. The symp- 
tom often identifies the circuit in which the trouble is 
located. When trouble symptoms appear in more than one 
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circuit, check the affected circuits by taking voltage and 
waveform readings. Also check for the correct output sig- 
nals at the front-panel connector with a test oscilloscope. 
Incorrect operation of all circuits often indicates trouble 
in the power supply. Check for correct voltages of the indi- 
vidual supplies. A defective component elsewhere in the 
instrument can appear as a power-supply trouble and may 
also affect the operation of other circuits. 

6. CHECK INDIVIDUAL COMPONENTS. The following 
procedures describe methods of checking individual compo- 
nents. Two-lead components that are soldered in place are 
best checked by first disconnecting one end. This isolates 
the measurement from the effects of surrounding circuitry. 

To avoid component damage, disconnect the 
power source before removing or replacing 
semiconductors. 

Transistors. A good check of transistor operation is actual 
performance under operating conditions. A transistor can 
be effectively checked by substituting a new component, or 
one that has been checked previously. However, be sure 
that circuit conditions are not such that a replacement tran- 
sistor might also be damaged. If substitute transistors are 
not available, use a dynamic tester. Static-type testers are 
not recommended, since they do not check operation under 
simulated operating conditions. 



Integrated Circuits. Integrated circuits can be checked with 
a voltmeter, test oscilloscope, or by direct substitution. A 
good understanding of circuit operation is desirable when 
troubleshooting circuits using Integrated circuits. Use care 
when checking voltages and waveforms around the inte- 
grated circuits so that adjacent leads are not shorted to- 
gether. A convenient means of clipping a test probe to the 
14- and 16-pin integrated circuits is with an integrated 
circuit test clip. This device also serves as an extraction tool. 
The lead configuration for the semiconductors used in this 
instrument are shown on the pullout page in the front of 
the diagrams section. 



Diodes. A diode can be checked for an open or shorted 
condition by measuring the resistance between terminals 
with an ohmmeter scale having a low internal source cur- 
rent, such as the R X Ik scale. The resistance should be 
very high in one direction and very low when the meter 
leads are reversed. 




Do not use the ohmmeter on a scale that has 
high internal current High currents may 
damage the diode under test. 



The cathode end of each glass-encased diode is indicated by 
a stripe, a series of stripes, or a dot. The cathode and anode 
ends of metal-encased diodes are identified by the diode 
symbol marked on the case. 



Resistors. Check resistors with an ohmmeter. See the Re- 
placeable Electrical Parts list for the tolerance of the 
resistors used in the 7D10. Resistors normally do not need 
to be replaced unless the measured value varies widely from 
that specified. 



Inductors. Check for open inductors by checking continu- 
ity with an ohmmeter. Shorted or partially shorted induc- 
tors can usually be found by checking the waveform 
response when high-frequency signals are passed through 
the circuit. Partial shorting often reduces high-frequency 
response (roll off). 



Capacitors. A leaky or shorted capacitor can usually be 
detected by checking resistance with an ohmmeter on the 
highest scale. Do not exceed the voltage rating of the capa- 
citor. The resistance reading should be high after initial 
charge of the capacitor. An open capacitor can best be 
detected with a capacitance meter or by checking if the 
capacitor passes ac signals. 



Fuses. Check for open fuses by checking continuity with 
an ohmmeter. 



7. REPAIR AND READJUST. If any defective parts are 
located, follow ^e replacement procedures given in Correc 
tive Maintenance. Be sure to check the performance of any 
circuit that has been repaired or had any electrical compo- 
nents replaced. 
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CORRECTIVE MAINTENANCE 

Corrective maintenance consists of component replacement and instrument repair. Special techniques required to replace 
componenu in this instrument are given here. 



OBTAINING REPLACEMENT PARTS 

All electrical and mechanical part replacements can be ob- 
tained through your Tektronix Field Office or representa- 
tive. However, many of the standard electronic components 
can be obtained locally in less time than is required to order 
them from Tektronix, Inc. Before purchasing or ordering 
replacement parts, check the parts list for value, tolerance, 
rating, and description. 



NOTE 

When selecting replacement parts, remember 
that the physical size and shape of a compo- 
nent may affect its performance in the instru- 
ment, particularly at high frequencies. AH 
parts should be direct replacements unless 
you know that a different component will 
not adversely affect instrument performance. 



Some parts are manufactured or selected by Tektronix, Inc. 
to satisfy particular requirements, or are manufactured for 
Tektronix. Inc. to our specifications. Most of the mechani- 
cal parts used in this instrument have been manufactured 
by Tektronix, IrK. To determine the manufacturer of parts, 
refer to parts list. Cross Index Mfg. Code Number to 
Manufacturer. 



When ordering replacement parts from Tektronix, Inc., 
include the following information: 

1. Instrument type. 

2. Instrument serial number. 

3. A description of the part (if electrical, include 
circuit number). 

4. Tektronix part number. 

SOLDERING TECHNIQUES 



WARNING 



To avoid electric shock, disconnect the instru- 
ment from dte power source before soldering. 



The reliability and accuracy of this instrument can be main- 
tained only if proper soldering techniques are used when 
repairing or replacing parts. General soldering techniques, 
which apply to maintenance of any precision electronic 
equipment, should be used when working on this instru- 
ment. Use only 60/40 rosin-core, electronic-grade solder. 
The choice of soldering iron is determined by the repair to 
be made. When soldering on circuit boards or small wiring, 
use only a 15-watt, pencil-type soldering iron. A higher 
wattage soldering iron can cause the etched circuit wiring to 
separate from the board base material and melt the insula- 
tion from small wiring. Always keep the soldering-iron tip 
properly tinned to ensure the best heat transfer to the 
solder joint. Apply only enough heat to remove the compo- 
nent or to make a good solder joint. To protect heat-sensitive 
components, hold the component lead with a pair of long- 
nose pliers between the component body and the solder 
joint. Use a solder-removing wick to remove excess solder 
from connections or to clean circuit board pads. 




AH the circuit boards in this instrument are 
multi-layer boards with a conductive path(s) 
laminated between the top and bottom board 
layers. AH soldering on these boards should 
be done with extreme care to prevent break- 
ing the connecdons fo the center conductor(s); 
only experienced maintenance personnel 
should attempt repair of these boards. 

The following technique should be used to replace a com- 
ponent on a circuit board. Most components can be replaced 
without removing the board(s) from the instrument. 

1 . Touch the soldering iron to the lead at the solder con- 
nection. Never place the iron directly on the board, as this 
may damage the board. 

2. Melt a small amount of solder onto the component lead 
connection. This replaces the flux, which may have been 
removed during instrument cleaning, and facilitates removal 
of the component. 

3. Grip the component lead with a pair of long-nose pliers. 
When the solder begins to flow, gently pull the component 
lead from the board. If unable to separate the lead from the 
board, try removing the other end of the component. 
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NOTE 

Some components are difficult to remove from 
the circuit board due to a bend placed in each 
lead during machine insertion of the component. 
The purpose of the bent leads is to hold d>e com- 
ponent in position during a flow-solder manu- 
facturing process which solders all components 
at once. To make removal of machine inserted 
components easier, straighten the leads of The 
component on the back of the circuit board 
using a small screwdriver or pliers white heating 
the soldered connection. 



4. Bend the leads of the replacement component to fit the 
holes in the circuit board. If the component is replaced 
while the board is mounted in the instrument, cut the leads 
so they will just protrude through the board. Insert the 
leads into the holes in the board so that the component is 
firmly seated against the board, or as originally positioned. 

5. Touch the iron to the connection and apply enough 
solder to make a firm solder joint 



6. Cut off any excess lead protruding through the board 
(if not clipped in step 4). 

7. Clean die area around the solder connection with a flux- 
removing solvent Be careful not to remove information 
printed on the circuit board. 

COMPONENT REMOVAL AND REPLACEMENT 




To avoid electric shock, disconnect the instru- 
men t from the power source before replacing 
components. 

The exploded-view drawing associated with the Replaceable 
Mechanical Parts list may be helpful in the removal or dis- 
assembly of individual components or subassemblies. Com- 
ponent locations and circuit board locations are shown in 
section 8. Diagrams and Circuit Board Illustrations. 

Circuit Boards 

If a circuit board is damaged beyond repair, replace the en- 
tire board assembly. Part numbers are given in the Replace- 
able Electrical Parts list for completely wired boards. 



Semiconductors 

Semiconductors should not be replaced unless actually de- 
fective. If removed from their sockets during routine 
maintenance, return them to their original sockets. Un- 
necessary replacement of semiconductors may affect the 
adjustment of this instrument. When semiconductors are 
replaced, check the operation of the part of the instrument 
which may be affected. 




To avoid electric shock, always disconnect die 
instrument from the power source before re- 
placing componen ts 



Replacement devices should be of the original type or a 
direct replacement. The lead configurations of the semi- 
conductors used in this instrument are shown in section 8, 
Diagrams and Circuit Board Illustrations. When replacing 
semiconductors, check the manufacturer's basing diagram 
for correct basing. Semiconductors which have heat radia- 
tors use silicone grease to increase heat transfer. Replace 
the silicone grease when replacing these semiconductors. 




Handle silicone grease with care. Avoid getting 
silicone grease in your eyes. Wash hands thor- 
oughly after use. 



An extracting tool should be used to remove the 14- and 
t6-pin integrated circuiu to prevent damage to the pins. 
This tool is available from Tektronix, Inc. Order Tektronix 
Part 003-0619-00. If an extracting tool is not available 
when removing one of these integrated circuits, pull slowly 
and evenly on both ends of the device. Try to avoid having 
one end of the integrated circuit disengage from the socket 
before the other, as the pins may be damaged. 

Interconnecting Pins 

Two methods of interconnection are used to connect the 
circuit boards with other boards and components. When the 
interconnection is made with a coaxial cable, a special end- 
lead connector plugs into a socket on the board. When the 
interconnection is made with a wire lead, an end-lead con- 
nector is used which mates with an interconnecting pin 
soldered into the board. The following information provides 
the removal and replacement procedures for the various 
types of interconnecting methods. 
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COAXIAL-TYPE END-LEAD CONNECTORS. Replace- 
ment of the coaxial-type end-lead connectors requires 
special tools and techniques; only experienced maintenance 
personnel should attempt to remove and replace these 
connectors. We recommend that the cable be replaced as a 
unit. For cable part numbers, see the Replaceat^e Mechani- 
cal Parts list. An alternative solution is to refer the replace- 
ment of the defective connector to your local Tektronix 
Field Office or representative. 



END-LEAD PIN CONNECTORS. The pin connectors used 
to connect the wires to the interconnecting pins are clamped 
to the ends of the associated leads. To remove and replace 
damaged end-lead pin connectors, remove the old pin con- 
nector from the end of the lead and clamp the replacement 
connector to the lead. 



Some of the pin connectors are grouped together in aplastic 
holder; the overall result is that these connectors are re- 
moved and installed as a multi-pin connector. The multi-pin 
connector holders are keyed with two triangles, one on the 
holder and one on the circuit board. When a connection is 
made perpendicular to a circuit board surface, the orienta- 
tion of the triangle on the end-lead multi-pin connector 
holder is determined by the placement of the multi-pin 
connector index (see Fig. 4-1). 





END-LEAD 

MULTI-PIN 

CDNNECTOH 

INDEX 




HDLDEfI 




END-LEAD 

MULTI-PIN 

CONNECTOR 



MULTI-PIN 

CONNECTOR 

INDEX 



2)48-20 



Figure 4-1. Orientation of multi-connector holders. 



CIRCUIT-BOARD PINS. A circuit-board pin replacement 
kit including the necessary tools, instructions, and replace- 
ment pins is available from Tektronix, Inc. Order Tektronix 
Part 040-0542-00. Replacement of circuit-board pins on 
multi-layer boards is not recommended; refer such repairs 
to your local Tektronix Field Office or representative. 

TRIG'D Indicator 

The TRIG'D light is mounted on the sub-panel using a 
plastic sleeve. Unsolder the lead wires and pull the bulb out 
of the sleeve from the rear of the sub-panel. 



ADJUSTMENT AFTER REPAIR 

After any electrical component has been replaced, the ad- 
justment of that particular circuit should be checked, as 
well as other closely related circuits. See section 5, Perform 
ance Check and Adjustment, for complete adjustment 
procedure. 
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PERFORMANCE CHECK AND ADJUSTMENT 

This section contains information necessary to perform a complete instrument performance check and adjustment. Limits 
given in the procedure are adjustment guides and should not be interpreted as performance requirements unless preceded by a 
check mark (Vi- Where possible, instrument performance is checked before an adjustment is made. 



PRELIMINARY INFORMATION 
Adjustment Interval 

To maintain instrument accuracy, check the performance 
of the 7010 every 1000 hours of operation, or every 6 
months if used infrequently. Before complete adjustment, 
thoroughly clean and inspect this instrument as outlined in 
section 4, Maintenance. 



Tektronix Field Service 

Tektronix Field Service Centers and the Factory Service 
Center provide instrument repair and adjusUnent services. 
Contact your Tektronix Field Office or representative for 
further information. 



Using This Procedure 

The Performance Check and Adjustment procedure can be 
used either for complete adjustment or as a check of instru- 
ment performance. Completion of each step in the proce- 
dure ensures that the instrument is correctly adjusted and 
operating within specified limits. Refer to the following 
discussion for instructions on a complete or partial check 
and adjustment. 

INDEX. An index precedes the procedure to aid in locating 
Performance Check and Adjustment steps. 



PERFORMANCE CHECK. Instrument performance can be 
checked by performing the complete Performance Check 
and Adjustment procedure and omitting only the ADJUST 
parts of the steps. A check mark (>/) preceding a CHECK 
indicates that the limit given is a performance requirement 
specified under Specification in section 1, General 
Information. 



ADJUSTMENT. Completion of each step in the Perform- 
ance Check and Adjustment procedure ensures that the 
instrument is correctly adjusted and performing within 
specified limits. Where possible, instrument performance is 
checked before an adjustment is made. For best overall 
performance when performing the complete adjustment 
procedure, make each adjustment to the exact setting 
indicated. 



PARTIAL PROCEDURES. The following procedure is 
written to completely check and adjust the instrument to 
the Specification in section 1, General Information. If the 
applications for which the instrument is used do not require 
the full available performance, the procedure and the re- 
quired equipment list can be shortened accordingly. 

A partial performance check and adjustment may be desir- 
able after replacing components, or to touch up the adjust- 
ment of a portion of the instrument. To check or adjust 
only part of the instrument, refer to the Equipment Re- 
quired list which precedes that portion of the procedure to 
be performed. To avoid unnecessary adjustment of other 
parts, adjust only if the tolerance given in each CHECK is 
not met. 

TEST EQUIPMENT REQUIRED 

The test equipment listed in Table 5-1 is required for a 
complete performance check and adjustment of this instru- 
ment. The specifications given in Table 5-1 for test equip- 
ment are the minimum required to meet the Specification 
in section 1. Detailed operating instructions for test equip- 
ment are omitted in this procedure. Refer to the test 
equipment instruction manual if more information is 
needed. 

Special Fixtures 

Special fixtures are used only where they facilitate instru- 
ment adjustment. These fixtures are available from Tek- 
tronix, Inc. Order by part number from Tektronix Field 
Offices or representatives. 

Test Equipment Alternatives 

The test equipment listed in the Examples of Applicable 
Test Equipment column, Table 5-1, is required to check 
and adjust this instrument The Performance Check and 
Adjustment procedure is based on the first item of equip- 
ment given as an example. If other equipmen t is substituted, 
control settings or setups may need to be altered. If the 
exact item of equipment given as an example is not avail- 
able. refer to the Minimum Specifications column to 
determine if other equipment may be substituted. Then 
check the Purpose column. If you determine that your 
measurement requirements will not be affected, the item 
and corresponding step(s) can be deleted. 
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TABLE 5-1 
Test Equipment 



Description 


Minimum Specifications 


1 

Purpose 


Examples of Applicable 
Test Equipment 


1. Indicator mainframe 


Equipped with a readout sys- 
tem; must be capable of accom- 
modating four plug-in units 
for complete procedure as 
written. 


Used throughout procedure ' 

to provide readout display. 

Also used with amplifier and 
time-base units as a test- 
oscilloscope system. 


a. TEKTRONIX 7904 Oscil- 
loscope. 

b. TEKTRONIX 7704A 
Oscilloscope System. 

c. Any other Tektronix 7000- 
series oscilloscope equipped 
with a readout system. Must 
accommodate four plug-in 
units. 


2 . Time-base unit 


Sweep rates, 20 milliseconds/ 
division to magnified or 
delayed-sweep rate of 20 nano- 
seconds/division; accuracy, 
within 5%. 


Used throughout procedure 
to provide sweep for the 
indicator mainframe. 


a. TEKTRONIX 7B80 Time 
Base. 

b. TEKTRONIX 7B50A 
Time Base. 


3. Dual-trace wide-band 
vertical amplifier unit 


Bandwidth (combined with 
indicator mainframe), dc to 
150 megahertz, deflection 
factor, variable from 50 milli- 
volts to 5 volts/division; 
accuracy, within 3%. 


Used throughout procedure 
to provide internal trigger 
input to 7D10, and for vertical 
input to indicator mainframe 
for test oscilloscope use. 


a. TEKTRONIX 7A26 Dual- 
Trace Amplifier. 

b. TEKTRONIX 7A18 Dual- 
Trace Amplifier. 


4. Low-frequency signal 
generator 


Sine-wave output; frequency 
range. 30 hertz to 150 kilo- 
hertz, output amplitude 
variable from 50 millivolts to 
3.5 volts peak-to-peak. 


Triggering checks and adjust- 
ments. 


a. TEKTRONIX F6 501 
Function Generator.' 

b. General Radio 1310B 
Oscillator. 


5. Medium-frequency sig- 
nal generator 


Sine-wave output; frequency 
range, 50 kilohertz and 0.9 
to 50 megahertz; output am- 
plitude, variable from 50 
millivolts to one volt peak-to- 
peak into 50 ohms. 


Triggering checks and adjust- 
ments. Recycle time checks. 
Front-panel delay interval out- 
put check. 

1 


a. TEKTRONIX SG 503 
Leveled Sine Wave Genera- 
tor.' 


6. Time-mark generator 


Marker outputs, 1 second to 
10 microseconds; trigger out- 
put, 1 millisecond; marker 
accuracy, within 0.1%; marker 
amplitude. 0.5 volt into 50 
ohms; trigger amplitude, 0.5 
volt into 50 ohms. 


Used throughout procedure 
to provide accurate time 
reference. 


a. TEKTRONIX TG 501 
Time-Mark Generator.' 

b. TEKTRONIX 2901 Time- 
Mark Generator. 


7. Square-wave generator 


Negative-going output: Am- 
plitude. 15 volts into 50 ohms; 
repetition rate. 1 kilohertz; 
risetime, less than 12 nano- 
seconds. Positive-going out- 
put; Amplitude, 500 milli- 
volts into 50 ohms; repetition 
rate, 1 megahertz; risetime, 

1 nanosecond or less. 


External trigger input com- 
pensation. Recycle timing 
adjustment. 

1 


a. TEKTRONIX PG 506 
Calibration Generator. 

b. TEKTRONIX Type 284 
Pulse Generator for positive- 
going output only. 



' RaquirM TM 500-Serias Power Module. 
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TABLE 5-1 (CONT.) 
Test Equipment 



Description 


Minimum Specifications 


Purpose 


Examples of Applicable 
Test Equipment 


8. 10X Probe 


Compatible with amplifier unit 
used. 


Used throughout procedure to 
make measurements within the 
7D10. 


a. TEKTRONIX P6053B 
Probe. 


9. Flexible plug-in 
extender 


Flexible extender for 7000- 
series plug-in units. 


Used throughout procedure to 
gain access to adjustments and 
test points. 


a. Tektronix Part 067-0616- 
00. 


10. 10X Attenuator 


Impedance, 50 ohms; attenu- 
ation, lOX.'connectors, BNC. 


External trigger input compen- 
sation. 


a. Tektronix Part 01 1-0059- 
01. 


11- 50-0hm Termination 
(two required) 


Impedance, 50 ohms; accu- 
racy, within 2%; connectors, 
BNC. 


External trigger input compen- 
sation. 


a. Tektronix Part 01 1-0049- 
01. 


12. Input RC normalizer 


Time constant, one megohm 
X 20 picofarads; attenuation, 
2X; connectors, BNC. 


External trigger input compen- 
sation. 


a. Tektronix Part 067-0538- 
00. 


13. T Connector 


Connectors, BNC. 


Used throughout procedure to 
simultaneously connect signals 
to two inputs. 


a. Tektronix Part 103-0030- 
00. 


14. 50-0hm BNC cable 
(three required) 


Impedance, 50 ohms; type, 
RG-58/U; length, 18 inches; 
connectors, BNC. 


Used throughout procedure for 
signal interconnection. 


a. Tektronix Part 012-0076- 
00. 


15. Three-inch screw- 
driver 


Three-inch shaft; 3/32-inch 
bit. 


Used to adjust variable re- 
sistors. 


a. Xcelite R-3323. 


16. Low-capacitance 
screwdriver 


1-1/2-inch shaft. 


Used to adjust variable capa- 
citors. 


a. Tektronix Part 003-0000- 
00, 
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INDEX TO PERFORMANCE CHECK AND 
ADJUSTMENT PROCEDURE 

PAGE 



A. TRIGGERING 5-5 

1. Adjust Trigger DC Balance (R77) 5-5 

2. Adjust External Trigger DC Balance (R49) 5-6 

V 3. Adjust External Trigger Input Compensation 

(CIO and C24) 5-6 

V 4. Adjust Internal Trigger Sensitivity, DC 

Coupled (R151) 5-6 

s/ 5. Check External Trigger Sensitivity 5-7 

\/ 6. Check Trigger Level Control Range 5-8 

yj 7. Check Line Source Trigger 5-8 

B. EVENTS COUNT 5-9 

1. Check Events Count Readout 5-9 

V 2. Check Events Start Trigger Sensitivity 5-9 

V 3. Check Events Start Trigger Level Range 5-10 

V 4. Adjust Recycle Timing (C589) 5-10 

V 5. Check Maximum Recycle Time 5-1 1 

6. Adjust Arming TD Bia$(R161) 5-11 

V 7. Check Events Count 5-11 

C. OUTPUT SIGNALS 5-13 

1. Check Front-Panel Delay Interval Output 5-13 

V 2. Check Delay Interval Outputs to Mainframe. . . .5-14 

yj 3. Check Front-Panel Delayed Trigger Output . . . .5-14 

yj 4. Check Delayed Trigger and Delay Interval 

Coincidence 5-15 

5. Check B Sweep Delay Mode Operation 5-15 



PRELIMINARY PROCEDURE 
NOTE 

The performance of this instrument can be 
checked at any ambient temperature from 
Ct fo +5(f C unless otherwise stated. Adjust- 
ments must be performed at an ambient 
temperature from +2Ct to +3(f C for spe- 
cified accuracies. 



1. Remove both side covers from the 7D10. Set the internal 
Z-Axis Blanking switch S669 to the Non-Intensified (for- 
ward) position. See the Adjustment Locations pullout 
pages for the switch location. 

2. Install the 7D10 in the indicator mainframe according to 
the Set-Up instructions preceding the procedure to be 
performed. 

NOTE 

Titles for external controls and connectors of 
this instrument are capitaliaed in this procedure 
(e.g., DELAY EVENTS). Internal switches and 
adjustments are inidai capitalized only (e.g.. 

Delay Time Mode). 
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A. TRIGGERING 



Equipment Required 






1. Indicator mainframe 


8 . 


10X attenuator 


2. Dual-trace, wide-band vertical amplifier unit 


9. 


50-ohm termination 


3. Time-base unit 


10, 


Input RC normalizer 


4. Low-frequency signal generator 


11. 


Three-inch screwdriver 


5. 10X probe 


12 . 


Low-capacitance screwdriver 


6. Flexible plug-in extender 






7. Square-wave generator 







BEFORE YOU 8F.GIN, see LQ^TiOMS in the Diagrams and Circuit Board Illustrations section. 



Setup 

In the indicator mainframe, install the vertical amplifier 
unit in either vertical compartment and a time-base unit in 
the B horizontal compartment. Place the 7D 10 on the plug- 
in extender, and plug the extender into the A horizontal 
compartment. Set the 7D10 controls as follows: 

TRIGGER 

SLOPE + 

LEVEL 0 

COUPLING. . . AC 
SOURCE INT 

EVENTS START 
TRIGGER 

SLOPE - 

LEVEL 0 

B SWEEP 

DELAY MODE. . .INDEPENDENT 

A1. ADJUST TRIGGER DC BALANCE (R77) 

a. Set the indicator mainframe to display the time-base 
and the amplifier units. 

h. Set the amplifier unit for dual-trace operation in the 
alternate mode with the trigger source from channel 1 . 

c. Set the time-base unit for a free-running sweep rate at 
to microseconds/divislon. 



d. Connect the iow-frequency signal generator to chan- 
nel 1 of the amplifier unit and to the 7D10 E XT TRIG 
IN connector. 



e. Set the signal generator and channel 1 of the amplifier 
unit for a O.B-division display of a 50-kilohertz signal, 
vertically centered on the graticule. Do not change the 
vertical position of the display for the remainder of 
step At, 

f. Set the indicator mainframe trigger source for vertical 
mode. 

g. Connect a 10X probe to channel 2 of the amplifier 
unit, Set the channel 2 deflection factor for 20 milli- 
volts/division (200 millivolts/dlvision at probe tip) and 
dc input coupling. 

h. Connect the probe tip to TP 130 on the Trigger 
board. 



i. Set the TRIGGER LEVEL control for a TP 130 wave- 
form with approximately equal positive and negative 
half cycles (50% duty cycle). 

j. Set the 7D10 TRIGGER SLOPE switch to If 
necessary, compromise the setting of the 7D10 TRIG- 
GER LEVEL control for a TP 130 waveform with 



@ 
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approximately equal positive and negative half cycles in 
the + and — positions of the TRIGGER SLOPE switch. 
Do not change the setting of the TRIGGER LEVEL 
control for the remainder of step A1. 



NOTE 

When the conditions given In pert ip ere met. 
thedoton the TRIGGER LEVEL knob 
should be eligned with theOon dte front 
penel. If not, loosen dte setscrew end reposi- 
tion the knob. 



k. Set the 7010 COUPLING switch to DC. 



I. Check the waveform at TP 130 for approximately 
equal positive and negative half cycles. 



m. AOJUST-R77 (Trigger DC Balance) for a TP 130 
waveform with approximately equal positive and nega- 
tive half cycles. 



A2. ADJUST EXTERNAL TRIGGER DC BALANCE 
(R49) 

a. Set the 7D10 SOURCE switch to EXT. 



b. Check the waveform at TP 130 for approximately 
equal positive and negative half cycles. 



c. AOJUST-R49 (External Trigger DC Balance) fora 
display with approximauly equal positive and negative 
half cycles. 



d. Disconnect all test equipment. Leave the 10X probe 
connected to channel 2 of the amplifier unit. 

yj A3. ADJUST EXTERNAL TRIGGER INPUT COMPEN- 
SATION (CIO and C24) 

a. Connect the probe tip to TP 41. Set the amplifier 
unit channel 2 deflection factor for 10 millivolts/division 
(100 millivolts/division at probe tip) and trigger source 
for mode. 



b. Set the amplifier unit channel 1 deflection factor for 
0.1 volt/division and connect the high-amplitude output 
of the square-wave generator to channel 1 through a 10X 
attenuator and RC normaliter. 



c. Set the time-base unit for auto, internal triggering at a 
sweep rate of 500 microseconds/division. 



d. Set the square-wave generator for a 5-division display 
(0.5 volt) at a 1-kilohertz repetition rate. 



e. Disconnect the square-wave generator from the am- 
plifier unit and connect it to the 7D10 EXT TRIG IN 
connector through the 10X attenuator, 50-ohm termina- 
tion, and RC normalizer. 

f. Set the indicator mainframe to display channel 2. 

V 0- CHECK-Dispiayed square wave for a flat top and an 
optimum square front comer. 

h. ADJUST— C24 (External Trigger Input Compensa- 
tion) for optimum square front corner. 

I. Set the 7D10SOURCE switch to EXT^IO. 



Remove d>e 10X attenuator from the si^^al connec- 
tion to tf»e 7D10 EXT TR IG IN connector. 

\J k. CHECK— Displayed square wave for a flat top and an 
optimum square front comer. Disregard the spike on the 
leading edge of the displayed square wave. 

l. ADJUST -CIO (on TRIGGER SOURCE switch) for 
an optimum square corner on the displayed square wave. 
Disregard the spike on the leading edge of the displayed 
square wave. 

m. Disconnect all test equipment. 



yj A4. ADJUST INTERNAL TRIGGER SENSITIVITY, DC 
COUPLED (R151) 

a. Set the 7D10 SOURCE switch to INT. 



b. Connect the low-frequency signal generator to the 
amplifier unit input. Set the indicator mainframe to dis- 
play the amplifier unit. 



v^erformanee Requirenwnt cheek;tM introductory information. 
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c. Connect the DLY'D TRIG OUT connector to the 
time-base unit external trigger input 

d. Connect a 4-volt, 1-kilohertz calibrator si^al from 
the indicator mainframe to the EVENTS START TRIG 
IN connector. 

e. Set the time-base unit for p-p auto, external trigger- 
ing at a sweep rate of 10 milliseconds/division. 



f. Set the amplifier unit deflection factor and the signal 
generator for a 0.3-division display at 30 hertz. (A 0.3- 
division display amplitude can easily be obtained by set- 
ting the display for 3 divisions and increasing the deflec- 
tion factor ten times.) 



g. Set the indicator mainframe to select the amplifier 
unit as the internal trigger source for the 7D10. 



h. Set the 7010 TRIGGER LEVEL control to light the 
TRIG'D indicator. Set the EVENTS START TRIGGER 
LEVEL CONTROL for a stable display. 



yj \. CHECK— For a stable display in the + and — positions 
of the 7D10 TRIGGER SLOPE switch (it might be 
necessary to reset the 7010 TRIGGER LEVEL control 
for a stable display). 



V \. CHECK-Display stability for each condition in Table 
5-2 at the + and then the — position of the 7010 TRIG- 
GER SLOPE switch. It might be necessary to reset the 
7010 TRIGGER LEVEL control to obtain a stable 
display after changing the coupling or 7010 TRIGGER 
SLOPE switch setting. Set the time-base unit swefep rate 
for optimum viewing of the display. 



TABLE 5-2 

Low-Frequency Internal Trigger Sensitivity Checks 



k. Disconnect the low-frequency signal generator and 
connect the medium-frequency signal generator to the 
amplifier unit. 

V I. CHECK-For a stable display for each condition in 
Table 5-3 at the + and then the — TRIGGER SLOPE 
switch positions. Reset the TRIGGER LEVEL control 
as necessary to light the TRIG'D indicator and obtain a 
stable display. Set the time-base unit sweep rate for 
optimum viewing of the display. 



TABLE S-3 

Medium-Frequency Internal Trigger Sensitivity Checks 



7010 

COUPLING 


Generator 

Frequency 


Display 

Amplitude 


AC 


10 megahertz 


0.3 division 


AC LF REJ 


10 megahertz 


0.3 division 


DC 


10 megahertz 


0.3 division 


AC 


so megahertz 


1.0 division 


AC LF REJ 


50 megahertz 


1.0 division 


DC 


50 megahertz 


1.0 division 



m. ADJUST-lf necessary, adjust R151 (Sweep Start 
TO Bias), for a stable display of the 50-megahertz signal. 



n. Disconnect all test equipment (leave DLY'D TRIG 
OUT connected to the time-base unit for the next step). 



n/ A5. check EXTERNAL TRIGGER SENSITIVITY 

a. Set the 7010 SOURCE switch to EXT. 

b. Connect the low-frequency signal generator to the 
amplifier unit input and to the 7010 EXT TRIG IN 
connector. 



7010 

COUPLING 


Generator 

Frequency 


Display 

Amplitude 


Stable g Set the time-base unit for a 10 milliseconds/division 

Display sweeo rate. 


AC 


30 hertz 


0.3 division 


yes 


AC HF REJ 


30 heru 


0.3 division 


yes d. Set the amplifier unit for a calibrated deflection fac- 


DC 


30 hertz 


0.3 division 


ygj tor of bO millivolts/division. 


AC LF REJ 


120 hertz 


3 division 


no 


AC LF REJ 


30 kilohertz 


0.3 division ^ 


Y®* p Spt the signal generator for a 3-division disolav (150 


ACHF REJ 


50 kilohertz 


0.3 division 


yes millivolts) at 30 hertz. 



^yp•rfo^nane• Requirement cheek: see introductory information. 
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f. Setthe 7D10TRIGGER LEVELcontrol toli#itthe c. Connect the low-frequency s'Of'at generator to the 

TRIG'D indicator. Set the EVENTS START TRIGGER EXT TRIG IN connector and to the amplifier unit 

LEVEL control for a stable display. input. 



yj g. CHECK-Stable display can be obtained widt the 
TRIGGER SLOPE control set to dte + and then the - 
position (resetting the TRIGGER LEVEL control might 
be required). 

\J h. CHECK— For a stable display for each condition in 
Table 54 at the + and then the — position of the TRIG- 
GER SLOPE switch. It might be necessary to reset the 
7010 TRIGGER LEVEL control to obtain a stable dis- 
play. Set the time-base unit sweep rate for optimum 
viewing of the display. 



TABLE 5-4 

Low-Frequency External Trigger Sensitivity Checks 



7D10 

COUPLING 


Generator 

Frequency 


Sine-Wave 

Amplitude 


AC 


1 30 hertz 


150 millivolts 


AC HF REJ 


30 hertz 


150 millivolts 


DC 


30 hertz 


150 millivolts 


AC LF REJ 


150 kilohertz 


150 millivolts 


AC HF REJ 


50 kilohertz 


150 millivolts 



i. Disconnect the low-frequency si^al generator. Con- 
nect the medium- frequency signal generator to the am- 
plifier unit input and to the EXT TRIG IN connector. 

\/ j. CHECK— For a stable display for eadi condition in 
Table 5-5 at the * and then the — TRIGGER SLOPE 
switch positions. Reset the 7D10 TRIGGER LEVEL 
control as necessary for a stable display. Set the time- 
base unit sweep rate for optimum viewing of the display. 

k. Disconnect the medium-frequency signal generator. 
Retain the connection between the 7D10 and the time- 
base unit for the next step. 

V A6. CHECK TRIGGER LEVEL CONTROL RANGE 

a. Set the 7D10 COUPLING switch to AC. 

b. Set the amplifier unit for a calibrated deflection factor 
of 0.5 voit/division and the time-base unit for a sweep 
rate of 10 microseconds/division. 



d. Set the signal generator for a 7-division display (3.5 
volts, peak-to-peak) at 50 kilohertz. 

yj e. CHECK-Turn the 7D10 TRIGGER LEVEL control 
throughout its range and check that the delay can be 
triggered at any point on the positive-going slope of the 
waveform. Set the 7D10 TRIGGER SLOPE switch to — 
and repeat this check for the negative-going slope of the 
waveform (TRIGGER LEVEL range, at least •••1.75 volts 
to —1.75 volts). 

f. Disconnect all test equipment. Retain the connection 
between the 7D10 and the time-base unit for the next 
step. 

yj A7. CHECK LINE SOURCE TRIGGER 

a. Set the 7D10 SOURCE switch to LINE. 



b. Set the time-base unit for a sweep rate of 5 milli- 
seconds/division and the amplifier unit for a deflection 
factor of 5 or 10 volts/division. 



c. Connect a 10X probe to the amplifier unit input. 
Connect the probe tip to a line-voltage source. 

yj d. CHECK-Set the 7D10 TRIGGER LEVEL control to 
light the TRIG’D indicator and check for a stable display. 



e. Disconnect the 1 0X probe. 



TABLE 5-5 

Medium-Frequency External Trigger Sensitivity Checks 



7D10 

COUPLING 


Generator 

Frequency 


Sine-Wave 

Amplitude 


AC 


10 megahertz 


ISO millivolts 


AC LF REJ 


10 megahertz 


150 millivolts 


DC 


10 megahertz 


150 millivolts 


DC 


50 megahertz 


500 millivolts 


AC LF REJ 


50 megahertz 


500 millivolts 


AC 


50 megahertz 


500 millivolts 



v/Performanca Raquiramant check; sat introduetery information. 
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B. EVENTS COUNT 



Equipment Required 

1. Indicator mainframe 

2. Dual-trace wide band vertical amplifier unit 

3. Time-base unit 

4. Flexible pluy-in extender 

5. Square-wave generator 

6. 10X probe 



7. Low-capacitance screwdriver 

8. Three-inch screwdriver 

9. Medium-frequency signal generator 
10. Low-frequency signal generator 



BEFORE YOU BFGIN. see 






in the Diagrams and Circuit Board Illustrations section. 



Set-Up 

In the indicator mainframe, install the dual-trace vertical 
amplifier unit in either vertical compartment and a time- 
base unit in the B horizontal compartment. Place the 7010 
on the plug-in extender and plug the extender into the re- 
mair>ing vertical compartment. Set the 7D10 controls as 
follows; 

TRIGGER 

SLOPE 

LEVEL 0 

COUPLING AC 

SOURCE EXT 

EVENTS START 
TRIGGER 

SLOPE - 

LEVEL 0 

B SWEEP 

DELAY MODE. . . .INDEPENDENT 



B1. CHECK EVENTS COUNT READOUT 

a. Press the 7D10 RESET button. 



b. Check for an events count readout of 0000001 in the 
upper left portion of the crt. 

c. Check that the events count readout ir^creases when 
the DELAY EVENTS control is turned clockwise and 
decreases when turned counterclockwise. 



V B2. CHECK EVENTS START TRIGGER SENSITIVITY 

a. Set the indicator mainframe to display the amplifier 
and time-base units. 

b. Set the amplifier unit for dual-trace operation in the 
chopped mode. 

c. Connect a 10X probe to channel 1 of the amplifier 
unit. Check the probe compensation. Set channel 1 for 
a deflection factor of 50 millivolts/division <500 milli- 
volts/divlsion at probe tipi. 

d. Connect the probe tip to TP 638. 



e. Connect the medium-frequency signal generator to 
the EVENTS START TRIG IN connector and to chan- 
nel 2 of the amplifier unit. 

f. Set the sic^al generator for a 100-millivolt output at 
2 megahertz. 

g. Set the time-base unit for auto, internal triggering at 
a 500 nanoscconds/division sweep rate. 



y/ h. CHECK-That a display of the (rigger-circuit output 
can be obtained with the EVENTS START TRIGGER 
LEVEL control set at or near zero (midrange) in both 
positions of the EVENTS START TRIGGER SLOPE 
switch. 



s./P«rfofmance Requirement cheek; see introductory information, 
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NOTE 

When the conditions given in part (h\ are met. 
the dot on the EVENTS START TRIGGER 
LEVEL knob should be aiigned with the 0 on 
the front panel, ffnot, ioosen Hte setscrew and 
reposition the knob. 



I. Disconnect the mediunvfrequency signal generator 
and connect the low-frequency signal generator to the 
EVENTS START TRIG IN connector and to channel 2 
of the amplifier unit. 



j. Set the low-frequency signal generator for a 100- 
millivolt output at 30 hertz. Set ^e time-base unit for a 
10 milliseconds/division sweep rate. 

V k. CHECK-That a display of the trigger-circuit output 
can be obtained with the EVENTS START TRIGGER 
LEVEL control set at or near zero (midrange) in both 
positions of the EVENTS START TRIGGER SLOPE 
switch. 

V B3. CHECK EVENTS START TRIGGER LEVEL RANGE 

a. Set die low-frequency generator for a 6-volt output at 
60 kilohertz. 

b. Set the amplifier unit to select channel 1 as the 
trigger source for the time-base unit. 



c. Set the time-base unit for a 5 microseconds/division 
sweep rate and - slope triggering. 



d. Set the EVENTS START TRIGGER SLOPE switch 
to 



>/e. CHECK-Rottte the EVENTS START TRIGGER 
LEVEL control throughout its range and check that a 
stable display can be obtained at any point on the 
positive-going slope of the sine wave. Set the EVENTS 
START TRIGGER SLOPE switch to - and repeat this 
check for the negative-going slope of the sine wave 
(EVENTS START TRIGGER LEVEL range, at least +3 
volts to -3 volts). 

f. Disconnect all test equipment. Leave the 10X probe 
connected to channel 1 of the amplifier unit. 



V B4. ADJUST RECYCLE TIMING (C589) 

a. Set the EVENTS START TRIGGER SLOPE switch 
to +. 



b. Set the time-base unit for auto, internal triggering at 
a 1 mitlisecond/division sweep rate. 

c. Connect the fast-rise, positive-transition output of the 
square-wave generator to channel 2 of the amplifier unit. 
Set the amplifier unit channel 2 deflection factor for 
100 millivolts/division with dc input coupling. 



d. Set the square-wave generator for a 5-division display 
(500 millivolts) of a fast-rise square wave at a 1 mega- 
hertz repetition rate. 



e. Disconnect the generator from channel 2 of the 
amplifier unit and connect it to the 7D10 EXT TRIG IN 
and EVENTS START TRIG IN connectors. 



f. Set the amplifier unit to display channel 1. Set the 
channel 1 deflection factor for 200 millivolts/division 
(2 volts/division at probe tip). 

g. Set die time-base unit to trigger on the negative slope 
of the input signal at a sweep rate of 1 00 nanoseconds/ 
division. 

h. Set The 7D10 TRIGGER LEVEL control to light the 
TRIG'D indicator. 



i. Connect the probe tip to pin 4 of U589 on the Inter- 
face circuit board. 



j. Set the EVENTS START TRIGGER LEVEL control 
to obtain a square-wave display. 

V k. CHECK-Negative portion of displayed square wave 
for 4 divisions (400 nanoseconds) between the 50% 
amplitude points on the falling and rising portion. 

I. ADJUST -C589 (Recycle Timing) for a 4-division 
(4(X) nanoseconds) negative portion of the displayed 
square wave measured between the 50% amplitude 
points. 



^/WrfonitHtc* Raquirenwnt cheek; sea Introduetorv infonnelion. 
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m. Move probe to pin 4 of U598. 

V n. CHECK— Negative portion of displayed square wave 
for 3.1 to 3.2 divisions (310 to 320 nanoseconds) be- 
tween the 50% amplitude points on the falling and rising 
portion. 



0 . ADJUST— C598 (Recycle Timing) for a 3.1 to 3.2 
division (310 to 320 nanoseconds) negative portion of 
the displayed square wave measured between the 50% 
amplitude points. 

р. Disconnect all test equipment. 

V BS. CHECK MAXIMUM RECYCLE TIME 

a. Install the 7D10 in a vertical compartment and set 
the amplifier unit for single-channel operation. 

b. Set the indicator mainframe for a dual-trace vertical 
display in the alternate mode, with the 7D10 selected as 
the internal trigger source for the time-base unit. 

с. Connect the medium-frequency signal generator to 
the 7D10 EXT TRIG IN connector, EVENTS START 
TRIG IN connector, and to the amplifier unit. 

d. Set the signal generator for a 500-millivolt output at 
1.6 megahertz, 

e. Set the time-base unit for a 0.5 microsecond/division 
sweep rate. 

f, Set the DELAY EVENTS control for an events count 
readout of 0000001 by pressing the RESET button. 

g, Set the 7D10 TRIGGER SLOPE switch to + and the 
TRIGGER LEVEL control to light the TRIG'D 
indicator. 



h. Set the EVENTS START TRIGGER SLOPE switch 
to + and the EVENTS START TRIGGER LEVEL con- 
trol to obtain 1 count for each cycle of the signal 
generator waveform (indicated by a Pedestal Display of 
1 pulse per cycle of sine wave). 



i. Increase the generator frequency until 1 count is ob- 
tained for each 2 cycles of the sine wave. Reset the 
7D10 TRIGGER LEVEL control while increasing the 
generator frequency to readi the highest possible fre- 
quency before the 1 count for each 2 cycles of sine wave 
is obtained. 

\J j. CHECK-Output frequency of the generator for at 
least 2 megahertz (indicates recycle time of 500 nano- 
seconds or less). 

B6. ADJUST ARMING TD BIAS (R161) 

a. Decrease the frequency of the signal generator to 
obtain 1 count per cycle of sine wave. 

b. ADJUST— R161 (Arming TD Bias) counterclockwise 
until the trace becomes unstable, then clockwise for a 
stable display. 

c. Disconnect all test equipment. 

V B7. CHECK EVENTS COUNT 

a. Connect the marker output of the time-mark genera- 
tor to the amplifier unit and to the EXT TRIG IN 
connector. 

b. Connect the trigger output of the time-mark genera- 
tor to the EVENTS START TRIG IN connector. 



c. Set the time-mark generator for a 0.1-millisecond 
marker output. 

d. Set the time-base unit for auto, internal triggering at 
a 0.1 millisecond/division sweep rate. 



e. Set the DELAY EVENTS control (or an events count 
readout of 0000(X>2. 



f. Set the TRIGGER LEVEL control to light the 
TRIG'D indicator. 



g. Set the EVENTS START TRIGGER LEVEL control 
for a stable display. 



•yperformance Raquirament cheek; see introduciory information. 
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Figure 6-t. Simulated waveforms for cheeking Events Count. 



V h. CHECK— That the positive portions of the Pedestal >/ j. CHECK— That the width of the first positive portion 

Display (near the vertical center of the crt viewing area) of the Pedestal Display increases by 1 marker increments 

is coincident with the displayed markers as shown in corresponding to the events count readout. 

Figure 5-1. 

k. Disconnect the test equipment. 

i. Turn the DELAY EVENTS control clockwise to 
slowly increase the events count readout in 1 count 
increments. 



v/Perfoimance Requirament chech.-aea introductory information. 
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C. OUTPUT SIGNALS 



Equipment Required 

t. Indicator mainframe 5. 

2. Dual-trace widc-band vertical amplifier unit 6. 

3. Time-base unit 7. 

4. Time-mark generator 



50-ohm 8NC cable {two required, must be equal length) 
50-ohm BNC termination (two required} 
Medium-frequency signal generator 



BEFORE YOU BEGIN, see . AMWTMCMTLOf^iiTIOlK - in the Diagrams and Circuit Board Illustrations section. 



Set-Up 

In the indicator mainframe, install the 7DtO and wide band 
vertical amplifier unit in the vertical plug-in compartments. 
Install the time-base unit in the B horizontal plug-in com- 
partment. Set the 7OI0controls as follows: 

TRIGGER 

SLOPE + 

LEVEL 0 

COUPLING. . . AC 
SOURCE EXT 

EVENTS START 
TRIGGER 

SLOPE - 

LEVEL 0 

B SWEEP 

DELAY MODE. . . .INDEPENDENT 



V Cl. CHECK FRONT-PANEL DELAY INTERVAL OUT- 
PUT 

a. Connect the trigger output of the time-mark generator 
to the 7010 EXT TRIG IN connector and the marker 
output to the EVENTS START TRIG IN connector. 



b. Set the time-mark generator for a 50-nanosecond 
marker and SO nanosecor'd trigger output. 



c. Connect the DLY INTERVAL OUT connector to the 
amplifier unit input. 



d. Set the amplifier unit for a calibrated deflection 
factor of 0.5 volt/division. 



e. Set the indicator mainframe to select the amplifier 
unit for display and as the internal trigger source for the 
time- base unit. 



f. Set the time-base unit for auto, internal, positive- 
slope triggering at a sweep rate of 20 nanoseconds/ 
division. 



g. Set the 7D10 TRIGGER LEVEL control to light the 
TRIC'D indicator. 



h. Set the time-base unit trigger level and 7D10 EVENT 
START TRIGGER LEVEL controls to obtain a stable 
display. 

s/ i. CHECK— Displayed pulse amplitude for at least 2 
divisions {delay interval pulse amplitude is at least ! volt 
into 50-ohm load). 



j. Set the DELAY EVENTS control for an events count 
readout of 0000002. 



k. Set the time-base unit for a sweep rate of 200 nano- 
seconds/division. 



I. Set the EVENTS START TRIGGER LEVEL control 
to obtain a pulse display. 

yj m. CHECK-Oisplayed waveform for Sdivisions between 
the 50% amplitude points on the rising and falling por- 
tion (DLY INTERVAL OUT signal equal to generated 
events delay within 30 nanoseconds; 1 microsecorrd 
within 30 nanoseconds). 



s/Performanct Requirement check; see Introductgry informstnn. 
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n. Set the amplifier unit deflection factor to obtain a 
display amplitude of 5 or 6 divisions. 

0 . Set the time-base unit to start the sweep prior to the 
rising portion of the waveform at a sweep rate of 2 nano- 
seconds/division. 

>/ p. CHECK— Displayed waveform for 2.5 divisions or less 
between the 10% and 90% amplitude points (rise time 
into 50 ohms, 5 nanoseconds or less). 

q. Set the time-base unit to start the sweep prior to the 
falling portion of the waveform. 

yj r. CHECK— Displayed waveform for 2.5 divisions or less 
between the 90% and 10% amplitude points (fall time 
into 50 ohms, 5 nanoseconds or less). 

V C2. CHECK DELAY INTERVAL OUTPUTS TO MAIN- 
FRAME 

a. Set the indicator mainframe for a dual-trace vertical 
display in the chopped mode. 

b. Set the time-mark generator for 1-millisecond 
markers. 

c. Set the time-base unit for auto, internal triggering at 
a 0.5 miliisecond/division sweep rate. 

>/ d. CHECK-For a Pedestal Display (fixed near the center 
of the crt viewing area) and the DLY INTERVAL OUT 
waveform. 

e. Set S669 (Z-Axi$ Blanking) to the Intensified (rear) 
position (see Adjustment Locations pullout page). 

f. Check that the DELAY EVENTS control is sat for an 
events count readout of 0000002. 

yj g. CHECK-That the crt display is blanked out during 
the delay inten/al (blanking occurs during the positive 
portion of the displayed waveforms). 

h. Disconnect all cables. 

1. Set S669 (Z-Axis Blanking) to the Non-Intensified 
(forward) position. 



s/Performarwt Requirement check; see introductory information. 



V C3. CHECK FRONT-PANEL DELAYED TRIGGER 
OUTPUT 

a. Connect tite marker output of the time-mark genera- 
tor to the 7010 EXT TRIG IN connector. 

b. Connect the medium-frequency signal generator to 
the EVENTS START TRIG IN connector. 

c. Connect the DLY'D TRIG OUT connector to the 
amplifier unit input 

d. Set the time-mark generator for 1-microsecond 
markers. 

e. Set the medium-frequer>cy signal generator for a 10- 
megahertz, 5-volt output 

f. Set the time-base unit for a t microsecond/division 
sweep rate. 

g. Set tile indicator mainframe to select the 7D10 as the 
internal trigger source for the time-base unit 

h. Set the 7D10 TRIGGER LEVEL to light the TRIC'D 
indicator and the EVENTS START TRIGGER LEVEL 
for a stable display. 

i. Push the RESET button andcheck for 1 pulse/dtvision. 

V j. CHECK— Display for 1 pulse per 1 through lOdivisions 
as the event count readout is increased incrementally in 
decade steps according to Table 5-6. 

k. Disconnect the test equipment 



TABLE 5-6 

Front-Panel Delayed Trigger Output Check 



Events Count 
Readout 


Tima Base 
Unit Sweep 
Rate 


Display 


0000001 through 0000010 


1 ps/div 1 


1 pulse/1-10 div 


000001 1 tiirough 0000100 


lO^ts/div I 


1 pulse/1-10 div 


0000101 through 0001000 


100 ^/div 


1 pulse/1-10div 


0001001 through 0010000 


1 ms/div 


1 pulse/1-10div 


0010001 through 0100000 


10 ms/div 


1 pul$e/1-10div 


0100001 through 1000000 


0.1 s/div 


1 pulse/1-10 div 


1000001 through 10000000 


1 $/div 


1 pulse/1-10 div 
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s/ C4. CHECK DELAYED TRIGGER AND DELAY INTER- 
VAL COINCIDENCE 

a. Connect the time-mark generator marker output to 
the 7D10EXTTRIG IN connector and the trigger out- 
put to the EVENTS START TRIG IN connector. 



b. Set the DELAY EVENTS control for an events count 
readout of 0000001. 



c. Connect the DLY'O TRIG OUT connector to channel 
1 of the amplifier unit and the DLY INTERVAL OUT 
connector to channel 2 with two equal-length 50-ohm 
BNC cables. 



d. Set the indicator mainframe to select the amplifier 
unit as the internal trigger source. 

e. Set the amplifier unit for chopped operation. Select 
the Delay-Interval channel as the internal trigger source. 
Set the deflection factors for 6-division displays. Verti- 
cally center both waveforms. 

f. Set the time-base unit to trigger on the falling portion 
of the Delay Interval waveform at a magnified sweep 
rate of 2 nanoseconds/division {use a basic sweep rate of 
20 nanoseconds/division, magnified 10 times with XI 0 
magnifier or delayed sweep to obtain 2 nanoseconds/ 
division). 



V g. CHECK— Display for not more than 1 division be- 
tween the rising portion of the Delayed Trigger wave- 
form and the falling portion of the Delay Interval 
waveform, as measured at the 50% amplitude points 
(rising edge of Delayed Trigger waveform is coincident 
with the falling edge of the Delay Interval waveform 
within 2 nanoseconds). See Figure 5-2. 

h. Disconnect the test equipment. 

C5. CHECK B SWEEP DELAY MODE OPERATION 

8. Install ^e 7D10 in the A horizontal compartment of 
the indicator mainframe. 

b. Connect the marker output of the time-mark gener- 
ator, through the BNC T connector, to the amplifier 
unit input. 

c. Connect the time-marker output from the BNC T 
connector to the 7D10 EXT TRIG IN connector. 



d. Connect the time-mark generator trigger output to 
the EVENTS START TRIG IN connector. 



e. Set die time-mark generator for 1-microsecond 
markers. 




Figura 6-2. Simulated waveforms for eheefcirvg Delay Interval and Delayed Trigger CoinckJerKW. 
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f. Set the amplifier unit to display the time markers j. Set the 7D10 B SWEEP DELAY MODE switch to 

(single-channel operation). Select the displayed channel B TRIGGERABLE AFTER DELAY, 

as the internal trigger source for the time-base unit 



g. Set tire DELAY EVENTS control for an events count 
readout of 0000500. 



h. Set the B SWEEP DELAY MODE switch to 
B STARTS AFTER DELAY. 



i. CHECK-That the displayed markers dim, (if neces- 
sary, set the 7D10 TRIGGER LEVEL and EVENTS 
START TRIGGER LEVEL controls for a stable display) 
Turn the time-base unit trigger level throughout Its 
range and check the marker display for no change. 



k. CHECK-That the displayed markers dim. Turn the 
time-base unit trigger slope throughout its range and 
check that the sweep can be triggered on the positive- 
going slope of the displayed markers. 



I. Disconnect all test equipment and remove the plug-in 
units from the indicator mainframe. 



This completes ^e Performance Check and Adjustment 
procedure for the 7D10. 



s/Perfonnanca Requiraiiwnt cheek; ne Introduetoiy information. 
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SMtIon 6— 7D10 

REPLACEABLE 
ELECTRICAL PARTS 



PARTS ORDERING INFORMATION 



Repl«c«m»nt parts ar« available Iromorthrougti your local Tektronix, Inc. Field OHIce 
or represenlallve. 

Cttanges to Tektronix instruments are sometimes made to accommodate Improved 
components as they become available, and to give you the benefit of the latest circuit 
Improvements developed In our engineering department. It Is therefore Important, when 
ordering parts, to Include the following Information in your order Part number. Instrument 
type or number, serial number, and modification number If applicable. 

If a part you have ordered has been replaced with a r>ew or Improved part, your local 
Tektronix. Inc. Field Office or representative will contact you concerning any change in part 
number. 

Change Information, if any, is located at the rear of this manual. 



SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 
OOX Part removed after this serial number 



ITEM NAME 

In the Parts List, an Item Name is separated from the description by a colon {:). 
Because of space limitations, an Hem Name may sometimes appear as incomplete. For 
further Item Name identification, the U.S. Federal Cataloging Handbook ht6-1 can be 
utilized where possible. 



ABBREVIATIONS 



ACTR 


ACTUATOR 


PLSTC 


PLASTIC 


ASSY 


ASSEMBLY 


OT2 


OUARTZ 


CAP 


CAPACITOR 


RECP 


RECEPTACLE 


CER 


CERAMIC 


RES 


RESISTOR 


CKT 


CIRCUIT 


RF 


RADIO FREQUENCY 


COMP 


COMPOSITION 


SEL 


SELECTED 


CONN 


CONNECTOR 


SEMICOND 


SEMICONDUCTOR 


ELCTLT 


ELECTROLYTIC 


SENS 


SENSITIVE 


ELEC 


ELECTRICAL 


VAR 


VARIABLE 


INCAND 


INCANDESCENT 


WVV 


WIREWOUND 


LED 


LIGHT EMITTING DIODE 


XFMR 


TRANSFORMER 


NONWIR 


NON WIREWOUND 


XTAL 


CRYSTAL 
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Mfr. Code 



00053 

01121 

01295 



02735 

03508 

03077 

04222 

04713 

07263 

07910 

00006 

12637 

18324 

20400 

56209 

71400 

71590 

72982 

75042 

78488 

79727 

80009 

80740 

01073 

81483 

86684 

90201 

91637 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Manufacturer 



Address 



City. State. Zip 



SANQAHO ELBCnUC CO.. S. CUOLIHX DIV. 
ALLEN-BRADLEY COMPANY 
TEXAS INSTfRMEMTS , INC.. SEMICONDOCTOR 
CRWP 

KA COAPOitAnOH, SOLID STATE DtVISIOH 
CEHERAL ELECTAIC COMPANY, SZMI-COHDOCTOR 
PXODOCTB DEPARlMBn 
TMMSITKUl ELZCTRONZC CORPOAATiaH 
AVX CEBAMICS., DIVISION GT AVX CORP. 
HOTOROZA, me., SmCOHDOCTOR PROO. DIV. 
rAIROIILD SEMICCMDOCTOR, A DIV. OP 
FAIRCHILD CAMERA AND INSTRUMENT CORP. 
lELEDYNE 8BUCONDOCTOR 
GENERAL EIECTRIC CO.. MINIATORE 
LAMP PRCOOCTS DEPARTKENT 
FLEET PftOOOCTS COMPANY. INC. 

SIGNETICS CORP. 

HEHLETT>PAaCARD CD. , CORPORATE HQ. 
SPRAGUE ELECTRIC CO. 

BUSSHAN MFG., DtVISIGM OF HCGRAM 
SISON CO. 

CENTRAZAB EUCIROHICS, DIV. CN 
GLOHE-UNION, INC. 

ERIE TBOIROLOGtCAL PRCCUCTS. INC. 
not EIECTRONIC CCMPOHEMTS , IRC FIXB) 
RESISTORS, PHILADELPHIA DIVISIOI 
STACKPOLE CARBON CO. 

CONTIHENTAL-VriRT ELECTRONICS CORP. 
TOTROHIX, INC. 

BECniAH INSTRUMENTS, INC. 

GRAYHILL. INC. 

INTERNATIONAL RECTIFIER CtNlF. 

RCA CORP., ELECTRONIC COMPWENTS 
MAUORY CAPACITOR CO., DIV. OF 
P. R. MALLORY CO., INC. 

DALE ELECTRCMICS , INC. 



P 0 BOX 128 

1201 2ND STREET SOOTH 

P 0 BOX 5012, 13500 N CENTRAL 

EXPRESSWAY 

ROOTS 202 

ELECTRONICS PARE 
168 ALBION STREET 
P 0 BOX 867, 19TS AVE. SOUTH 
5005 B KCOOHELL RD,PO BOX 20923 

464 ELLIS STREET 
12515 CHAD RON AVE. 

HELA PARR 

1920 B POMONA STREET 
Oil B. ARQOES 
1501 PAGE HILL RD. 



2536 W. UNIVERSITY ST. 

5757 N. GREEN BAY AVE. 
644 H. 12TH ST. 

401 N. BROAD ST. 



P. 0. BOX 500 
2500 HARBOR BlVD. 

561 HILLGROVE AVE. 

9220 SUNSET BlVD. 

415 S. STS ST. 

3029 E. WASHINGTON ST. 
P. 0. BOX 609 



PICKENS, SC 29671 
KIUIAORSE, MI 53204 



DALLAS, TX 75222 
8CHERVILLE, NY 08876 

SYRACUSE, NY 13201 
NAKVIELD, KA 01880 
HURTLE BEAOt, SC 29577 
PROBIIX, AZ 85036 

MOUNTAIN VIEW, CA 94042 
RAMTSORNE, CA 90250 

CLEVELAND, OR 44112 
SANTA ANA, CA 92705 
SUNNYVALE, CA 94086 
PALO ALTO, CA 94304 
NORTH ADAMS, MA 01247 

ST. LOUIS, MO 63107 

HItNAUKEE, W1 53201 
ERIE, PA 16512 

PHILADELraiA, PA 19108 
ST. MARYS, PA 1SBS7 
WARMINSTER, PA 18974 
BEAVERTim, OR 97005 
FULLERTW, CA 92634 
LA GRANGE, IL 60525 
LOS ANGELES, CA 90069 
HARRISON, NJ 07029 

INDIANAPOLIS, IN 46206 
COLUMBUS, NB 68601 
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Ckt No. 


Tektronix Serial/Model No. 
Part No. Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A1 


670-1221-02 




OCT CARD ASSYtSOURCE SWITCH 


80009 


670-1221-02 


A2 


670-1222-02 




OCT CAEtO ASSYrCOUPLIHS SWITCH 


80009 


670-1222-02 


A3 


670-2156-00 




CKT CARD ASSY:TR1GGER 


80009 


670-2156-00 


A4 


670-2150-03 BOlOlOO 


B019999 


CKT BOARD ASSYiItrrERFACE 


80009 


670-2150-03 


A4 


670-2150-05 B020000 




CKT BOARD ASSY INTERFACE 


80009 


670-2150-05 


A7 


670-2151-03 




CKT BOARD ASSY: LOGIC 


80009 


670-2151-03 


A6 


670-2148-00 




CKT CARD ASSY:B SHEEP DELAY HOOE SWITCH 


80009 


670-2148-00 


C2 


283-0239-00 




CAP..FXD.CER DZi0.022UF,10%>SOV 


72982 


813H075HR5223K 


C6 


281-0661-00 




CAP.,FXD,CeR Dl:0.ePF,+/-0.1Pr,50OV 


72982 


301-000C0K0808B 


CIO 


281-0123-00 




CAP..VAR.CBR DIi5-25PF,100V 


72982 


518-0 OOAS-25 


a3 


281-0632-00 




CAP.,PXD.CER DI:35PF.1%,SOOV 


72982 


308-O0OC0GO350F 


C21 


283-0080-00 




CAP.,F1CD,CBR DIi0.022UF, *80-20%. 25V 


56289 


19C611 


C24 


281-0122-00 




CAP..VAR.CER Dli2.S-9PP.100V 


72982 


S18-OOQA2.S-9 


C32 


283-0000-00 




CAP.,FXD,CER DliO.OOlUF. *100-0%. SOOV 


72982 


831-S16E102P 


C38 


283-0000-00 




CAP..FXD.CER DliO.OOlUF. *100-0%, SOOV 


72982 


831-S16E102P 


C39 


281-0613-00 




CAP..FXD.CER DI:10PF.*/-lPF.200V 


72982 


374-OOlCOGOlOOF 


C41 


290-0523-00 




CAP. .FXD.ELCTLT:3.2Ur,20%,20V 


56289 


196D22SX002SHA1 


CS2 


283-0178-00 




CAP. .FXD.CER DtiO.lUF, *80-20%. lOOV 


72982 


B131N14S E 104Z 


C62 


281-0511-00 




CAP. .PXD.CER DI:22PP,*/-2.2PF.S00V 


72982 


301-O00C0G0220K 


C67 


281-0511-00 




CAP. .FXD.CER DIs22PP.*/-2.2PF,S00V 


72982 


3O1-OOOC0G0220K 


C75 


283-0080-00 




CAP. .FXD.CER DI:0.022UP. *80-20%. 2SV 


56289 


19C611 


C62 


283-0080-00 




CAP. .FXD.CER 01:0. 022UF, *80-20%, 25V 


56289 


19C611 


CS3 


283-0169-00 




CAP. .FXD.CER Dli0.022UF.10%.200V 


72982 


8131N22SX5R223K 


C84 


283-0080-00 




CAP. .FXD.CER DI:0.022UF, *80-20%. 25V 


56289 


19C611 


C86 


283-0080-00 




CAP. .FXD.CER D1:0.0220P. +80-20%. 25V 


56289 


19C611 


C87 


283-0194-00 




CAP., FXD.CER DI:4.7UF,20%,50V 


72982 


81S1H08065147SM 


C86 


283-0051-00 




CAP. .FXD.CER OI:0.0033nF.S%,100V 


72982 


8131N14S A 332J 


C92 


315-0101-00 




RES. ,FXD.Ca<PSH:100 0HM,S%. 0. 2SW 


01121 


CB1015 


C96 


283-0068-00 




CAP., FXD.CER OliO.OlUP ,+100-0%, SOOV 


56289 


19C241 


C102 


283-0633-00 




CAP. ,FXD, MICA D:77PF,1%,100V 


00853 


D151E770F0 


ao6 


283-0212-00 




CAP. .FXD.CER DI:2UF/20%,50V 


72982 


8141N064ZSU0205M 


C119 


281-0516-00 




CAP. .FXD.CER DI:39PF.*/-3.9PP,500V 


72982 


301-00OU2JO39OK 


C122 


283-0080-00 




CAP. .FXD.CER DI:0.022UF. *80-20%. 25V 


56289 


19C611 


C126 


283-0080-00 




CAP. .FXD.CER Dl!0.022UF, *80-20%. 2SV 


56289 


19C611 


C137 


290-0523-00 




CAP. .FXD.ELCTLT:2.2UF,20%.20V 


56289 


196D225X002SRA1 


C145 


281-0513-00 




CAP. .FXD.CER DI:27PF,*/-5.4PF,500V 


72982 


3O1-OOOP2GO270H 


ClSO 


290-0246-00 




CAP. .FXD,E1CTLT:3.3UF,10%,15V 


56289 


162D335X9015CD2 


a60 


290-0136-00 




CAP. ,FXO,ELCTLTi2.2UF,20%,20V 


56289 


162D22SX0020CD2 


cl 62 


281-0613-00 




CAP. .FXD.CER DI:10Pr,*/-lPF,200V 


72982 


374-OOlCOGOlOOF 


C166 


281-0513-00 




CAP. .FXD.CER DI:27Pr,*/-5.4PP,500V 


72982 


301-OO0P2G0270H 


C174 


281-0651-00 




CAP. .FXD.CER DI:47PF,S%.200V 


72982 


374-001T2H0470J 


C177 


290-0523-00 




CAP. ,FXD.EtCTLT:2.2Ur,20%,20V 


56289 


196D225X0025UA1 


C179 


283-0178-00 




CAP.. PXD.CER DI:0.1UF, *80-20%, lOOV 


72982 


8131H14S E 104Z 


C179 


283-0178-00 




CAP., FXD.CER Dli0.1UF,*80-20%.100V 


72982 


8131N145 E 104Z 


C1B2 


281-0518-00 




CAP. .FXD.CER Ol:47PF.*/-9.4PF,S00V 


72982 


301-000U2JO47CH 


CIBS 


290-0187-00 




CAP. ,FXD,BtCTLT:4.7UF,20%,35V 


56289 


150D475X0035B2 


C188 


290-0267-00 




CAP. ,rXD,ELCTLTilUF,20%,35V 


56289 


1620105X003 5CD2 


CSIO 


290-0530-00 




CAP. ,FXD,BLCTLT:6eUF,20%,6V 


90201 


TDC6B6H006NLF 


C517 


283-0178-00 




CAP. .FXD.CER DIiO.lUF, *80-20%, lOOV 


7298*2 


8131N145 E 104Z 


C524 


283-0178-00 




CAP. .FXD.CER DIiO.lUF, *80-20%, lOOV 


72982 


8131N145 E 104Z 


C628 


290-0523-00 




CAP. ,FXD.ELCTLTi2.2UF,20%,20V 


56289 


196D225X002SHA1 


CS34 


281-0523-00 




CAP. .PXD.CER DI:10OPF,*/-2OPF,S00V 


72982 


301-00OU2H0101H 


CS36 


283-0067-00 




CAP. .FXD.CER DliO.OOlUF, 10%, 200V 


72982 


835-515B102K 
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CS60 


281-0650-00 






CAP. ,PXD,CER DIslBPF, lot, 200V 


72982 


374-001COB0180K 


C563 


281-0638-00 






CAP. .FXO.CER OIs240PF,St,SOOV 


72982 


301000Z5D241J 


C56B 


283-0178-00 






CAP.,PXO,CER DI:0.lnF, +60-20%, lOOV 


72982 


8131N145 E 104Z 


C569 


281-0540-00 






CAP.,FXD,CER DI:51PF,5t,S00V 


72982 


301-00OU2J051OJ 


C581 


281-0525-00 






CAP.,FXO,CER Ol!470PF,+/-94PF,500V 


04222 


7001-1364 


CS86 


281-0525-00 






CAP.,FXO,CER DI:470PF,+/-94PP,500V 


04222 


7001-1364 


CS89 


281-0123-00 






CAP.,VAR,CER DI:S-25PF,100V 


72982 


518-OOOAS-25 


C591 


283-0635-00 






CAP. ,FXt>, MICA D:SlPF,lt,100V 


00853 


D151E510F0 


C596 


281-0580-00 






CAP.,FXD,CER DIi470PF,10t,500V 


04222 


7001-1374 


C59B 


281-0123-00 






CAP.,VAR,CER OIi5-25PF,lOOV 


72982 


518-OOOA5-25 


C601 


281-0523-00 






CAP. .FXO.CER OIsl0OPF,*/-20PF,5O0V 


72982 


3O1-000U2H0101M 


C604 


290-0523-00 






CAP . , FXD, ELCTLT : 2 . 2UF , 20% , 20V 


56289 


1960225X0025HA1 


C607 


290-0523-00 






CAP. ,FXD,GliCTLTs2.2UF,20%,3OV 


56289 


1960225X0025KA1 


C610 


263-0178-00 






CAP. .FXO.CER DI:0.1UF, +60-20%, lOOV 


72982 


8131H145 E 104Z 


C622 


283-0178-00 






CAP. .FXO.CER DIsO.lUF ,+80-20%, lOOV 


72982 


8131N14S E 104Z 


C626 


290-0523-00 






CAP . , FXD .etCTLT s 2 . 2UF , 20% , 20V 


56289 


196022SX002SHA1 


C627 


281-0592-00 






CAP. .FXO.CER Drs4.7PF,+/-0.5PF,500V 


72982 


301-023C0H0479O 


C639 


281-0651-00 






CAP. .FXO.CER D1:47PF,5%,200V 


72982 


374-001T2H0470J 


C656 


281-0540-00 






CAP. .FXO.CER DIsSlPF.St.SOOV 


72982 


301-0OOU2J0510J 


C668 


281-0504-00 






CAP., FXO.CER Dia0PF,+/-lPF,500V 


72982 


301-055COG0100F 


C725 


285-0862-00 






CAP. ,FXO,PLSTC:0.001,10%,100V 


56289 


410P10291 


C736 


281-0589-00 






CAP. .FXO.CER Dlsl70PF,5%,S00V 


72982 


301000Z50171J 


C751 


290-0526-00 






CAP. ,FXD,BLCTLT:6.eUF,20%,6V 


90201 


TDC68SM006EL 


C755 


283-0067-00 






CAP. .FXO.CER 01:0. OOlOF, 10%, 200V 


72982 


83S-51SB102X 


C838 


283-0076-00 






CAP. .FXO.CER OI:27PP,10%,500V 


56289 


40C287A2 


C968 


281-0543-00 






CAP. .FXO.CER OI:270PF,10%,500V 


72982 


301055X5P271K 


ClOOl 


283-0178-00 






CAP. .FXO.CER 01:0. lUF, +80-20%, lOOV 


72982 


8131N145 E 104Z 


C1002 


290-0527-00 






CAP. ,FXD,ELCTLT:15UF,20%,20V 


90201 


TDC156M020FL 


CIOM 


283-0178-00 






CAP. .FXO.CER OliO. lOF, +80-20%, lOOV 


72982 


8131H145 E 104Z 


C1005 


290-0527-00 






CAP ., FXD , ELCTLT: 1 5UF , 20% , 20V 


90201 


TOC156M020FL 


C1007 


203-0178-00 






CAP. .FXO.CER 01:0. lUF, +80-20%, lOOV 


72982 


8131N14S E 104Z 


C1008 


290-0530-00 






CAP. , FXD, ELCTLT :68UF, 20%, 6V 


90201 


TDC686M006HLF 


C1009 


283-0239-00 






CAP. .FXO.CER DI:0.022UF,10%,SOV 


72982 


813N075WRS223X 


ClOll 


290-0535-00 






CAP. ,FX0,ELCTLT:330F,20%,10V 


56289 


196D336X0010KA1 


C1015 


290-0535-00 






CAP. ,PXO,BLCTLT:33UF,20%,10V 


56289 


196D336X0010KA1 


C1018 


283-0178-00 






CAP. .FXO.CER 01:0. lUr. +80-20%, lOOV 


72982 


8131H14S E 104Z 


C1019 


283-0178-00 






CAP. .FXO.CER DI:0.1UF, +80-20%, lOOV 


72982 


8131N145 E 104Z 


C1020 


290-0519-00 






CAP. ,FXD,ELCTLT:100tir,20%,20V 


56289 


196D107X0020HA3 


C1021 


283-0178-00 






CAP., FXO.CER 01:0. lOP, *80-20%, lOOV 


72982 


8131K145 E 104Z 


C1033 


290-0523-00 






CAP. ,PXD,EtCTLT:2.20F,20%.20V 


56289 


1960225X0025KA1 


C1038 


290-0531-00 






CAP. ,FXD,ELCTLT:100UF,20%,10V 


90201 


TDC107H010WLC 


C1039 


290-0530-00 






CAP. ,FX0,ELCTLT:66UF.20%,6V 


90201 


TDC686K006NLF 


C1066 


290-0532-00 






CAP ., FXO , ELCTLT: 150UF , 20% , 6V 


90201 


TDC157M006CL 


C1067 


283-0178-00 






CAP., FXO.CER 01:0. lUF,*80-20%. lOOV 


72982 


8131N145 £ 104Z 


C1067 


283-0178-00 






CAP. .FXO.CER 01:0. lUF, +60-20%, lOOV 


72982 


8131N145 E 1042 


C1069 


283-0080-00 






CAP. .FXO.CER 0!t0.0220F, +80-20%, 25V 


56289 


19C611 


C1072 


283-0178-00 






CAP. .FXO.CER 01:0. lUF, +80-20%, lOOV 


72982 


8131N145 E 1042 


C1074 


283-0178-00 






CAP. .FXO.CER 01:0. lUF, +60- 20%, lOOV 


72982 


8131N14S E 104Z 



C1076 


283-0178-00 


CAP. .FXO.CER 01:0. lOF, +60-20%, lOOV 


72982 


6131N145 E 104Z 


CR21 


152-0141-02 


SGHICOND DEVICE:SILICON,30V,15OHA 


07910 


1H41S2 
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Mfr 
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CM7 


152-0141-02 






SBtICOND 


DEVICEiSILICOH, 30V, 150HA 


07910 


1N41S2 


CR2e 


152-0141-02 






SDIICtWO 


DEVICE s SIUCOH , 30V , 150HA 


07910 


1H41S2 


CR122 


152-0141-02 






SEKICOHD 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N4152 


aa26 


152-0141-02 






SB4ICGMD 


DEVICEiSILICOH, 30V,150HA 


07910 


1N41S2 


aa2e 


152-0141-02 






SeHICOND 


DEVICEiSILICOH, 30V, ISOMA 


07910 


1N4152 


CR141 


152-0140-01 






SB4IC0ND 


DEVICE : TUNNEL, 8PF , lOMA 


03508 


SKTD905 


CR1S3 


152-0141-02 






SB4ia»(D 


DEVI CE 1 S I LICON , 30V , 1 5 OHA 


07910 


1N4152 


CR169 


152-0140-01 






SDIICGtID 


DEVICE : 1VNNEL, Bt>P , lOKA 


03S08 


SMTD90S 


CR171 


152-0140-01 






SDIXCOND 


DEVICEiTUHKEL, BPF , lOHA 


03508 


SHTD90S 


CRie4 


152-0141-02 






SEHICOn) 


DEV I CE 1 S ILICCW , 30V , 1 5 OMA 


07910 


1H4152 


CRS21 


152-0141-02 






SEMICOMD 


DEVICE iSILXCON , 30V , ISOHA 


07910 


1N4152 


CR52S 


152-0141-02 






SEXICOND 


DEVICE :S XLICOH ,30V , ISOHA 


07910 


1N4152 


(SS26 


152-0141-02 






sBiicom> 


DEVICEiSILICOH, 30V, 1S(MA 


07910 


1H4152 


CR532 


152-0141-02 






SEHICOND 


DEVICE : SILICON , 30V , 1 SOMA 


07910 


1N4152 


CR563 


152-0141-02 






SailCOND 


DEVICE 1 SILICON , 30V , 1 SOMA 


07910 


1H4152 


CR570 


152-0141-02 






SBiicotn} 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1H4152 


CR571 


152-0141-02 






SEMICOHD 


DEVICE iSILICeW, 30V, ISOHA 


07910 


1N41S2 


CR5S6 


152-0141-02 






SEMI COHO 


DEVICE 1 SILICON, 30V , 150HA 


07910 


1H4152 


CR605 


152-0141-02 






SEMICOHD 


DEV ICE 1 S I LICON , 3 OV , 1 SOHA 


07910 


1N4152 


CR609 


152-0141-02 






SSIICOND 


DEVICE : SILICON, 30V , ISOHA 


07910 


1N41S2 


CR632 


152-0141-02 






SEMICCMD 


DEVICEiSILICOH, 30V, 150HA 


07910 


1H41S2 


CR633 


152-0141-02 






SQ4IC0ND 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N4152 


CR635 


152-0141-02 






SEMICOHD 


DEVICEiSILICOH, 30V, 150MA 


07910 


1N4152 


CR636 


152-0141-02 






SEMICOHD 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N41S2 


CR638 


152-0153-00 






SBtlCWD 


DEVICE iSILICm, 15V, SCMA 


07263 


FD7003 


CR639 


152-0153-00 






SQ<ICOHD 


DEVICEiSILIOW, 15V, SOHA 


07263 


FD7003 


CR643 


152-0153-00 






SQIICCaiD 


DEVICEiSILICON,15V,50MA 


07263 


FD7003 


CR644 


152-0153-00 






SEMICOHD 


DEVICE: SILICON, ISV , SOMA 


07263 


FD7003 


CR645 


152-0153-00 






SEHICOND 


DEVICE 1 SILICm, 15V , SOHA 


07263 


FD7003 


CR647 


152-0153-00 






SS1ICOND 


DEVICE 1 SILIOW , ISV , SOMA 


07263 


FD7003 


CR6SS 


152-0141-02 






SEMIOMD 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N4152 


CR6S6 


152-0141-02 






SB4ICOHD 


DEVICEiSILICOH, 30V, ISCMA 


07910 


1K4152 


CR661 


152-0153-00 






SB4ICOND 


DEV ICE 1 S I LI CON , 1 5 V , 5 IMA 


07263 


FD7003 


CR712 


152-0141-02 






SEMICOHD 


DEVICE :S ILICON , 30V , ISOHA 


07910 


1N4152 


CR715 


152-0141-02 






SEMICOHD 


DEVICE 1 SILICCM , 30V , ISOHA 


07910 


1N4152 


CR718 


152-0008-00 






SB4ICOND 


DEVICE 1 GERMANIUM, 7SV , SOMA 


03877 


T-12G 


CR729 


152-0141-02 






SEMICOHD 


DEVICE 1 SILICON, 30V , 1 SOHA 


07910 


1H4152 


CR73S 


152-0141-02 






SEMICOHD 


DEVICE iS ILtCOH , 30V , ISOHA 


07910 


1H41S2 


CR798 


152-0322-00 






SEMICOHD 


DBVICEiSILlC<M,15V,H0T CARRIER 


28480 


5082-2672 


CR830 


152-0141-02 






SEMICOHD 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N41S2 


CR832 


152-0141-02 






SEMICC41D 


DEVICEiSILICOH,30V,15(MA 


07910 


LN41S2 


CR834 


152-0141-02 






SEMICOHD 


DEVICE 1 SILICON, 30V , 1 5CMA 


07910 


1N4152 


CR930 


152-0141-02 






SEHICOND 


DEVICE iSILICON , 30V , 1 SOHA 


07910 


1H4152 


CR932 


152-0141-02 






SD1IC<»ID 


DEVICE 1 S ILICON, 30V , ISIMA 


07910 


1N41S2 



CR934 


152-0141-02 


SEHICOND 


DEVICE 1 SILICON , 30V , 1 SOHA 


07910 


1N41S2 


CR936 


152-0141-02 


SQ1ICOND 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N41S2 


CR953 


152-0141-02 


SEMICOHD 


DEVICE 1 SILICON, 30V , 1 SOMA 


07910 


1N41S2 


CR9S4 


152-0141-02 


SB4ICOHD 


DEVICE iS ILICON, 30V . 1 SOHA 


07910 


1N41S2 


CR9SS 


152-0141-02 


SEMICOHD 


DEVICE : SILICON , 30V , ISOHA 


07910 


1N41S2 


CR960 


152-0141-02 


SS4ICOND 


DEVICEiSILICOH, 30V, ISOHA 


07910 


1N4152 


CR961 


152-0141-02 


SEMICOHD 


DEVICEiSILICOH, 30V , ISOHA 


07910 


1N41S2 
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CR962 


1S2-0141-02 




SEHICOND 


DEVICE iSILICCM . 30V . 150HA 


07910 


1N41S2 


CR963 


1S2-0141-02 




SS4ICC4I0 


DEVICE :S IlICCM . 30V , 15CHA 


07910 


1N41S2 


CR965 


152-0141-02 




SmiCCND 


DEVICEsSILlCON,30V,150m 


07910 


1N41S2 


CR967 


152-0141-02 




SEHiaWD 


DEVICEsSILICCn,30V,lS0Hlk 


07910 


1N4152 



CR974 


152-0141-02 


8a4ICOKD DBVlCEiSlLlCON.lOV.lSOHK 


07910 


1N4I52 


CR97S 


152-0141-02 


SaUCOHD DEVICEsSILICOI,30V,15aHA 


07910 


1N4152 


CR976 


152-0141-02 


SEMICCtfD DEVlCE:SILXC0N,30V,15aMk 


07910 


1N4152 


CB977 


152-0141-02 


SEMICOHD DEVICEsSIllCON,30V,150KX 


07910 


1N4152 


CR978 


152-0141-02 


SEHICOHD OEVICE:SI1,ICOH.30V.150HK 


07910 


1N4152 


CB979 


152-0141-02 


SraiCOND DEVICE:8ILXCON.30V,150HA 


07910 


1H4152 


CR9B0 


152-0141-02 


SEMXCOND DEVICE:SX1.1CON,30V,150HK 


07910 


1N4152 


CR9S1 


152-0141-02 


SEHICOHD DEVICE:SILXCON.30V,15OMA 


07910 


1N4152 


oaoee 


152-0066-00 


SEHXOWD OEVICe:SILICON,4OOV,7S0HA 


80009 


152-0066-00 


DS197 


150-0048-01 


lAKF , XNCAHD ; SV . 0 . 06A, SEL 


08806 


683AS1S 


F1020 


159-0022-00 


FUSE , CARTIUDGE : 3AC , lA , 2 50V , FAST-BLOH 


71400 


AGC 1 


Lloe 


276-0507-00 


SHIELDIHG BEAD,i0.6UH 


78488 


57-0180-7D 500B 


L130 


276-0507-00 


SHIELDING BEAD.:0.6UB 


78488 


57-0180-7D 500B 


U41 


108-0420-00 


COIL.RF:60NH 


80009 


108-0420-00 


U75 


276-0532-00 


SHIELDING BEAD, s 


78488 


57-1634 


L569 


276-0507-00 


SHIELDING BEAD,:0.6UH 


78488 


S7-0180-7D SOOB 


1574 


276-0525-00 


CORE, FEHKITE:0. 196 ID X 0.437"00 


01121 


T037C351A 


L968 


276-0507-00 


SHIELDING BEAD,:0.6UH 


78488 


57-0180-7D SOOB 


U020 


120-0638-00 


XFHR,TOBOID:15 TURNS ,BIFILAR 


80009 


120-0638-00 


U039 


120-0638-00 


XFMR,T0R0ID:1S TURNS ,BIFXLAR 


80009 


120-0638-00 


U6SS 


276-0525-00 


CORE, FERRlTEiO. 196 ID X 0.437’OD 


01121 


T037C3S1A 


Ltaooi 


108-0537-00 


COIL,RF:200OR 


80009 


108-0537-00 


LIU.004 


108-0537-00 


COIL,RF;200UH 


80009 


108-0537-00 


uaoo7 


108-0537-00 


COXL,RF:200OH 


80009 


108-0537-00 


Q32 


151-1011-00 


TRAH5ISTOR:SILICON,JFE.N-CKAKNBL,DUAL 


80009 


151-1011-00 


537 


151-0221-00 


TRAHSISTOR:SILICON, RNP 


80009 


151-0221-00 


041 


151-0367-00 


TBANS1ST0R!SXLXC0H,HPN,SEL from 3571TF 


80009 


151-0367-00 


571 


151-0221-00 


TRAMSISTOR:SILICON,PHP 


80009 


151-0221-00 


Q7S 


151-0367-00 


TRANSXSTOR:SILXCON,HPH,SEL FROM 3S71TP 


80009 


151-0367-00 


Q78 


151-0221-00 


TRAHSIST0B:SILIC0N,FNF 


80009 


151-0221-00 


062 


151-0198-00 


TRANSlSTOR:SXLICON,HPN,SEL FROM KRS918 


80009 


151-0198-00 


564 


151-0302-00 


TRANS ISTOR:SILICON,KPH 


04713 


2N2222A 


Q66 


151-0302-00 


TRANS ISTOR : SILICON , NPN 


04713 


2N2222A 


QlOO 


151-0367-00 


TRANSISTDR:SXLXCON.NPN,SEL FROM 3S71TP 


80009 


151-0367-00 


0102 


151-0367-00 


TRANSISTORiSILXCCM,NPN,SEL FROM 3571TP 


80009 


151-0367-00 


Q117 


151-0221-00 


TRANS ISTOR : 8 XLICON , PNP 


80009 


151-0221-00 


0121 


151-0221-00 


TRANS ISTOR : S ILIC<XI , PHP 


80009 


151-0221-00 


0124 


151-0223-00 


TRANSISTOR : S ILICM , NPN 


80009 


151-0223-00 


0133 


151-0282-00 


TRANS ISTOR iS ILICON , NPN 


02735 


2N5179 


5138 


151-0367-00 


TRANSISTOR:SILIcm,NPN,SEL FROM 3571TP 


80009 


151-0367-00 


0143 


151-0367-00 


TRANSISTORiSILICW.NPN.SEL FROM 3571TP 


80009 


151-0367-00 


5149 


151-0223-00 


TRANSISTOR:SILICCm,HPN 


80009 


151-0223-00 


01S9 


151-0223-00 


TRANSISTORiSILICON,HPN 


80009 


151-0223-00 


0173 


151-0212-00 


TRANS I STOR s S I LICOH , NPN 


80009 


151-0212-00 


0178 


151-0212-00 


TRANSISTORiSILICOH.NPN 


80009 


151-0212-00 
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Replaceable Electrical Parts— 7D10 



Ckt No. 


Tektronix Serial/Model No. 
Part No. Elf Dscont 


Name & Description 




Mfr 

Code 


Q1S3 


151-0223-00 




TRMISlSTORiSILICON.HPH 




80009 


Q188 


151-0223-00 




TRANS ISTOR : SILICON, KPN 




80009 


Q192 


151-0220-00 




TRANSISTOR:SILICON,PNF 




80009 


Q194 


151-0220-00 




TRANSISTOR:SILICON,PNP 




80009 


Q19B 


151-0192-00 




TRANSISTOR:SILICON,KPH,SEL PROH HPS6521 


80009 


QS12 


151-0135-00 




TRANS ISTOR : GERMAN I UK , PNP 




04713 


Q514 


151-0221-00 




TRANSlSTORiSILICON.PNP 




80009 


Q518 


151-0424-00 




TRANSISTORsSIlICON.NPN 




07263 


Q52S 


151-0221-00 




TRANS IST<» :S ILICtM . PKP 




80009 


Q532 


151-0220-00 




TRANSISTOR :S ILICON , PNP 




80009 


QS38 


151-0223-00 




TRANS ISTOR : S IL ICON , NPN 




80009 


Q546 


151-0223-00 




TRANSISTOR :8 ILICON ,HFN 




80009 


C547 


151-0220-00 




TRANSISTOR : S ILICON, PNP 




80009 


C562 


151-0259-00 




TRANSISTOR i S ILICON , NPN 




80009 


Q56S 


151-0259-00 




TRANSISTOR : S ILICON ,NPN 




80009 


Q568 


151-0271-00 




TRANS ISTOR : S ILICON, PNP 




80009 


0588 


151-0188-00 




TRANS ISTOR : S ILICON,PNP 




01295 


Q59S 


151-0188-00 




TRANS ISTOR s S I LICON . PNP 




01295 


0610 


151-1011-00 




TRANS ISTOR : S ILICON , JFE ,N-CHANNEL , DUAL 


80009 


0620 


151-0220-00 




TRANS ISTOR : SILICON, PNP 




80009 


0624 


151-0325-00 




TRAKSIST0R:SIL1C0H,PNP,SBL FROM 


2H42S8 


80009 


0628 


151-0333-00 




TRANSISTOR:SILIO»,NPN,SEL PROH 


HPS91B 


80009 


0630 


151-0333-00 




TRANSISTOR:SILIC<»,KPN,SEL FROM 


HPS918 


80009 


0634 


151-0220-00 




TRANSISTOR : SILICW, PNP 




80009 


0637 


151-0221-00 




TRANS ISTOR : S ILICW ,PNP 




80009 


0640 


151-0325-00 




TRANSISTOR:SILICC»I,PNP,SEL FROM 


2N42S8 


80009 


0645 


151-0221-00 




TRAHSISTOR:SILlCCai,PNP 




80009 


0648 


151-0221-00 




TRANS ISTOR : S ILICCW, PNP 




80009 


0653 


151-0212-00 




TRANS ISTOR ; SILICON, NPN 




80009 


0662 


151-0221-00 




TRAHSISTOR:SILICON,PNP 




80009 


0705 


151-0192-00 




TRANSISTORsSILICON,NPN,SEL FROM 


MPS6521 


80009 


0707 


151-0192-00 




TRAHSISTOR:SILICON,HPN,SEL FROM 


MPS6S21 


80009 


0718 


151-0192-00 




TRANSISTOR;SILICON,NPN,SEL FROM 


MPS6521 


80009 


0724 


151-0220-00 




TRANSISTOR:SILICON,PNP 




80009 


0727 


151-0192-00 




TRANSISTOR:StLICON,NPN,SEL FROM 


NPS6521 


80009 


0730 


151-0223-00 




TRANS1STOR:SILICON,HPN 




80009 


0733 


151-1006-00 




TRANSISTOR :SILICON, JFE, H-OiANNEL 


80009 


0738 


151-0223-00 




TRANSISTOR:SILICON,NPN 




80009 


Q740 


151-0192-00 




TRANSISTOR:SILICON,NPN,SEL FROM 


KPS6521 


80009 


0743 


151-0192-00 




TRANSISTORsSILICON,NPN,SCL FROM 


MPS6521 


80009 


Q753 


151-0192-00 




TRANSISTOR:SILICON,HPN,SEL FROM 


MPS652I 


80009 


0755 


151-0503-00 




TRANS ISTOR s S CR , 3 OV , 0 . 8A 




04713 


Q821 


151-0216-00 




TRANSISTOR:S1LICON,PHP 




04713 


0835 


151-0367-00 




TRANSISTOR:SILICON,HPN,SEL FMM 


3571TP 


80009 


Q838 


151-0367-00 




TRANS1STOR:SILICON,NPN,SEL FROM 


3571TP 


80009 


0900 


151-1022-00 




TRANS1ST0R:SIL1C0N,JFE,SEL FROM 


2N4392 


80009 


0904 


151-1022-00 




TRAN5ISTOR:SILICC»r,JFE,8EL PROH 


2N4392 


80009 


0908 


151-1022-00 




TRANSIST0R:S1LIC0N,JFE,SEL FROM 


2N4392 


80009 


0912 


151-1022-00 




TRAHSISTOR:SILICOH,JFE,SEL FROM 


2N4392 


80009 


0916 


151-1022-00 




TRANSISTOR:SILIC(»l,JFC,SEL FROM 


2N4392 


80009 


0920 


151-1022-00 




TRANSISTOR:SILIC(W,JFB,SEL FROM 


2N4392 


80009 


0924 


151-1022-00 




TRANSISTOR!SILlCCm,JFE,SEL FROM 


2H4392 


80009 


Q928 


151-1022-00 




TRAKSISTOR;SILlC«(,JFE,SEL PROM 


2N4392 


80009 



Mfr Part Number 

151-0223-00 

151-0223-00 

151-0220-00 

151-0220-00 

151-0192-00 

2N2635 

151-0221-00 

2N5769 

151-0221-00 

151-0220-00 

151-0223-00 

151-0223-00 

151-0220-00 

151-0259-00 

151-0259-00 

151-0271-00 

2H3906 

2N3906 

151-1011-00 

151-0220-00 

151-0325-00 

151-0333-00 

151-0333-00 

151-0220-00 

151-0221-00 

151-0325-00 

151-0221-00 

151-0221-00 

151-0212-00 

151-0221-00 

151-0192-00 

151-0192-00 

151-0192-00 

151-0220-00 

151-0192-00 

151-0223-00 

151-1006-00 

151-0223-00 

151-0192-00 

151-0192-00 

151-0192-00 

2N5060 

KPS6S23 

151-0367-00 

151-0367-00 

151-1022-00 

151-1022-00 

151-1022-00 

151-1022-00 

151-1022-00 

151-1022-00 

151-1022-00 

151-1022-00 
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Replaceable Electrical Parts— 7010 



Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mir 

Code 


Mfr Part Number 


0968 


lSl-0220-00 






TRANSlSTORlSILICON, PN? 


80009 


151-0220-00 


Q102S 


151-0192-00 






TRAteiSTORsSILZCON.NPN.SEL FROH HPS6521 


80009 


151-0192-00 


Q1026 


151-0192-00 






TRANSISTOR.-SILICON.HPN.SEL FRCH MPS6S21 


80009 


151-0192-00 


Q1034 


151-0335-00 






TRAH8ISTOR:SlLICON,PNP 


80009 


151-0335-00 


01036 


151-0235-00 






TRWSISTORiSIUCW, PHP 


80009 


151-0235-00 


01038 


151-0335-00 






TRANSISTORtSILICOH.PNP 


80009 


151-0335-00 


lU. 


315-0472-00 






ReS.,FXD,CHt>SHs4.?K ORH, 5%.0. 25tf 


01121 


CS4725 


R2 


315-0101-00 






RES. ,FXD,CMPSNilOO 0KM,S%,0.25M 


01121 


01015 


M 


315-0470-00 






RES. ,FXD,CNPSN:47 C«H,5%,0.25H 


01121 


CB470S 


R6 


321-0448-00 






RES. ,FXO,FIU4i453X OKH,1«,0.125H 


91637 


HFF1816G45302F 


R7 


321-0361-00 






RES. ,FXD.FIUI>S6.2K OHH,lt,0. 125W 


91637 


KFF1816G56201F 


R9 


315-0470-00 






RES. ,FXD,0(PSNi47 OHM,5%,0.2SW 


01121 


CB4705 


R12 


321-0452-00 






RES. ,FXD,FIU4:499K OHM, 1%,0.12SH 


91637 


MFF1816O49902F 


RL3 


315-0510-00 






RES. ,FX0,CMP8Nt51 <M«,S%,0.25M 


01121 


CB5105 


R21 


315-0392-00 






RES.,FXO,CKRSN:3.9R a«,S«,0.25M 


01121 


CB392S 


R22 


315-0183-00 






RES. ,FXD,aiPSN:18K OHM, 5%.0.2SM 


01121 


CB183S 


R24 


315-0221-00 






RES. ,FX0,CMPSNs220 0HM,S%,0.2SW 


01121 


CB2215 


R26 


315-0562-00 






RES.,FXD,OIFSK:5.6K C«M,5%,0.25W 


01121 


CB5625 


R27 


315-0202-00 






RES. ,FXC,CHPSH:2K ORK,S%,0.2Sff 


01121 


CB2025 


R28 


315-0682-00 






RES.,FX0,CHPSN:6.8K OHM,5%,0.25H 


01121 


CB6825 


R30 


321-0452-00 






RES.,FXD,FIU4s499K 0HM,1%,0. 12SH 


91637 


MFF1816G49902P 


R32 


315-0101-00 






RES.,FXO,CMPSNilOO OHM,S«,0.2SH 


01121 


CB1015 


R35 


315-0511-00 






RES.,FXD,oa>SH:S10 GBH,St,0.2SH 


01121 


C8S115 


R37 


315-0102-00 






RES.,FXD,CMPSH:1K CXIM,5% ,0. 2SH 


01121 


CB102S 


R38 


315-0202-00 






RES. ,FXD,CKPSN:2K ORH,5t,0.25H 


01121 


(S2025 


R41 


315-0510-00 






RES. ,FXD,CHPSH:51 ««,S%,0.25H 


01121 


CB5105 


R42 


315-0751-00 






RES.,FXD,CHPSNs750 ORK,St,0.2SH 


01121 


CB7515 


R44 


315-0820-00 






RES.,FXD,CKFSN:82 CH«,5%,0.2SH 


01121 


CB8205 


R46 


315-0510-00 






RES.,FXD,CKPSN:51 OKH, 5t,0.2Sir 


01121 


05105 


R48 


321-0199-00 






RES. ,FXt),FIU4:1.15K OKH, 14,0. 125H 


91637 


KFF1816G11S00F 


R49 


311-0634-00 






RES. ,VAR,tKRWIR:500 OHM,10% ,0.S0H 


80740 


62-55-3 


R50 


321-0239-00 






R£S.,FXO,FIU1:3.01K <»M,1«,0 .12SW 


91637 


KPP1816G30100F 


RS2 


315-0510-00 






RES. ,FXD,CHPSNs51 OKH,S«,0.2SH 


01121 


05105 


R55 


321-0072-00 






RES.,PX0,F1LH:54.9 0HM,1« ,0.125H 


91637 


HPF1816G54R90F 


R57 


321-0072-00 






R£S.,FXO.PIIi(:54.9 OBH,1«,0.125H 


91637 


MFT1816CS4R90F 


R60 


322-0212-00 






RES.,FXD,FILK:1.S8K OHM,1%,0.2SH 


75042 


CEBT0-1581F 


R61 


321-0113-00 






RES. ,FX0,PXU4:147 0m,l« ,0.125H 


91637 


MFF1816G147R0F 


R63 


321-0113-00 






RES. ,FXD,FUM:147 CMM, 1%,0.12SW 


91637 


HFF1816G147R0F 


R64 


322-0210-00 






RES. ,FXD,FIUItl.SK nn,l%.0.2SM 


75042 


CEBTO-1501P 


R66 


321-0113-00 






RES.,FXD,FZUI:147 (»«, 1%,0.12SH 


91637 


MFF1816G147R0F 


R68 


321-0113-00 






RES. ,FXD,FXUt:147 0RH,1% ,0. 12SH 


91637 


MPF1B16G147R0F 


R69 


322-0210-00 






RES.,FXD,PXtMil.5X OHK,1«,0. 25H 


75042 


CEBTO-1501F 


R71 


322-0175-00 






RES. .FXD,PILHi649 OKM,lt.0.25H 


75042 


CEBT0-6490F 


R73 


322-0239-00 






RES.,FXD,FIlMs3.01K (MM,1%,0.2SH 


75042 


CEBT0-3011F 


R75 


315-0101-00 






RES.,PXD,CHPSHllOO OHM,5%,0.25H 


01121 


01015 


r76 


323-0197-00 






RES. ,FXD,FILM:1.1K OHH,1%,0.50H 


75042 


CECTO-llOlF 


R77 


311-0622-00 






RES. ,VAR,NOtWIR;lO0 <»« , 10% , 0 . 50H 


80740 


62-53-5 


R7B 


322-0172-00 






RES.,FXD,FILH:604 OKM,1%,0.2SM 


75042 


CEBT0-6040F 


R79 


321-0211-00 






RES. ,FXD,FIU4il.S4K <»«, 1%,0. 125H 


91637 


HFF1816G15400F 


RBO 


315-0680-00 






RES.,FXD,CMI>SN:68 0KH,S%,0.25H 


01121 


06805 


RS2 


315-0103-00 






RES. ,FXD,CHPSK:10K OHH,5%,0.2SW 


01121 


01035 


R34 


315-0303-00 






RES. ,PXO,CHI>SK:30K OHM,S%,0.25H 


01121 


03035 
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Ckt No. 



RS6 

R89 

R96 

RlOl 

R103 

R104 

R107 

R108 

R109 

Wll 

R113 

R115 

R118 

R119 

R120 

R122 

R124 

R126 

IU28 

IU30 

R132 

R133 

R134 

IU3S 

R137 

R138 

R139 

R140 

R141 

R143 

R14S 

R147 

{a4B 

R150 

MSI 

R1S2 

R1S4 

Rise 

R1S7 

R160 

niei 

R162 

R164 

Riee 

M68 

R170 

R172 

R173 

IQ74 

R175 

R177 

IU78 

R179 



Replaceable Electrical Parts— 7D10 



Tektronix Serial/Model No. 
Part No. Elf Oscont 



315-0303-00 

315-0222-00 

315-0101-00 

315-0150-00 

315-0150-00 

315-0162-00 

SELECTED 

315-0222-00 

315-0123-00 

311-1192-00 

315-0101-00 

315-0101-00 

321-0193-00 

315-0300-00 

321-0193-00 

315-0622-00 

315-0302-00 

315-0622-00 

315-0242-00 

315-0101-00 

315-0270-00 

315-0221-00 

315-0121-00 

315-0300-00 

315-0150-00 

315-0241-00 

323-0192-00 

315-0242-00 

315-0360-00 

315-0331-00 

315-0470-00 

315-0471-00 

315-0202-00 

315-0101-00 

311-0635-00 

315-0162-00 

315-0470-00 

315-0471-00 

315-0202-00 

315-0201-00 

311-0634-00 

315-0821-00 

315-0391-00 

315-0470-00 

315-0470-00 

315-0101-00 

315-0270-00 

315-0221-00 

315-0121-00 

315-0300-00 

315-0150-00 

315-0301-00 

323-0192-00 



Name & Description 

RES. ,rXD,On>SN:30X OHM,5»,0.2SH 
RES.,FXD,CNPSK:2.2K 0KH,5%,0.2SW 
RBS.,FXD.CKPSN:100 OHH.S«,0.25H 
RES. ,FXD,CHPSN:15 0HH,S%,0.25M 
RES. .PXO.CmSNsIS OHM,5«,0.2SH 

RES. ,FXD,CKPSN:1.6K OKM,5«,0.2SW 

RES.,FXD.CMPSKi2.2K OHH,5«,0.25W 
RES. ,FX0>CMPSKsl2K OHK,5«,0.25H 
RES.,VAR,>IONHIRilOK OKH,20*.1H 

RES. ,FXD,Oa>SN:100 OHH, 5«,0 . 25W 
RES.,FXD,O1PSHil00 OKH,5%,0.25H 
R£S.,PXD,PILK:1K 0RK,1« ,0. 125H 
RES. ,FXD,CMP8N:30 OUM,5«,0.2SW 
RES. .FXD,FXLM:1R OKK.lt , 0. 125H 

RES. ,FXO.CMPSN:6.2X OKH,S«.0.25H 
RES. ,FXD,CHPSN:3K OHK,St,0.25H 
RES. .FXD,CMPSN:6.2K OI«,S% ,0. 25H 
RES. ,PXD,CMPSN:2.4K OKH,S« ,0. 25H 
R£S.,FXD,CMPSN:100 OHH,5%,0.25H 

RES.,FXD,CHPSN:27 OH>I,5t.0.25M 
RES.,FXD,CMPSH:220 0RH,S%,0.25H 
RES. ,FXD.CHPSN:120 OHH,S4,0.2SH 
RES. ,FXD,C?4PSN:30 C»«,S%,0.2SH 
RES. ,FX0.CMPSt>:15 <»H.5%.0.25M 

RES. ,FXD,CMPSN:240 OHM, 5%,0 .25V> 
RES.,FXD,PILH:976 OIK.1%,0.50H 
R£S.,FXD.CHPSM:2.4K OKH,5%,0.25H 
RES. ,FXD,CMPSN:36 OHM,5*.0.2SH 
RES.,FX0,CMPSll:330 OHM,S«,0.25W 

RES. ,FX0,CMPSH:47 OHK,5%.0.2SM 
R£S.,FXD,CHPSN:470 <WH,S%,0.25W 
RES. ,FX0.CMPSN:2K OI«,S%,0.25H 
RES. ,FXD,0(I>SH;100 0HH,5«,0.25H 
RES.,VAR,HONnR:lK OHM. 10%, 0. SOW 

RES.,FXD,CHPSN;1.6K <XtM,S«,0.2SW 
RES. ,FXD,CMPSN:47 C»«, 54 ,0. 2SW 
RES.,PXI>,CMRSH:470 0«,5%,0.2SH 
RES. ,FXD,CKPSK:2K OKM,St,0.2SW 
RES. ,FXD,CHPSNt200 OHM,5%,0.25W 

RES. .VRR.MONHIRiSOO <M<M.10« ,0. 50H 
RES. .FXD.CMPSM:820 <MCM, 5%.0.2SH 
RES. .FX0,OIPSN:390 0HM,5«,0.25M 
RES. ,PXQ,CHPSN:47 OHH,St,0.25W 
RES. ,FX0,CMPSN:47 OHM, 54.0. 2SM 

RES. .FXO.CKPSMtlOO OHH,54,0.25H 
RES. ,PXC,CHPSH!27 0HH,54,0.25W 
RES. ,FX0,CMPSN:220 OlM,54,0.25M 
RES. ,FXD,CHRSNil20 OKM,54,0.25W 
RES. ,FXO,CKPSH:30 OHM, 54,0. 25W 

RES. ,FXD,CHPSHsl5 OHM,54,0.25H 
RES.,FXD,CMPSN:300 0KM,54,0.25M 
RES..PXD,FILH:976 OKM,14.0.50H 



Mfr 

Code Mfr Part Number 



01121 


CB3035 


01121 


CB2225 


01121 


CBIOIS 


01121 


CB1505 


01121 


CS1S05 


01121 


CB1625 


01121 


CS222S 


01121 


01235 


12637 


381-CH39695 


01121 


CB1015 


01121 


CS1015 


91637 


KFF1816G10000F 


01121 


CB300S 


91637 


MFF1816G10000F 


01121 


CB622S 


01121 


CB302S 


01121 


C8622S 


01121 


CB2425 


01121 


CB1015 


01121 


CB2705 


01121 


CB2215 


01121 


CB1215 


01121 


CS3005 


01121 


CB1505 


01121 


CB2415 


75042 


CECT0-9760F 


01121 


CB2425 


01121 


(33605 


01121 


CB331S 


01121 


CB4705 


01121 


CB4715 


01121 


CB202S 


01121 


<31015 


80740 


62-56-3 


01121 


<31625 


01121 


<34705 


01121 


CB4715 


01121 


CB2025 


01121 


<32015 


80740 


62-55-3 


01121 


C8821S 


01121 


<33915 


01121 


<34705 


01121 


<34705 


01121 


<31015 


01121 


<32705 


01121 


<32215 


01121 


CB121S 


01121 


CB300S 


01121 


<31505 


01121 


<33015 


75042 


CE<rro-976or 
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Replaceable Electrical Parts— 7D10 



Tektronix Serial/Model No. 
Ckt No. Part No. Eff Dscont 

Riei 3IS-0202-00 
R182 315-0301-00 
R1B4 315-0303-00 
RIBS 315-0183-00 
R166 315-0131-00 



Name & Description 

,FX0,CMPSN:2K OHM,S%,0.2SH 
,FXD,CMPSN:300 C«H,S%,0.2SM 
,FXD,CMPSN:30K OKH,S4.0.2SW 
,PXD,CMPSN:ieK OKH,5%,0.2SH 
,FXD,CMPSN:130 (WH,St,0.25H 



Mir 

Code Mfr Part Number 

01121 CB202S 
01121 CB301S 
01121 CB3035 

01121 CBla35 
01121 CB131S 



315-0101-00 

315-0152-00 

315-0154-00 

315-0223-00 

315-0332-00 



. ,rXD,CMPSNslOO C»(H,S«,0.25M 
..PXD,00>SN:1.5K OHM,5%,0.25H 
. .rXCrOtPSHtlSOK OHK,5»,0.25H 
.,PXD,CHI>Sl):22X OKH,5«,0.2SH 
. ,FX0.CMFSN:3.3K 0HK,54,0.25H 



01121 CBIOIS 
01121 CB1S25 
01121 CB1S4S 
01121 CX2235 

01121 CS332S 



315-0223-00 

315-0912-00 

315-0151-00 

315-0270-00 

315-0100-00 



. ,PXD,CHPSN:22K OKH,5%,0.25H 
..PXD.CKPSKt9.lK 0KK.54.0.25M 
. .PXD.CHPSNtlSO C»H.S%,0.2SW 
..PXD.CKPSN:27 OHM,5«,0.25M 
. .PXD.OCPSHtlO OKH,5%,0.25H 



01121 CB2235 
01121 C39125 
01121 CB1S15 
01121 CB2705 
01121 01005 



315-0470-00 

315-0151-00 

315-0102-00 

315-0101-00 

315-0101-00 



. .PXD,CHPSK:47 OHK.St ,0. 25W 
. ,FXD,CMPSK:150 OHM.5%,0.25W 
..PXD.CKPSHtlK <WM,5%.0.25W 
. ,PXD,Q(PSH;100 OHH.54.0.25H 
. ,PXD,CHPSN:100 OHK.5%,0.2SW 



01121 CB4705 
01121 CB1S15 
01121 CB1025 
01121 CB1015 
01121 CBIOIS 



315-0152-00 

315-0270-00 

301-0471-00 

315-0153-00 

315-0151-00 

315-0151-00 

315-0512-00 

315-0153-00 

315-0621-00 

315-0102-00 



,PXD,CHPSN:1.SK OHM, S«,0. 2SK 
,FXD,CHPSM:27 OKH.S4.0.2SH 
,FXD.CHPSN:470 OHM, 5%, 0. SON 
.FXO.CHPSNtlSK OaH,5%,0.25H 
,FXD,CMPSH:150 0KM,S«.0.25H 

,FXD,CHPSN:1S0 OHH,5t,0.2SH 
,FXD,CHPSN:5.1K OHK,5%,0.2SH 
,FXD,CMFSN:1SK ORK,S«,0.25H 
,FXD,CMFSN:620 (»IK,5t.0. 25H 
.FXO.CMPSMtlK am,54,0.2SW 



01121 CB152S 
01121 CB2705 

01121 EB4715 

01121 CB1535 

01121 CB1S15 

01121 (31515 

01121 <35125 

01121 CB1535 

01121 (36215 

01121 (31025 



31S-01S2-00 

315-0152-00 

315-0160-00 

315-0471-00 

315-0102-00 



,FX0,CMPSHil.8K OHM, 5t,0.25M 
,FXD,QfPSN:1.5K OHK,5%,0.25H 
,FXD,04FSN:16 (»H, 5% ,0.25H 
,FXD,CMPSNi470 OKM,5%,0.25H 
,PXD,CMPSN:1K OHM, 54.0. 2SW 



01121 CB1325 
01121 C31525 

01121 CB1605 

01121 <34715 

01121 <31025 



315-0102-00 

315-0620-00 

315-0242-00 

315-0822-00 

315-0820-00 

315-0201-00 

315-0301-00 

315-0221-00 

315-0103-00 

321-0104-00 



RES.,FX0,CHPSH:1K <3HH.5%,0.25W 
RES. ,FXD,CNFSK:62 OHM,54,0.25H 
RES. ,FXD,CMPSK:2.4K OHM, 54,0. 25H 
RES.,PXD,CKPSH:8.2K OKM,54,0.25H 
RES..FXD,CKPSN:82 OHM, 54.0. 25H 

RES. ,FXD,CKPSH:200 <WM, 54.0. 25M 
RES.,FXD,aU>SN;300 OHH,54,0.2SH 
RES. ,FXD,CHPSN:220 OHM, 54,0. 25M 
RES. ,FXD,CHPSKtlOK OHM,54,0.25H 
RES.,FXD,FIlMill8 OKK,l4,0.12SH 



(31025 

(36205 

(32425 

CB8225 

(38205 

(32015 

(33015 

(32215 

(31035 

MFF1816G118R0P 



323-0192-00 

321-0014-00 

315-0150-00 

321-0069-00 

321-0139-00 



RES. ,FXD,FI1M:976 0KH,l4,0.S0H 
RES. ,PXD.PIli1;13.7 OHM,14,0.125H 
RES. ,FX0,CNPSN:15 (XCH ,54 ,0. 25W 
RES. ,PXD,FILK;S1.1 OHM, 14 ,0. 125H 
RES. ,FXD,FILHi274 OHM , 14,0. 12SW 



CECT0-9760P 

MFF1816G13R70F 

CB1S05 

KFF1B16G51R10P 

HPF1816<:274R0F 



321-0110-00 

315-0221-00 

315-0102-00 



RES. ,FXO,FILH:137 (MM, 14,0.125H 
RES. ,FXD,(3FSN:230 OKH,54,0.25M 
RES. ,PXD,CMPSN:1K <MM, S4,0.25H 



HPF1816G137R0F 

CB2215 

(31025 
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Replaceable Electrical Parts— 7D10 



Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 

Eff Dscont 


Name & Description 


Mfr 

Code 


Mtr Part Number 


R587 


315-0103-00 






RES.,FXD,CMPSN:10K OIM, 5%,0.25H 


01121 


CS1035 


R589 


321-0335-00 






RES..FXD,riU(:30.LK 0f«,l%,0.125H 


91637 


KPP1816G30101F 


R591 


321-0281-00 






RES.,FXD,FIUIi8.25K OHM, 1%,0.125H 


91637 


HPPiei6ca2500F 


RS93 


315-0221-00 






RES. ,FXD,CKPSN:220 0KH,5%,O.25H 


01121 


<32215 


R596 


315-0103-00 






RES.,PXD,CMPSN:10K OHM,S%.0.25H 


01121 


CB1035 


R598 


321-0329-00 






R£S.,FXD,PIU(t26.1R 0KH,1*,0.12SH 


91637 


MFFiei 6 C 26101 F 


RS99 


315-0512-00 






RES. .rXD,CMPSN:5.1K 0KM,5«,0.25N 


01121 


<35125 


R601 


315-0913-00 






R£S..rXD,CMPSNi91K (»M,5%,0.25M 


01121 


C8913S 


fteo2 


315-0101-00 






RES.,FXD.CKPSN:100 OKH. 5%,0. 25H 


01121 


<31015 


R604 


315-0512-00 






RE8.,FXD,CHPSN:5.1X OKM,St,0.2SW 


01121 


C35125 


R60S 


315-0512-00 






RES.,PXD,0<PSN:5.1K 0HH,5%,0.2SW 


01121 


CB512S 


R607 


315-0512-00 






RES. ,FXD,aa>SN:5.1X OKH,5t,0.2SH 


01121 


CBS125 


R609 


315-0915-00 






RES.,FXD,aiPSN:9.lM 0KK,S«.0.2SH 


01121 


09155 


R610 


315-0101-00 






RES. ,FXO,CMPSN:100 O«,S%,0.25H 


01121 


CBIOIS 


R612 


315-0511-00 






RES. ,FXD,CMPSN;S10 «IH,5«,0.25H 


01121 


<35115 


R615 


311-1192-00 






RBS.,VAR,KOWfIR:10K OKH,20«,1H 


12637 


381-009695 


R617 


315-0272-00 






RES. ,PXD,CHPSN:2.7R 0HH,5%,0.2SH 


01121 


(32725 


R618 


315-0132-00 






RES. ,PXD,CKPSN:1.3R OW1,5«,0.3SW 


01121 


<31325 


R619 


315-0103-00 






RES. ,PXD,CMPSN:10K Om,S%,0.2SH 


01121 


<31035 


R620 


315-0331-00 






RES. ,FXD,CMPSN;330 OHM,5*,0.2SH 


01121 


CS331S 


R622 


315-0101-00 






RES. ,F1CD,CKPSH:100 OHK.S%,0.2SH 


01121 


C8101S 


R623 


315-0392-00 






RES.,PXD,CHPSN>3.9K O«,S%,0.25M 


01121 


<33925 


R624 


315-0331-00 






RES. ,FXD,CKPSHs330 0HH,5% ,0. 25H 


01121 


<33315 


R627 


315-0472-00 






RES. .PXO,OtPSH:4.7K <»«. S%,0. 25W 


01121 


<34725 


R629 


321-0177-00 






RES. ,FXD,FIU>l:6ai ORH,1«,0.12SH 


91637 


MPP1816C;6eiR0F 


R630 


315-0472-00 






RES.,PXD,CKPSN:4.7K 0HM,5%,0.25H 


01121 


<34725 


R632 


315-0222-00 






RES.,FXD,CMPSN:2.2K OHK,5%,0.25W 


01121 


<32225 


R633 


315-0183-00 






RES.,FXD,CMPSN:1BK M{K,59.0.2SH 


01121 


<31835 


R63S 


315-0471-00 






RES.,PXD.CHPSN:470 0HK,5t,0.25H 


01121 


<34715 


R636 


315-0361-00 






RES..FXD,CHPSH:360 0HH,5«,0.25H 


01121 


<33615 


R637 


315-0331-00 






RES. ,FXD,CMPSH:330 C»tH,S%,0. 2SW 


01121 


<33315 


R638 


315-0331-00 






RES.,PXD,CHPSN:330 0KK,5t,0.2SH 


01121 


<33315 


R639 


315-0682-00 






RES..FXD,CKPSH:6.8K OfM,5%,0.2SH 


01121 


<36825 


R640 


315-0681-00 






RES. ,FXD,CHPSN:680 0RK,5« ,0. 25H 


01121 


<36815 


R64S 


315-0102-00 






RES.,FXD,CHPSN:1K 0HH,S«,0.2SH 


01121 


<31025 


RS47 


301-0102-00 






R£S.,PXD,CHI>SHllK <«H,5t,0.50H 


01121 


EB102S 


R849 


315-0181-00 






R£S.,PXD,atPSNsl80 (X{H,5%,0.25W 


01121 


<31815 


R650 


315-0271-00 






RES.,FXD,CMPSN:270 ORH,S% ,0.2SH 


01121 


(32715 


R651 


315-0301-00 






RES.,PX0,CHPSN:300 0KM,S«,0.2SH 


01121 


<33015 


R6S4 


315-0101-00 






RES.,FXD.CMI>SH:100 ag4,5%.0.2SW 


01121 


(31015 


R6S6 


321-0066-00 






RES.,FXD,FIIM:47.5 OKH. 1%,0.12SH 


91637 


Hm816G47R50P 


R661 


301-0122-00 






RES. ,FXD,CMPSHil.3K OKH, 5%, 0. SOW 


01121 


ES122S 


R663 


315-0181-00 






RES. ,PXD,CHPSN;180 <WH, 5%.0. 25H 


01121 


<31815 


R664 


315-0271-00 






RES. ,PXD,CMPSHs270 OHM,5%,0.25H 


01121 


<32715 


R666 


315-0101-00 






RES. ,PXD,CHPSNilOO mK,S%,0.25H 


01121 


<31015 


R668 


315-0821-00 






RES. ,PX0,CHPSK:820 OHK,5«,0.25M 


01121 


CB8215 


R669 


315-0102-00 






RES. ,FXD,CKPSN:1K 0KH,5t,0.25W 


01121 


<31025 


R671 


315-0222-00 






RES.,PXO,OtPSKi2.2K OHM,5t,0.25H 


01121 


<32225 


R672 


315-0510-00 






RES..FXD.CMPSH 1 SI OHH,5%,0.2SM 


01121 


<35105 


R700 


311-0959-00 






R£S.,VAR,mslOK 0KH,St,1.5H 


71590 


BA165-007 


R702 


315-0103-00 






R£S..PXD,CMPSN:10K CX1H, 5%, 0.2SN 


01121 


<31035 


R704 


321-0402-00 






RES.,FXD,PI1>I;1S0K ««,1%,0.12SW 


91637 


MFF1816G15002P 


R706 


315-0302-00 






RES. ,FX0,CMf>SN:3K OHM,5«,0.2SW 


01121 


(33025 
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Replaceable Electrical Parts— 7D10 



Ckt No. 


Tektronix 
Part No. 


Serial/Model No. 

Eff Oscont 


Name & Description 


Mfr 

Code 


Mir Part Number 


R7O0 


315-0272-00 






RES..FXD,CMPSNs2.7K 0HK,5%,0.3SH 


01121 


CB2725 


R709 


321-0322-00 






RES.,FX0,PZU(:22.1K 0«H,1%,0.12SW 


91637 


MFP1816G22101F 


R711 


315-0102-00 






RES. ,FXD,CKPSN;lK OHM, 5%,0. 25W 


01121 


C3102S 


R712 


321-0352-00 






RES..PXD,FILH:4S.3K OHH,1%,0.12SH 


91637 


MPF1816645301F 


R713 


321-0235-00 






RES. ,PXD.FILH|2.74X OKH,1«.0.125W 


91637 


KFPieieG3?400F 


R715 


321-0235-00 






RES..FXD,FtLHi2.74K OHM. 1%. 0. 12SH 


91637 


MFF1816G27400F 


R716 


321-0352-00 






RES.,FXO,FIU<i45.3K 0KM,l4, 0.125H 


91637 


MFF1816G45301F 


R718 


315-0241-00 






RES.,FXD,CMPSNt240 OHM, 5« ,0. 2SH 


01121 


CB2415 


R720 


321-0260-00 






RES.,rXD/FIU«i4.99K OHM,1%.0.125H 


91637 


MFF1816C49900F 


R721 


315-0272-00 






RES. ,FXD,CKPSNi2.7K OHM, 5»,0.25M 


01121 


CB2725 


R723 


315-0104-00 






RES. ,PXD,CKPSK:100K 0HM,5%,0.2SH 


01121 


CB1045 


R72S 


315-0122-00 






RES.,FX0,CMPSHll.2K ORM,S«.0.25H 


01121 


CB1225 


R727 


315-0153-00 






RES.,FXD,CHPSNsl5K OHM, St,0. 25H 


01121 


CB1S35 


R729 


315-0102-00 






RES.,FXD,CMF8N;1X OHH,S%,0.25H 


01121 


(31025 


R734 


315-0682-00 






RES. ,FX0,CMPSN:6.BK OHK.S*,0.25H 


01121 


C86B25 


R73S 


315-0153-00 






RES. ,FXD,CHPSH:1SK OHK,5«,0.25H 


01121 


<31535 


R737 


315-0101-00 






RES. ,FXD,O1PSNsl00 0KH,S%,0.25N 


01121 


(31015 


R741 


315-0202-00 






RES.,FXD,CKPSN:2K OKH,5%,0.25H 


01121 


CB2025 


R744 


315-0152-00 






RES.,FXD,CKFSH:1.5K <MM,5«,0.25M 


01121 


<31525 


R751 


315-0304-00 






RES, ,FXD,0(PSN:300K mM,S%,0.25W 


01121 


<33045 


R752 


315-0222-00 






RES. ,FXD,CMI>SN:2.2K OHM, 5* ,0. 25H 


01121 


CB2225 


R753 


315-0431-00 






RES.,FXD,CMI>SNs430 WK,5%,0.2SH 


01121 


<34315 


R7S4 


315-0221-00 






RES. ,FXD,CMPSN;220 OHM,5%,0.2SH 


01121 


(32215 


R756 


315-0472-00 






RES. ,PXD,CHPSN:4.7K OHM, S%,0.2SH 


01121 


CB472S 


R757 


315-0103-00 






RES. ,FXO,CMPSN:10K CHM,5« ,0. 25VT 


01121 


CS1035 


R798 


315-0101-00 






RES.,FXD,01PSN:100 OHM,5%,0.2SH 


01121 


CB1015 


R833 


315-0431-00 






RES. ,FXD,CKPSH:430 C»H,5t.0.2SH 


01121 


(34315 


R836 


315-0300-00 






RES.,FXD,CMPSNs30 C«H,5%.0.25M 


01121 


(33005 


R837 


315-0331-00 






RES. ,PXD,CMPSN;330 0aM,S%,0.25M 


01121 


<33315 


Rfi38 


315-0181-00 






RES. ,FXD,CMPSN:180 ORH,54,0.25H 


01121 


(31815 


R900 


315-0302-00 






RES. ,PXD,CNPSN:3K <»H,5t,0.25H 


01121 


(33025 


R904 


315-0302-00 






RES. ,FXD,CMPSNi3K (MW, 5%,0. 25W 


01121 


(33025 


R908 


315-0302-00 






RES.,FXD,CHPSN:3K 0KH,S«,0.25H 


01121 


(33025 


R912 


315-0302-00 






RES. ,FXD,CKPSK:3K (MM, 5%,0. 25H 


01121 


(33025 


R916 


315-0302-00 






RES. ,FX0,CHPSH:3K OHM,5*,0.25M 


01121 


C8302S 


R920 


315-0302-00 






RES. ,FXD,CMPSN;3K OHM,S%,0.25M 


01121 


(33025 


R924 


315-0302-00 






RES. ,FXD.CMPSN:3K C«H,5«,0.25W 


01121 


(33025 


R928 


315-0302-00 






RES. ,PXD,CMI>SN:3k OHM,5«,0.25H 


01121 


(33025 


R930 


315-0272-00 






RES. ,FXD,CKPSN:2.7K OKH,5t,0.2SH 


01121 


(32725 


R932 


315-0272-00 






RES. ,PXD,CMPSNi2.7K OHM,5%,0.25H 


01121 


02725 


R934 


315-0272-00 






ReS.,FXD.CKPSH:2.7K <M«, 5% ,0. 25W 


01121 


<32725 


R936 


315-0272-00 






RES.,FXD,CKPSN:3.7K OKN,5%,0.2SW 


01121 


<32725 


R960 


321-0398-00 






RES. ,PXD,FILK:137K OKH,lt ,0. 125H 


91637 


KFF1816G13702F 


R961 


321-0369-00 






RES. ,FX0,Fn>l:68.1K OKM,l% .0.125H 


91637 


MFF1816G68101F 


R962 


321-0690-00 






RES.,PXO,PIU4i34K OHM,1«,0.125M 


91637 


HFF1816<33400lD 


R963 


321-0673-00 






RES. ,PXD,FILHi17K OHM,0. 54 ,0. 125W 


91637 


MPF1816D170010 


R96S 


321-0604-00 






RES. ,PXD,FIU(:30K OHM, O. 254,0. 125W 


91637 


HFF1816D30001C 


R969 


321-1289-03 






RES.,FXO,PILHil0.1X OHM,0. 254 .0.125M 


91637 


HFF1B16D1D101C 


R974 


321-0289-07 






RES. ,FXO,PIU4ilOK OHK,0.14 ,0.12SH 


91637 


HFF1816C10001B 


R9B4 


315-0101-00 






RES.,FXC,CMPSKtl00 OHH,S4,0.25H 


01121 


(SIOIS 


R1009 


315-0150-00 






RES. ,PXD,a>IPSN:15 OHM,S4,0.25H 


01121 


(31505 


RlOll 


307-0106-00 






RES.,PXD,CHPSH:4.7 OHM,54,0.2SH 


01121 


(347(35 
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Replaceable Electrical Parts— 7D10 



Ckt No. 


Tektronix Serial/Model No. 
Part No. £ff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


R1015 


307-0106-00 




RES. ,FXD,CKPSN:4.7 OHM,5t,0.25W 


01121 


CB47C5 


R1024 


315-0561-00 




RES. ,FXO,CMPSK:560 OHK,5«,0.2SH 


01121 


CB561S 


R102^ 


315-0122-00 




RES. ,FX0,CKPSH:1.2K OKH,5«.0.2SH 


01121 


CS122S 


R1026 


315-0681-00 




ReS.,FXD,aa>SH:680 OKH,5%,0.2SH 


01121 


CB681S 


R1030 


315-0303-00 




RES. ,rxD,CMPSHi30K CWM,S«,0.2SH 


01121 


<S3035 


R1031 


315-0471-00 




RES. ,rXD,CKPSK;470 OHM, 5%,0. 25H 


01121 


C84715 


R1033 


315-0101-00 




RES.,FXD,CKPSNilOO OKH,S%,0.2SH 


01121 


CBIOIS 


R1034 


315-0223-00 




RES. ,PXD,CKPSN:22K OHM, St,0. 25H 


01121 


CB2235 


R1036 


315-0270-00 




RES. ,FXD,CMPSNs27 OEIH, 5* ,0. 25H 


01121 


CB2705 


R1069 


315-0511-00 




RES. ,FXD,CNPSNi510 0KM,S%,0.25H 


01121 


CB5115 


R1074 


315-0270-00 




RES.,FXD,O0>SN:27 ORM,5«,0.25H 


01121 


CB270S 








PUSH BUTTON: TRIGGER SOURCE 






S95% 






PUSH BUTKWsTRIGGER COUPLING 






siir 


311-1192-00 




RES. ,VAR,MO(WIR:10K 0KM,20«,1H 


12637 


381-CH3969S 


SS55 






POSH BUTTON :B SNEEP DELAY MODE SWITCH 






S61S 


311-1192-00 




RES.,VAR,N0(MIR:10K 0HM,20%,1H 


12637 


381-CM39695 


S669 


260-0723-00 




SHITOl , SLIDE : DPDT, 0 . SA, 125VAC 


79727 


GP126-0028 


S7S4 


260-0735-00 




SHITOI , PUSH : SPST 


81073 


39-1 


T579 


120-0444-00 




XFHR,TOROXD:5 TURNS, BIFILAR 


80009 


120-0444-00 


T1038 


120-0784-00 




TRAHSrORHER,PLS:POT CORE,SH REGULATOR 


80009 


120-0784-00 


U60 


155-0022-00 




MICKX:iI^IT,DIiA AND B LOGIC ML CHAN SW 


80009 


155-0022-00 


U543 


156-0118-00 




MICROCIRCUIT, 01 :J-K MASTER-SLAVE FLIP-FLOP 


01295 


SN74S112H 


U586 


156-0043-00 




HICROCIRCUIT,DIsQUAD 2-IMPOT PCS NOR GATE 


80009 


156-0043-00 


0589 


156-0172-00 




MICROCIRCUIT, DliDUAL RETRIG MONOSTABLE MV 


80009 


156-0172-00 


0598 


156-0172-00 




MICROCIRCUIT, DI;DUAL RETRIG MCMOSTABLE MV 


80009 


156-0172-00 


0640 


156-0180-00 




MICROCIRCUIT, DIiQUAD 2-INPUT HAND GATE 


01295 


SH74SOON 


0747 


156-0030-00 




MICROCIRCUIT, DIigUAD 2-INPUT POS HAND GATE 


01295 


SN7400K 


0749 


156-0058-00 




MICROCIRCUIT, DI iHEX. INVERTER 


01295 


SH7404H 


0760 


156-0245-00 




MICROCIRCUIT, DI:DECADE CNTR V/VP tXMV CLK 


01295 


SN74L192H 


0762 


156-0245-00 




MICROCIRCUIT, DIiDECADE CNTR W/UP DCMN CLK 


01295 


SN74L192N 


0764 


156-0245-00 




MICROCIRCUIT, DX:DECADE CNTR MATP QOMN CLK 


01295 


SH74U92K 


0766 


156-0245-00 




HICROCIRCUIT,DIsDECADE CNTR H/UP DOWN CLK 


01295 


SN74L192N 


0768 


156-0245-00 




MICROCIRCUIT, DI:DECADE CNTR W/UP DOWN CLK 


01295 


SN74L192N 


0770 


156-0245-00 




MICROCIRCUIT,DIrDECADE CNTR M/UP DOWN CLK 


01295 


SN74L192N 


0772 


156-0245-00 




MICROCIRCUIT, DI:0ECADE CNTR H/UP DOWN CLK 


01295 


SN74L192N 


0780 


156-0129-00 




MICR0CIRCU1T,DI:QUAD 2-INPUT GATE 


01295 


SN7408N 


0782 


156-0129-00 




MICBOCIRCurr,DljQUAO 2-INPUT GATE 


01295 


SH7408N 


0784 


156-0129-00 




MICROCIRCUIT,DI:QUAO 2-INPUT GATE 


01295 


SN7408N 


0786 


156-0129-00 




MICROCIRCUIT, DIiQUAO 2-lNPUT GATE 


01295 


SN7408N 


0788 


156-0129-00 




MICROCIRCUIT,OI:eUAD 2-INPUT GATE 


01295 


SN7408N 


0790 


156-0129-00 




MICROCIRCUIT, DItQUAD 2-INPUT GATE 


01295 


SN7408N 


0792 


156-0129-00 




MICROCIRCUIT, DIiQUAO 2-INPUT GATE 


01295 


SH7408N 


0800 


156-0097-00 




MICROCIRCUIT,DI:DIV BY 2 AND 5 RIPPLE CNTR 


18324 


M8290A 


0802 


156-0097-00 




MICROCIRCUIT, 01 :DIV BY 2 AND 5 RIPPLE CNTR 


18324 


M8290A 


0804 


156-0091-00 




MICROCIRCUIT, OIiOIV BY 2 AND S RIPPLE CNTR 


18324 


H8292A 


0806 


156-0091-00 




MICROCIRCUIT, DIiDIV BY 2 AMD 5 RIPPLE CNTR 


18324 


N8292A 


0808 


156-0091-00 




MICROCIRCUIT, DIiOIV BY 2 AND 5 RIPPLE CNTR 


18324 


N8292A 


0810 


156-0091-00 




MICROCIRCUIT, DliDIV BY 2 AND 5 RIPPLE CNTR 


18324 


N8292A 


0812 


156-0091-00 




MICROCIRCUIT,DliDIV BY 2 AND 5 RIPPLE CNTR 


18324 


N8292A 


0820 


156-0035-00 




MICROCIRCUIT, DIiSGL B-IHPUT POS HAND GATE 


80009 


156-0035-00 


0825 


156-0035-00 




MICROCIRCUIT, DIiSGL 8-INPUT POS HAND GATE 


80009 


156-0035-00 



^Raplacuble under 670-1221-XX Al eke board only. 
’Replaceable under 670-1222- XX A2 ekt board only. 
^Replaceable under 670-2148-XX A8 ckt board only. 



Replaceable Electrical Parts— 7D10 



Ckt No. 


Tektronix 
Part No. 


Seriai/Model No. 

Eff Dscont 


Name & Description 


Mir 

Code 


Mfr Part Number 


U902 


156-0057-00 






HlCROCincaiT.DIipUAD 2-IHPt)T HAtfl) GATE 


07263 


7401PC 


U906 


156-0057-00 






MlCROCIBCOlT.DIiQUAD 2-IMPOT KWJD GATE 


07263 


7401PC 


U910 


156-0057-00 






HlCROCIRCOITrDXiQOAD 2-IHPtrr HAND GATE 


07263 


7401PC 


U914 


156-0057-00 






HICEOCIRCOIT.DIiQUAD 2-INPUT HAND GATE 


07263 


7401PC 


U918 


156-0057-00 






HZCROCIRCUIT.DXsQUAD 2-INPUT HAND GATE 


07263 


7401PC 


U922 


156-0057-00 






MICROCIRCUIT, DXsQUAO 2-INPUT HAND GATE 


07263 


7401PC 


U926 


156-0057-00 






MICROCIRCUIT, DXiQUAD 2-INPUT HAND GATE 


07263 


7401PC 


U946 


156-0035-00 






MZCROCXRCUIt,DIsSGL 8- INPUT POS HAND GATE 


80009 


156-0035-00 


0948 


156-0035-00 






MICROCIRCUIT, DIsSGl, 8- INPUT POS NAND GATE 


80009 


156-0035-00 


0974 


156-0259-00 






H1CR0CIRCUZT,LZ:5 TRANSISTOR ARRAT 


86684 


CA3083 


VR114 


152-0226-00 






SBIXCOHD DEVICEiZENER,0.4H,5.1V,S% 


81483 


69-6584 


VR626 


152-0127-00 






SQIXCXKID DEVICE:ZENER.0.4M,7.5V,S« 


04713 


1N7S5A 


VF734 


152-0279-00 






S9IXC0HD OEVICE:ZENER.0.4H,5.1V,S% 


07910 


CD332305 
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Section 7— 7D10 Instruction 



INSTRUMENT OPTIONS 



No options were available for this instrument at the time of this printing. 



Information on any subsequent options may be found in the CHANGE 
INFORMATION section in the back of this manual. 
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Section 8— 7D10 



DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 



Symbols and Reference Designators 

Electrical components shown on the diagrams are in the following units unless rtoted otherwise; 

Capacitors - Values one or greater are In picofarads (pE|. 

Values less than one are in microfarads (/iF). 

Resistors * Ohms (fZ) . 

Symbols used on the diagrams are based on ANSI Standard Y32. 2-1967. 

Logic symbology is based on MIL-STD-806B in terms of positive logic. Logic symbols depict the logic 
function performed and may differ from the manufacturer's data. 

The following prefix letters are used as reference designators to identify components or assemblies on the diagrams. 



A 


AfMmblv. ((parabli or rapairabi* 


H 


Heat diaiipatfng device (heat aink. 


RT 


Tbarmrator 




<clrc>.‘lt board, ate.) 




heat radiator, ate.) 


S 


Switch 


AT 


Attanuator. lixad or variable 


HR 


Haatar 


T 


Tranaformar 


e 


Motor 


HY 


Hybrid circuit 


TC 


Thermocouple 


8T 


Battary 


J 


Connector, atationary portion 


TP 


Teat point 


C 


Capacitor, fixed or variable 


K 


Relay 


U 


Aaaambly, inaaparabla or non-rapairabla 


CB 


Circuit breaker 


L 


Irtductor, fixed Or variable 




(integrated circuit, etc.) 


cn 


Diode, aignal or rectifier 


UR 


Inductor/raaiator combination 


V 


Electron tuba 


OL 


Delay line 


M 


Mater 


VR 


Voltage regulator (tanar diode, etc.) 


OS 


Indicating device (lamp) 


P 


Connector, movabla portion 


Y 


Cryatal 


e 


Spark Cap 


O 


Tranaiator or ailicon.controllad 


Z 


Phaaa ahiftar 


F 


Fuse 




rectifier 






FL 


Filter 


R 


Raaiator, fixed or variable 







The following special symbols are used on the diagrams: 







VERTICAL AMPLIFIER nu 



Cam Switch Closure Chart 
Internal Screwdriver Adjustment 
Test Voltage 
Plug to E.C. Board 
Panel Adjustment 



Plug Index 

Modified Component— See Parts Lis 

Refer to Waveform 

Refer to Diagram Number 

SEL Value Selected at Factory 

Coaxial Connector 

Panel Connector 

Assembly Number 

Board Name 

Etched Circuit Board Outlined 
in Black 

Schematic Name and Number 





Figurs 8-1. Semiconductor lead configurations. 



7D10 




GRID LOCATOR FOR 
FIGS 8-2 & 8-3. 



CKT GRID 

NO LOC 



C6 


3B 


CIO 


3B 


C96 


1A 


MO 


3B 


R4 


3A 


R6 


3B 


R7 


3B 


R9 


3B 


R92 


1A 


R96 


1A 




Figure 8-2, A1— Source switch. 



Figure 8-3. A2— Coupling switch. 








Figure 8-4. A3-Trigger circuH board. 



( 1377 ) 2148-33 












A3 

TRIGGER 
CIRCUIT BOARD 












A2 

COUPLING SWITCH 
CIRCUIT BOARD 



A1 

SOURCE SWITCH 
ORCUIT BOARD 



GRID LOCATOR FOR FIG 8 4. 



CKT 

NO 


GRID 

LOC 


■ CKT 
NO 


GR 

LO 




f 


C182 


4C 


Q71 


9B 


C18S 


SB 


075 


BB 


C188 


4B 


078 


9B 


C1014 


26 


082 


7C 






084 


7B 


CR21 


10B 


086 


78 


CR38 


1C 


0100 


7B 


CR122 


SB 


0102 


6B 


CR126 


SB 


0117 


6B 


CR128 


SB 


0121 


7B 


CH12S 


SB 


0124 


SB 


CR141 


SB 


0143 


4B 


CRIB3 


4B 


0149 


3B 


CR169 


3C 


OIS9 


3B 


CR171 


4B 


0183 


4C 


CR1B4 


SB 


0188 


48 






R21 


101 


L140 


SB 


R22 


101 






R24 


2B 




1B 


R26 


2C 






, R27 


2C 


021 


11B 


R28 


1C 


032 


28 


R30 


1C 


037 


2B 


R3? 


IB 


041 


2B 


R3S 


2C 



'I* R89 

R101 

98 R103 

98 R104 















SliuUi 

MILS 



rtfs'a’ 












u$e» 



RECYCLE TIMING 
C589 



ZAXIS BLANKING 



7D10 



HT72I 



Q1038 



RECYCLE TIMING 
CS98 



Figure 8-5, A4— Interface circuit board. 























GR(0 LOCATOR FOR FIG 8-5. 



CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


C108 


9E 


CR976 


4C 


01025 


3C 


R677 


4E 


C137 


8B 


CR977 


4C 


01034 


3D 


R578 


4E 


C177 


9C 


CR978 


4C 


01036 


3D 


R5S1 


3E 


C179 


9E 


CR979 


BC 


01038 


3D 


R586 


5E 


C510 


11F 


CR980 


5C 






R587 


5E 


C517 


7D 


CR981 


5C 


R1 


11D 


R593 


5E 


C524 


BC 






R2 


lie 


R596 


BE 


C526 


2D 


F1020 


2C 


R132 


96 


R599 


6C 


C534 


5F 






R133 


7C 


R637 


8C 


C535 


6E 


J573 


12F 


R134 


7C 


R638 


6C 


C560 


10E 


J657 


12E 


R135 


8C 


R639 


7C 


C563 


10E 






R137 


7C 


R640 


7C 


C568 


11F 


L1020 


3E 


R138 


7C 


R645 


9C 


C569 


11E 


L1039 


3B 


R139 


7D 


R647 


9F 


C581 


80 






R140 


7C 


R649 


8F 


C586 


5E 


LR1001 


2D 


R172 


9B 


R650 


8F 


C589 


SO 


LR1004 


2D 


R173 


9C 


R651 


8F 


C591 


SD 


LR1007 


2D 


R174 


9C 


R654 


9F 


C596 


9E 






R175 


IOC 


R656 


9F 


C598 


SD 


PI 


lie 


R177 


9C 


R661 


5F 


C656 


9F 


Pill 


11B 


R178 


9C 


R663 


5F 


C668 


4F 


P197 


11B 


R179 


9D 


R664 


5F 


C956ft 


9E 


P215 


12E 


R190 


8B 


R666 


5F 


C968 


6C 


P336 


12D 


R191 


8B 


R668 


4F 


C1001 


2D 


P555 


11D 


R193 


8B 


R669 


4F 


Cl 002 


2D 






R195 


SB 


R671 


4F 


C10D4 


2D 


0133 


8C 


R196 


8B 


R672 


4F 


C1005 


2D 


0138 


7C 


R197 


10B 


R900 


40 


C1007 


2E 


0173 


9C 


R198 


8B 


R904 


4D 


C1008 


2E 


0178 


9C 


R510 


11F 


R908 


4D 


C1009 


BC 


0192 


7B 


R511 


7D 


R912 


4D 


ClOlt 


11F 


0194 


7B 


R516 


7D 


R916 


4D 


C1015 


9E 


0198 


7B 


R517 


12F 


R920 


40 


C1018 


9E 


0512 


7D 


R519 


7E 


R924 


SD 


C1019 


7D 


0514 


70 


R521 


8D 


R928 


50 


Cl 020 


3E 


0518 


70 


R522 


8D 


R929f 




C1021 


3E 


0525 


9D 


R524 


8C 


R984tt 


6B 


Cl 033 


3E 


0532 


6E 


R525 


8C 


R969 


6C 


C1038 


3C 


0538 


6F 


R527 


8D 


R974 


6C 


Cl 039 


3B 


0546 


6F 


R528 


9D 


R1009 


6C 


C1072 


11B 


0547 


6F 


R529 


8D 


R1011 


10F 


C1076 


11B 


0562 


10E 


R531 


SF 


R1015 


9F 






0565 


10E 


R532 


5F 


R1024 


3C 


CR521 


8D 


0568 


10E 


R534 


SF 


R1026 


3C 


CR525 


8D 


0588 


50 


R535 


6F 


R1028 


3E 


CR526 


80 


0595 


5E 


R537 


6F 


R1030 


3D 


CR532 


5F 


0640 


7C 


R538 


6F 


R1031 


3D 


CR563 


10E 


0645 


9C 


RS41 


11D 


R1033 


3D 


CflS70 


11E 


0648 


8E 


R542 


8E 


R1034 


3C 


CR571 


11E 


0653 


9F 


R543 


8E 


R1036 


3E 


CR586 


BE 


0662 


4E 


R545 


8F 


R1041 


9B 


CR638 


7C 


0900 


4C 


R547 


6F 






CR739 


6C 


0904 


4C 


R548 


6F 


T579 


4E 


CR643 


7F 


0908 


4C 


R549 


6F 


T1038 


3C 


CR645 


8F 


0912 


4C 


R560 


10F 






CR647 


8F 


0916 


4C 


R562 


10F 


U543 


80 


CR65S 


9E 


0920 


4C 


R56S 


10F 


U586 


6E 


CR656 


9F 


0924 


5C 


R566 


9E 


U589 


60 


CR661 


7F 


0928 


BC 


R568 


10E 


U598 


6D 


CR967 


5D 


0968 


5C 


R571 


11E 


U640 


7D 


CR974 


4C 


01028 


3D 


R572 


11F 


U984 


4B 


CR975 


4C 










U974 


6B 




*Se« Parts List for 
serial number ranges. 



t LOCATED ON BACK ON BOARD 

ttRELOCATEO TO FRONT OF BOARD 
AT SN B030000 & UP. 




kfXtX PtlAt 



DIA6 



te6^<u ^ 

100 .|!»V 



<1^ -iSv 




iu^“t %(• %o 

I AO ^^o 



6 V 6 NT& ^ 

^ROM 

U^40D-II 

OiAC/X 



S 


^/u ^’*510 

> ^Ctn 5 '0 

I T 


eeio. 
180 « 


1 ICSiO 









SC^57k 




? lOO 



1 PARTIAL AT 
^LOOCSO 

COt'NT 

4>^ TO UAOO'A 

I ''“4> 

LbM 



«l%v 

P.<14 i 



470 




CRM» 


iU 


CA*>tA 




i AA 17 

^ 



U541A 

Vt 74^111 



U%&<»D 

'/4 



S-XS 



'/4l40t 



U&&iA 

i'l74in 



J G^<»^^ 



< ^ Aw<W 

f^CA4< CXAA^Y / 

10O f »*v 

^ (pC^v*A') 



’•'“X ^»14lti 



»"» I W* 

lA.lK > &.2A 



U5«»ftA 

J* ‘/x 7 AitS 



C.K^64 ^ 

«4,^v 



tW) 

Al S9 25« 



AbC'vCI.A 
AA«M wT4iP, 

Pma<|) 



i' 4vft»<TA 
1>T»AT TAi&Al 



AI.I« 
1 10 K 



^(•U rtaJP'. I 



C(»04 4A^4 




US8&C 

i '/4 7A01 



»A4M C7%li^ 

<$> 



\M* 



tPC^*l) 1^ 



CAAA 

4T0 



O<» 40 C 
'4 74 S 00 



OWS> 

Vt 74-11.% 



U640B 

^4%0O 



Ub40A 

74^00 



PART A4 INteerACt BCMkRO 



, RStOAO TO ^ 

Ueoo, U8i7-< OlACO> 



I PARTIAL AT LOC<C 80 



HOLPOfF TO * 

RI47,<?I64 0i4C^\ 



I PARTIAL AS TRIC 80 l 



TYPE 


\^« 

4 4 . 4 V 


CNO 


74800 


14 


7 


T 48 M 2 


18 


9 


74^28 


16 


8 



EVfNTS &TART 
TRI& IN 



2 < xi^vr 

TCAW7 ?4lOK 



CAOT 4aaA7 



AteL VOLTA^e^ ARe &&COOPwt>P 
^A^FOR OBTAIL& . 

SEE PARTS LIST FOR 
SEMICONDUCTOR TYPES. 



I PARTIAL AT UOAlt ftOAA 



Outputs Processiws ^ 
Events 5tartTri&c«er 












Figure 



I A7— Logic circuit board. 

























GRID LOCATOR FOR FIG 6-6. 



CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


CKT 

NO 


GRID 

COORD 


C601 


1C 


CR834 


3A 


0721 


2B 


R632 


1C 


R754 


1C 


U772 




C604 


2C 


CR930 


lie 


0724 


2A 


R633 


1C 


R756 


3C 


U780 




C607 


20 


CR932 


nc 


0727 


2A 


R635 


3B 


R757 


3C 


U782 


6C 


C610 


2C 


CR934 


lie 


0730 


3B 


R636 


3C 


R798 


4B 


U784 


6C 


C618 


2C 


CR936 


IOC 


0733 


2B 


R702 


2B 


R833 


4B 


U786 


9B 


C622 


3C 


CR953 


10A 


0738 


3B 


R704 


2B 


R836 


4B 


U788 


9B 


C626 


3D 


CR954 


11A 


0740 


3B 


R706 


2B 


R837 


4B 


U790 


9C 


C725 


2B 


CR955 


11A 


0743 


3B 


R708 


2B 


R838 


4B 


U792 


9C 


C736 


3B 


CR960 


lie 


0753 


3D 


R709 


2B 


R932 


11D 


U800 


4B 


C751 


3C 


CR961 


lie 


0755 


3D 


R711 


IB 


R934 


11D 


U802 


4C 


C7S5 


3C 


CR962 


lie 


0835 


4A 


R712 


1A 


R936 


lie 


U804 


4C 


C838 


4B 


CR963 


lie 


0833 


4B 


R713 


1A 


R960 


11B 


U806 


7B 


C1066 


11B 


CR965 


lie 






R71S 


1A 


R961 


11B 


U808 


7B 


C1067 


3B 


CR1066 


1A 


R601 


1C 


R716 


1A 


R962 


11B 


U810 


7C 


C1069 


5C 






R602 


1C 


R718 


2A 


R963 


11B 


U812 


7C 






P218 


1C 


R604 


2C 


R720 


2A 


R965 


lie 


U820 




CR605 


2C 


P615 


1C 


R605 


2C 


R721 


2A 


R1069 


5C 


U825 


5B 


CR609 


2C 


P700 


IB 


R607 


1C 


R723 


2A 






U902 


6B 


CR635 


2B 






R609 


1C 


R725 


3A 


TP638 


3C 


U906 


6C 


CR636 


2C 


0610 


2C 


R610 


1C 


R727 


3A 






U910 


6C 


CR712 


IB 


0620 


3C 


R612 


2C 


R729 


3A 


U747 


5A 


U914 


10B 


CR715 


2B 


0624 


2C 


R617 


1C 


R734 


3A 


U749 


6A 


U918 


10B 


CR718 


2B 


0628 


2C 


R618 


1B 


R735 


3A 


U760 


5B 


U922 


IOC 


CR729 


3A 


0630 


2C 


R620 


3C 


R737 


3B 


U762 


5C 


U926 


10D 


CR735 


3B 


0634 


1C 


R622 


3C 


R741 


3A 


U764 


5C 


U946 


6B 


CR798 


4B 


0705 


2B 


R623 


3C 


R744 


3A 


U766 


SB 


U948 


6A 


CR830 


3B 


0707 


2B 


R624 


2C 


R751 


3C 


U768 


8B 






CR832 


3B 


0718 


2A 


R629 


2C 


R753 


3C 


U770 


SC 


VR734 


3B 
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SEE PARTS LIST FOR 
SEMICONDUCTOR TYPES 
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CONNECTOR. TO MRiN FRAME 



Power Distrirution 4 
Mainframe Connector 
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ARMING 
TO BIAS 
R161 



SWEEP START 
TOBIAS ADJUST 
R1S1 



TRIGGER 
DC BALANCE 
R77 



EXTERNAL TRIGGER 
DC BALANCE 
R49 



TP130 



EXTERNAL TRIGGER 
INPUT COMPENSATION 
C24 



11377 ) 2148-37 



TP170 



TP41 



TP169 



TP168 



A3 

TRIGGER 
CIRCUIT BOARD 



Figure B-8. Trigger circuit board adjustment locations. 
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Figure 8-9. Logic circuit board adjustment locations. 
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Section 9— 7D10 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacecn«nl parts areavailaDle from orthrougti your local 
Tektronix. Inc. Field Office or representative. 

Chartges to Tektronix instruments are sometimes made to 
accommodate Improved components as they become available, 
and to give you the benefit of Itte latest circuit improvements 
developed in our engineering departrrient. It is therefore 
important, when ordering parts, to include the foliowir>g 
Information In your order: Part number. Instrument type or 
number, serial number, and modification number if applicable 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix. Inc. Field Office or 
representative will contact you concerning any change In part 
number. 

Change Information, If any. is located at the rear of this 
manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed after this serial number 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the illustrations. 



INDENTATION SYSTEM 

TTtis rrtechanical parts list is Indented to Indicate Item 
reiatlortships. Following is an example of the indentation system 
used In the description column. 

1 2 3 4 S Name & Daaeriplion 

Aaaambly and/or Componant 

Attachtng parla for Aasarnbly and/or Componenl 

Dotail Part of Aasarnbly and/or Camponani 
Aliaehing parts lor Oatail Part 

Parts of Datail Part 

Aliaehing parts lor Paris of Dalail Part 



Attaching Parts always appear in the same indentation as 
the item it mounts, while the detail parts are indented to the right. 
Indented items are part of, and included with, the next higher 
Indentation. The separation symbol — * indicates the end of 

attaching parts. 

Attaching parts must be purchased separatety, unless otherwise 
specified. 

ITEM NAME 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete For further Item 
Name Identification, the U.S Federal Cataloging Handbook H6-1 
can be utilised where possible 



ABBREVIATIONS 





INCH 


ELCTRN 


ELECTRON 


IN 


INCH 


SE 


SINGLE END 


• 


NUMBER SIZE 


ELEC 


ELECTRICAL 


■NCAND 


INCANDESCENT 


SECT 


SECTION 


ACTR 


ACTUATOR 


ELCTLT 


ELECTROLYTIC 


■NSUL 


INSULATOR 


SEMICONO 


SEMICONDUCTOR 


AOPTR 


ADAPTER 


ELEM 


ELEMENT 


MTL 


INTERNAL 


SHLD 


SHIELD 


AllOh 


ALIGNMENT 


EPL 


ELECTRICAL PARTS LIST 


LPHLOfl 


LAMPHOLDER 


SHLDR 


SHOULDERED 


AL 


ALUMINUM 


EOPT 


EQUIPMENT 


MACH 


MACHINE 


SKT 


SOCKET 


ASSEM 


ASSEMBLED 


EXT 


EXTERNAL 


UECH 


MECHANICAL 


SL 


SLIDE 


ASSY 


ASSEMBLY 


Ell 


FILLISTER HEAD 


MTG 


MOUNTING 


SLFLKO 


SELF^.OCKING 


ATTEN 


ATTENUATOR 


FLEX 


FLEXIBLE 


NIP 


NIPPLE 


SLVG 


SLEEVING 


AWO 


AMERICAN WIRE GAGE 


FLM 


FLAT HEAD 


NON WIRE 


NOT WIRE WOUND 


SPR 


SPRING 


BO 


BOARD 


FITR 


FILTER 


oeo 


ORDER BY DESCRIPTION 


SO 


SQUARE 


BRKT 


BRACKET 


FR 


FRAME or FRONT 


oo 


OUTSIDE DIAMETER 


SST 


STAINLESS STEEL 


BRS 


BRASS 


FSTNFI 


FASTEIVER 


OVH 


OVAL HEAD 


STL 


STEEL 


BRZ 


BRONZE 


FT 


FOOT 


PH BRZ 


PHOSPHOR BRONZE 


SW 


SWITCH 


BSHO 


BUSHING 


FXD 


FIXED 


PL 


PLAIN or PLATE 


T 


TUBE 


CAB 


CABINET 


QSKT 


GASKET 


PLSTC 


PLASTIC 


TERM 


TERMINAL 


CAP 


CAPACITOR 


HOL 


HANDLE 


PN 


PART NUMBER 


THO 


THREAD 


CER 


CERAMIC 


HEX 


HEXAGON 


PNH 


PAN HEAD 


THK 


THICK 


CHAS 


CHASSIS 


HEX HO 


HEXAGONAL HEAD 


PWR 


POWER 


TNSN 


TENSION 


CKT 


CIRCUIT 


HEX SOC 


HEXAGONAL SOCKET 


RCPT 


RECEPTACLE 


TPG 


TAPPING 


COMP 


COMPOSITION 


HLCPS 


HELICAL COMPRESSION 


RES 


RESISTOR 


TRH 


TRUSS HEAD 


CONN 


CONNECTOR 


HLEXT 


HELICAL EXTENSION 


RGO 


RIGID 


V 


VOLTAGE 


cov 


COVER 


HV 


HIGH VOLTAGE 


RLF 


RELIEF 


VAR 


VARIABLE 


CPtO 


COU>LINO 


1C 


INTEGRATED CIRCUIT 


RTNR 


RETAINER 


wr 


WITH 


CRT 


CATHODE RAV TUBE 


ID 


INSIDE DIAMETER 


SCH 


SOCKET HEAD 


WSHR 


WASHER 


DEO 


DEGREE 


lOENT 


IDENTIFICATION 


SCOPE 


OSCILLOSCOPE 


XFMR 


TRANSFORMER 


DVTR 


DRAWER 


IIAPLR 


IMPELLER 


SCR 


SCREW 


XSTR 


TRANSISTOR 
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Replaceable Mechanical Paris— 7D10 



CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Mfr. Code Manufacturer Address City, State. Zip 



00779 


AMP, Inc. 


P. 0. BOX 3608 


Harrisburg, PA 17105 


01295 


TexM InstnuMnta. Inc., CMtponanta 
Croup 


P. 0. Box 5012 


Dallas, TX 75222 


08261 


Sp«ctrB>Strip Oorp. 


7100 Lampson Ave. 


Cardan Grove, CA 92642 


13257 


Ean«. Led. 


10 Esna Park Dr. 


Markham, ftttarlo, Canada 


22526 


Barg Elactronica« Inc. 


Xouk Depraasway 


New Cumberland, PA 17070 


23499 


Cavitt Hira and Cabla. Division of 
Amsraca Esna Corp. 


455 N. Quince St. 


Escondido, CA 92025 


24931 


Spacialty Connactor Co.< Inc. 


3560 Madison Ave. 


Indianapolis, IN 46227 


71159 


Bristol Socket Screw, Div. of 
American Chain and Cable Co. , Inc. 


P. 0. Box 2244 


Haterbury, CT 06720 


73743 


Pischar Special Kfg. Co. 


446 Morgan St. 


Cincinnati, OH 45206 


74445 


Holo-Xrooe Co. 


31 Brook St. Hast 


Hartford. CT 06110 


76854 


Oak Industries, Inc., Switch Div. 


S. Main St. 


Crystal Lake, IL 60014 


77250 


Pheoll Manufacturing Co., Division 
of Allied Products Corp. 


5700 M. Itoosevelt ttd. 


Qiicago, IL 60650 


78189 


Illinois Tool Horka, Inc. 
Shakeproof Division 


St. Charles Road 


Elgin, IL 60126 


79136 


Haldes, Kohinoor, Inc. 


47>16 Austel Place 


Long Island City, NY 11101 


80009 


Tektronix, Inc. 


P. 0. Box 500 


Beaverton, OR 97005 


83385 


Central Screw Co. 


2530 crescent Dr. 


Broadview, IL 60153 


87308 


H. L. Industries, Inc., Southern Screw 
Div. 


P. 0. Box 1360 


Statesville, NC 28677 
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Replaceable Mechanical Parts— 7D10 



Fig. & 
Index 
No. 


Tektronix Serial/Model No. 
Part No. Eff Oscont 


Qty 


1 2 3 4 5 Name & Description 


Mfr 

Code 


Mtr Part Number 


1-1 


337-1064-04 




2 


SBIELO.ELECiRlOlT SIDE 


80009 


337-1064-00 


-2 


366-1391-00 




2 


XMCBiORAy 


80009 


366-1391-00 








- 


. BACH KHCSS INCLUDE i 








213-0239-00 




1 


. 8ETSCREH:3-48 X 0.062 INCH, HEX SOC STL 


71159 


OBD 


-3 


366-1077-00 




2 


KNOSsGUy 


80009 


366-1077-00 








- 


. EACH KH» INCLUDES I 








213-0153-00 




1 


. 8ETSCREHi5-40 X 0.125 INCH, BEX SOC STL 


74445 


CBD 


-4 


366-0494-00 BOlOlOO 


B010119 


1 


XNOSiGRXy 


80009 


366-0494-00 




366-0494-04 8010120 




1 


XHOBiGRAT 


80009 


366-0494-04 




213-0153-00 




1 


. 8BT8CREH>5-40 X 0.125 IHOB.HEX SOC STL 


74445 


OBD 


-5 


366-1058-71 




1 


KKSi LATCH, HARKED 7D10 


80009 


366-1058-71 










(ATTACHING PARTS) 






-€ 


214-1095-00 




1 


PIN,SPC,SPLITt0.094 OD X 0.187 INCH LONG 

• • • i • w w 


13257 


52-022-094-0187 


-7 


105-0076-00 




1 


R£L 8AR,LATCBiPLlX:-IN UNIT 


80009 


105-0076-00 


-e 


214-1280-00 




1 


SPRING, HLCPSiO.14 OD X 1.126"L,0.16''DIA H 


80009 


214-1280-00 


-9 


333-1595-02 




1 


PANEL.PRONTi 


80009 


333-1595-02 


-10 


200-0935-00 




1 


8ASB,LAKFHOL0ERi0.29 00 X 0.19 CASE 


80009 


200-0935-00 


-11 


352-0157-00 




1 


LAKFH0LDER:WB1TE FUSTIC 


80009 


352-0157-00 


-12 


378-0602-00 




1 


LENS.LlGUTiGREEN 


80009 


378-0602-00 


-13 






1 


RESISTOR,VAR>(SEE Rill, Sill EPL) 














(ATIACBIHG PARTS) 






-14 


210-0583-00 




1 


HUT,?UIH,HBX.t0.2S-32 X 0.312 IKCH.BRS 


73743 


2X20224-402 


-15 







1 


CKT CARD ASSYsB SNF DLY HWE SV(S£E A8 EPL) 














(ATTACKlNC PARTS) 






-16 


211-0156-00 




2 


SCREM,HAOiINEil-72 X 0.25",82 DEG,FLH STL 


77250 


CBD 


-17 







1 


CKT CARD ASSYsCOUPLlNG SHITCB(SEE A2 EPL) 














(ATTACHING PARTS) 






-18 


211-0156-00 




2 


SCREH,KACHINE>l-72 X 0.25" ,82 DEG,FLa STL 


77250 




-19 






1 


CKT CARD ASSYiSOURCC SHITCXtSEE Al EPL) 














(ATTACHING PARTS) 






-20 


2U-0156-00 




2 


SCREW, HACBIKE:l-72 X 0.25", 82 DEG,FLH STL 


77250 


OBD 











. CKT CARO INCLUDES; 






-21 


131-0608-00 




2 


. C0mACT,ELECi0.365 INCH LONG 


22526 


47357 


-22 






1 


RESISTOR.VARi (SEE R615.8615 EPL) 














(ATTACHING PARTS) 






-23 


210-0583-00 




1 


NUT,PLAlN.HEX.:0.25-32 X 0.312 IHCH,BRS 


73743 


2X20224-402 


-24 






1 


RESISTOR, VARt (SEE R700 EPL) 














(ATTACHING PARTS) 






-25 


376-0014-00 




1 


CPIC,SHAFT,FLEXsSST HIRE 


76854 


22675-001 


-26 


210-0583-00 




1 


HUT,PUIN,HEX. >0.25-32 X 0.312 INCH.BRS 

^ • • * • • w 


73743 


2X20224-402 


-27 


386-2173-00 




1 


SPRT,KNOB ASSY: 


80009 


386-2173-00 










(ATTACBltC PARTS) 






-28 


211-0109-00 




2 


SCREW, KACHINE>4-40 X 0.875*100 OBC,Flil STL 

* ■ ■ 


83385 


OBD 


-29 


200-1339-00 




1 


COVER,HOUSINGtVARlABLE RESISTOR 


80009 


200-1339-00 


-30 


214-1702-00 




1 


SPR,HLCL,TRSNt0.21S INCH 00 


80009 


214-1702-00 


-31 


358-0465-00 




1 


SPACER, 8LEEVE:0.13 ID X 0.155 00 X 0.18*L 


80009 


358-0465-00 


-32 


384-1130-00 




1 


EXTENSION SHAFT! 


80009 


384-1130-00 










(ATTACHING PARTS) 






-33 


354-0350-00 




1 


RING,RmiNING:0.073*FR£E ID X 0.01S'',STL 


79136 


5133-9HD 


-34 


380-0273-00 




1 


HOUSING, SHAFT: 


80009 


380-0273-00 


-35 






1 


SHITCH,PUSH:SPST(S££ S614 EPL) 






-36 


131-0955-00 




4 


CONNECTOR, RCPT, tBNC,PEHAl£,H/HARDMARE 


05091 


31-279 


-37 


210-0255-00 




3 


TERNIKAL,LUC:0.391* ID IHT TOOTH 


80009 


210-0255-00 


-38 


348-0235-00 




2 


SHLD GSKT,ELEC:4.734 INOI LONG 


80009 


346-0235-00 



REV. h FEB. 1977 
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Replaceable Mechanical Parts— 7D10 



Fig. & 
Index 
No. 


Tektronix Serial/Model No. 
Part No. Eft Dscont 


Oty 


1 2 3 4 5 Name & Description 


Mfr 

Code 


Mfr Part Number 


1-39 


386-1447-66 




1 


SUBPANEL, FROOTi 


80009 


386-1447-66 










(ATTACHING PARTS) 






-40 


213-0192-00 




4 


SCR,TPG,mD PORi6-32 X 0.50 INCH.PW STL 
. • . . 


87308 


OBD 


-41 


214-1054-00 




1 


SPRING , DETENT : LATCH 


80009 


214-1054-00 


-42 


105-0075-00 




1 


PAHL:0.475 X 0.21 X 0.184 INCH.PLSTC 


80009 


105-0075-00 


-43 


214-1061-00 




1 


SPRING ,GROUND:FLAT 


80009 


214-1061-00 


-44 


- — — 




1 


CKT CARD ASSY:LOGIC(SEE A7 SL) 














(ATTAOIING PARTS) 






-45 


211-OlSS-OO 




3 


SCREW, EXT, RLV B:4-40 X 0.375 INOl.SST 


80009 


211-0155-00 








- 


. CXT CARD ASST INCLUDES i 






-46 


136-0269-02 




27 


. SOCKET, PUX:-IN:14 CONTACT, LOW CLEARANCE 


01295 


C931402 


-47 


136-0260-02 




7 


. S0CKET,PU)G-1N:16 CONTACT. LOW CLEARANCE 


01295 


C931602 


-48 


131-0608-00 




10 


. CONIACT,BLECi0.365 INCH LONG 


22526 


47357 


-49 


136-0263-04 




20 


. CONTACT, ELEC:F<« 0.025 INCH SQUARE PIN 


22526 


75377-001 


-SO 


214-0579-00 




1 


. TERM. ,TST PT:0.40 INOl LONG 


80009 


214-0579-00 


-51 


136-0252-04 




69 


. CONTACT. ELECsO. 188 INCH LONG 


22526 


75060 


-52 


361-0238-00 




3 


. SPACER,SLEEVE:0.25 00 X 0.34 INCH LONG 


80009 


361-0238-00 


-53 






1 


CKT CARD ASSy:TRIGGER(SEE A3 SL) 














(ATTACHING PARTS) 






-54 


211-0155-00 




3 


. SCREW, EXT, RLV B:4-40 X 0.375 INCH.SST 


80009 


211-0155-00 








. 


. CXT CARD ASSY INCLUDES: 






-55 


136-0263-03 




IS 


. COHTOCT, ELEC; FOR 0.025 INCH SQUARE PIN 


00779 


86250-2 


-56 


361-0238-00 




3 


. SPACER,SL£EVE:0.2S 00 X 0.34 INOl LONG 


80009 


361-0238-00 


-57 


352-0238-00 




4 


. HOLDER. COAXIAL:GROUND1NG, FOB 0.125’ DIA 


80009 


352-0238-00 


-58 


136-0260-02 




1 


. SaCK£T,PLUG-IN:16 CONTACT, LOW CLEARANCE 


01295 


C931602 


-59 


136-0252-04 




60 


. CCX>TACT,ELEC:0.18B INCH L(N*S 


22526 


75060 


-60 


131-0608-00 




2 


. CONTACT, ELEC:0. 365 INOl LONG 


22526 


47357 


-61 


214-0579-00 




5 


. TERM. .TEST PT:0.40 INCH LONS 


80009 


214-0579-00 


-62 


200-0945-01 




1 


. COVER, HALF XSTR:FOR DUAL TO-18 CS,2-56 IHD 


80009 


200-0945-01 










(ATTACHING PARTS) 






-63 


211-0062-00 




1 


. SCREW. KACHINE:2-S6 X 0.312 INCH.RDU STL 


83385 


C8D 


-64 


200-0945-00 




1 


. COVER, BALE XSTR:FOR DUAL TO-IB CASE 


80009 


200-0945-00 


-65 


352-0228-00 




3 


. HOLDER,CABLE:FOR 0.125*0IA CABLE, PLASTIC 


80009 


352-0228-00 


-66 


352-0213-00 




7 


. HOLDBR,CABl£:POR 0.16 X 0.08’CABLE, PLASTIC 


80009 


352-0213-00 


-67 


..... 




1 


CKT CARD ASSYilNTERFACECSEE A4 Q>L) 














(ATTAOIIHG PARTS) 






-68 


211-0116-00 




6 


SCR.ASSEN WSHR:4-40 X 0.312 INCH.PW BBS 


83385 


CSD 








« 


. CKT <ARD INCLUDES: 






-69 


131-1003-00 




2 


. (XHMECTOR Ba»,:CKT BD KT.S PHONG 


80009 


131-1003-00 


-70 


351-0186-00 




6 


. GUIDE-POST, L0CK:0. 84 INCH LONG 


80009 


351-0186-00 


-71 


131-0608-00 




18 


. CONTACT, ELEC:0. 365 INCH LONG 


22526 


47357 


-72 


136-0269-02 




2 


. SOCKET, PLUG-IN:14 CONTACT, LOW CLEARANCE 


01295 


C931402 


-73 


136-0260-02 




4 


. SOCKET, PLUG-IN:16 CONTACT, UOW CLEARANCE 


01295 


C931602 


-74 


. — — ... 




2 


. TRANSISTOR:SILICON,PKP(SCE Q1034,Q1038 Q>L) 














(ATTACHING PARTS) 






-75 


211-0012-00 




2 


. SCREW, HACHIHE:4-40 X 0.375 INO<,PI«I STL 


83385 


C80 


-76 


210-1122-00 




2 


. WASHER, LOCKiO. 228 ID X 0.375 INCH 00, STL 
. . . • . • 


78169 


4704-04-02 


-77 


_«««_ 




1 


. SHIT01,SLIDE;DPDT,0.5A,12SV(SEE S669 EPL) 






-78 


136-0252-04 




164 


. CONTACT, ELEC:0. 188 INCH LONG 


22526 


75060 


-79 


344-0154-00 




2 


. CLIP,ELECTR1CAL:F0R 0.25 INCH DIA FUSE 


80009 


344-0154-00 


-80 


131-0592-00 




35 


. CONTACT, ELECtO. 885 INCH LONG 


22526 


47353 


-81 


386-1559-00 




3 


. SPACER, CXT CARD:PLASTIC 


80009 


386-1559-00 


-82 


351-0213-00 




2 


. GUIDE-POST, LO(X;0. 285 INCH LONG 


80009 


351-0213-00 


-83 


386-1402-00 




1 


PANEL, REAR: 


80009 


386-1402-00 










(ATTACHING PARTS] 






-84 


213-0192-00 




4 


SCR.IHG.IHO FOR16-32 X 0.50 IHCU.PW STL 


87308 


ceo 


-85 


361-0326-00 




1 


SPACER, SLEEVE:0. 18 ID X 0.2S OD X 0.10’L 


80009 


361-0326-00 
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Replaceable Mechanical Parts— 7D10 



Fig. 4 
Index 
No. 


Tektronix Serial/Model No. 
Part No. Eff Dscont 


Oty 


1 2 3 4 5 Name & Description 


Mtr 

Code 


Mfr Part Number 


1-B6 


220-0547-00 




6 


HUT.BIOCK:0.3B X 0.25 X0.282 INCS OA 


80009 


220-0547-00 










(ATTACHINC PARTS FOR EAOi) 






-87 


211-0105-00 




1 


SCREH,KACBINE:4-40 X 0.188*100 DEG.FLB STL 

A • * P m ^ 


83385 


OSD 


-88 


426-0505-11 




1 


PR SECT.PUJG-INiTCe 


80009 


426-0505-11 


-89 


426-0499-U 




1 


PR SBCT.PLUS 1N:80TTCH 


80009 


426-0499-11 




198-3282-00 




1 


HIRE KJT.ELECt 


80009 


198-3282-00 


-90 


131-0707-00 




30 


. CONTACT, ELECiO. 48*1.22-26 AH5 HIRE 


22526 


47439 


-91 


175-0826-00 




PT 


. HIRE,EI£CTR1CAL:2 HIIC RIBSCW 


08261 


TEK-175-082S-00 


-92 


175-0826-00 




PT 


. HIRE, ELECTRICAL:! HIRE RIBBON 


08261 


TEK-175- 0826-00 


-93 


175-0827-00 




PT 


. HIRE,ELECTRICAL:4 HIRE RIBBON 


08261 


TEK-175-0827-00 


-94 


175-0828-00 




PT 


. HIRE, ELECTRICAL >5 HIRE RIBBON 


23499 


TEK-175- 0828-00 


-95 


175-0830-00 




PT 


. HI RE, ELECTRICAL; 7 HIRE RIBBON 


08261 


TEK-17S-0830-00 


-96 


210-0775-00 




2 


. EyELET,KeTALLIC>0.126 CO X 0.23 INCH L,BRS 


80009 


210-0775-00 


-97 


210-0774-00 




2 


. EYELET, NETALLIC:0. 152 00 X 0.245 INO< L.BRS 


80009 


210-0774-00 


-99 


352-0171-00 




2 


. CONN BOIY.PL.EL:! HIRE BLACK 


80009 


352-0171-00 


-99 


352-0169-01 




1 


. CONN BCOY,PL,EL:2 HIRE BROHN 


80009 


352-0169-01 




352-0169-03 




1 


. COHN B(»Y,PL,ELt2 HIRE 0RAN3E 


80009 


352-0169-03 


-100 


352-0161-01 




1 


. CONN 80Giy,PL,ELi3 HtlS BRCMN 


80009 


352-0161-01 


-101 


352-0162-04 




1 


. COHN BODY,PL.ELi4 HIRE YELLOH 


80009 


352-0162-04 


-102 


352-0163-02 




2 


. CONN B(X}Y,PL,EL:5 HIRE RED 


80009 


352-0163-02 


-103 


352-0165-03 




1 


. CONN B0DY,PL,EL:7 HIRE ORANGE 


80009 


352-0165-03 
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Fig. & 

Index Tektronix Serial/Model No. Mfr 

No. Part No. Eft Dsconl Qty 1 2 3 4 5 Name & Description Code 



070-2147-00 1 MANUAL, TECK:OPERhTORS 80009 

070-2148-00 1 MANUAL, TECM:INSTKUCTION 80009 



Mfr Part Number 



070-2147-00 

070-2148-00 



7D10 DIGITAL ADVANCE DELAY 




MANUAL CHANGE INFORMATION 



AtTeKtronix, we continually strive to keep up with latest electronic developments 
by adding circuit and component improvements to our instruments as soon as they 
are developed and tested. 

Sometimes, due to printing and shipping requirements, we can’t get these 
changes immediately into printed manuals. Hence, your manual may contain new 
change information on following pages. 

A single change may affect several sections. Since the change information sheets 
are carried in the manual until all changes are permanently entered, some 
duplication may occur. If no such change pages appear following this page, your 
manual is correct as printed. 



SERVICE NOTE 

Because of the universal parts procurement problem, some electrical parts in your 
Instrument may be different from those described in the Replaceable Electrical Parts 
List. The parts used will in noway alter or compromise the performanceorreliability 
of this instrument. They are installed when necessary to ensure prompt delivery to 
the customer. Order replacement parts from the Replaceable Electrical Parts List. 




CALIBRATION TEST EQUIPMENT REPLACEMENT 



Calibration Test Equipment Chart 

This chart compares TM 500 product pertormance to that of older Tektronix equipment. Only those 
characteristics where significant specification differences occur, are listed. In some cases the new instrument 
may not be a total functional replacement. Additional support instrumentation may be needed or a change in 
calibration procedure may be necessary. 



Comparison ol Main Charactarittlct 



OM 501 replaces 7D13 






PG SOI replaces 107 


PG 501 - Risetima less tnan 


107 - Ritedme leas than 




3.5 ns into 50 0. 


3.0 ns Into 50 0. 


108 


PG 501 • 5 V output pulse: 


108 - 10 V output pulse 




3.5 ns Risetime 


1 ns Risetime 


PO 502 replaces 107 






108 


PG 502 - 5 V output 


106 - 10 V output 


111 


PG 502 - Risetime less than 


111 - Risetime 0.5 ns. 30 




1 ns: 10 ns 


to 250 ns 




Pretrigger pulse 


Pretrigger pulse 




delay 


delay 


PG 508 replaces 1 14 








1 Perlofmance of replacement equipment la the same or 


115 


better than equipment being replaced. 




2101 






PG 506 replaces 106 


PG 506 - Positive-going 1 


108 - Positive and Negative- 




trigger output sig- 


going trigger output 




nal at (east 1 V; 


signal. 50 ns and 1 V; 




High Amplitude out- 


High Amplitude output. 




put. 60 V. 


100 V. 


067-0502-01 


PG 506 - Does not have 


0502-01 - Comparator output 




chopped feature. 


can be alternately 






chopped to a refer- 






ence voltage. 


SG 503 replaces 190. 






190A. 1906 


SG 503 • Amplitude range 


190B • Amplitude range 40 mV 




5 mV to 5.5 V p-p. 1 


to 10 V p-p. 


191 






067-0532-01 


SG 503 • Frequency range 


0532-01 - Frequency range 




250 kHz to 250 MHz. 


65 MHz to 500 MHz 


SG 504 replaces 






067-0532-01 


SG 504 - Frequency range 


0532-01 - Frequency range 




245 MHz m 1050 MHz 


65 MHz to 500 MHz 


067-0650-00 






TG 501 replaces 180. 






180A 


TG 501 - Trigger output- 


180A - Trigger pulses 1. 10, 




slaved to marker 


100 Hz: 1. 10. and 




output from S sec 


100 kHz. Multiple 




through 100 ns. One 


time-marks can be 




time-mark can be 


generated simullatv 




generated at a time. 


eously. 


181 




181 - Multiple time-marks 


184 


TG 501 - Trigger output- 


184 - Separate trigger 




slaved to market 


pulses of 1 and 0.1 




output from 5 sec 


sec: 10 . 1 . and 0.1 




through 100 ns. One 


ms: 10 and 1 iJi. 




time-mark can be 






generated at a tirr>e. 




2901 


TG 501 - Trigger output- 


2901 • Separate trigger 




slaved to marker 


i pulses, from 5 sec 




output from 5 sec 


to 0.1 Multiple 




through 100 ns. 


time-marks can be 




One time-mark can 


generated simultan- 




be generated at 


eously. 




a lime. 





NOTE: All TM 500 ganarator outputs ara shori*proo>. All TM 500 ptug^n Imtrumanis raqulra TM SOO-Sarlas Powar Module. 
REV B. JUN 1978 









TEKTRONIX 






emiwnMatf M 

Itchnlel •ie«Mne« 



MANUAL CHANGE INFORMATION 


sartniirT 7D10 


CHANRF RFFFRFNCF M32 361 


070-2148-00 


OATF 9-12-77 



CHANGE: 



DESCRIPTION 



EFF SN B030000 



ELECTRICAL PARTS LIST AND SCHEMATIC CHANGES 



CHANGE TO: 

A4 670-2150-06 CRT BOARD ASSY : INTERFACE 

ADD: 

R929 315-0153-00 RES. ,FXD,CMPSN:15K OHM,5Z,0.25W 

R929 Is added from the gate of Q928 to ground; located on the INTERFACE 
circuit board and shown on diagram 4. 
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TEKTRONIX^ 



c^mmtUfd fo 



MANUAL CHANGE INFORMATION 



PRODUCT 



7D10 



070-2148-00 



CHANGE REFERENCE 
DATE 12-20-78 



M34668 



CHANGE: 



DESCRIPTION 



EFF SN B040720 







ELECTRICAL PARTS LIST CHANCES 


CHANCE TO: 






A4 


670-2150-08 


CKT BOARD ASSY: INTERFACE 


A7 


670-2151-05 


CKT BOARD ASSYiLOGlC 


Q512 


151-0221-00 


TRANSISTOR: SILICON, PNP.2N5771 


U800 


156-0482-00 


MICROCIRCUIT, DI:PRESETTABLE DECADE COUNTER, 82S90.TTL 
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TEKTROMIX® 

eommitttd (o 



MANUAL CHANGE INFORMATION 



PRODUCT 



7D10 



070-2148-00 



CHANGE REFERENCE ^^^^78 



DATE 



9-14-78 



CHANGE: 



DESCRIPTION 



TEXT CORRECTIONS 

SECTION 5 PERFORMANCE CHECK AND ADJUSTMENT 
Page 5-13 Step Cl, parts (a) and (b) 

CHANGE TO READ: 

a. Connect the marker output to the EXT TRIG IN connector 
and set the time-mark generator for 1 ps markers. 

b. Connect a 500 millivolt, four-megahertz signal from the 
medium-frequency signal generator to the EVENTS START TRIG 
IN connector. 

Page 5-16 Step C5, part (j) 

CHANGE TO READ: 

j. Set the 7D10 B SWEEP DELAY MODE switch back to INDEPENDENT 
and then switch to B TRIGGERABLE AFTER DELAY. 
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